¢ ’RECORD OF. COMMUNICATION

REGIONAL SAMPLE CONTROL CENTER i

ROC #5 . 231778 °
L JLT T )
'DATE: 1/16/2008 | - TDK# .
SUBJECT: CLP Data Package for Quahty Assurance Review S
FROM: Hazardous Waste. Support Section (HWSS)/RSCC

TO: HWSS ESAT-TOPO *

Attached is the following ORGANIC Data Package to be reviewed for Quality Assurance

SITE: Cornell Dubilier 1 | CASE #: 37088

| :SDG# B4JB1, B4JC/3 B4JK1 B4OE0 _ ' | SAMPLER: W-RST
PROJ. CODE: RS SITE SPILL #: GZ  4SAMPLES MATRIX
LAB: MITKEM _OPERABLE UNIT: 00 - 47 | Soil _
TURN-AROUND-TIME: __ 21day .~ 14 Water
CERCLISID #: _NJD81557879 FRACTION: _ _ PCBs

Contaminant(s) of Concern (If known)

REGION II RSCC DATA TRANSFER LOG

- Relinquished By _ Received By
Signature DatelTlme | ' Signature Date/Tlme
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET- B4QEQ
Lab Name: MITKEM LABORATORIES : Confract: EP-W-05-030
Lab Code: MITKEM  °~ Case No.: 37688 Mod. Ref No.: 1508.0 SDG No.: .B4QEO
Matrix: (SOIL/SED/WATER) WATER - Lab Sample ID: F1937-01A
Sample wt/vol: 1000 (g/mL) ML Lab File ID: E1G3493F.D/E1G3493R.D
% Moisture: : . Decanted: (Y/N) N Date Received: 12/28/2007
Extraction: (Type) SEPF Date Extracted: 12/29/2007
Concentrated Extract Volume: ’ 10000 (ul) Date Anélyzed: 01/03/2008
Injection Volume: 1.0 hﬂn GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N}) N ' | pH: Sulfur. Cleanup: (Y/N) Y
Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: pyg/r,

CAS NO. COMPOUND | (ug/L or ug/Kg) =~ —— 0

12674-11-2 Aroclor-1016

11104-28-2 Aroclor-1221

11141-16-5 Aroclor-1232

53469-21-9 Aroclor-1242

12672-29-6 Aroclor-1248

11097-69-1 Aroclor-1254

110%6-82-5 Aroclor-1260

37324-23-5 Aroclor-1262

e S e e e Y =
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11100-14-4 Aroclor-1268

SOMO1.2 (6/2007)




1H - FORM I ARO : EPA SAMPLE NO,

AROCLOR ORGANICS ANALYSIS DATA SHEET B4QE1.
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM - Case No.: 37088 Mod. Ref No.: 1508.0 SDG No.: B4QEO
Matrix: (SOIL/SED/WATER) WATER . ' Lab Sample ID: F13837-02A
Sample wt/vol: 1000 (g/mL) ML Lab File ID: E1G3494F.D/E1G3494R.D
% Moisture: Decanted: (Y/N) N- Date Received: 12/28/2007
Extraction: (Type) SEPF . Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 01/03/2008
Injection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanﬁp:(Y/N) N PH: SulfurVCleanup: (Y/N) Y
Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: UG/L

CAS NO. COMPOUND (ug/L or ug/Kg) — o]

12674-11-2 Aroclor-1016

o

11104-28-2 Aroclor-1221

11141-16-5 Aroclor-1232

53469-21-9 | Aroclor-1242

12672-29-6 Aroclor-1248

11097-69-1 Aroclor-1254

11096-82-5 Aroclor-1260

37324-23-5 Aroclor-1262
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11100-14-4 Aroclor-1268

SOM01.2 (6/2007)
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET BLQE2
Lab Name: MITKEM LABORATORIES E Contract: » EP-W-05-030
Lab Code: MITKEM Case No.: 37OBé Mod. Ref No.: 1508.0 SDG No.: B4QEO
Matrix: (SOIL/SED/WATER) WATER Lab Sample ID: F1937-03A
Sample wt/vol: 1000 (g/mL) ML | Lab File ID: E1G3495F.D/E1G3495R.D
% Moisture: ‘ Decanted: (Y/N) N Date Received: 12/28/2007
Extraction: (Type) SEPF Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 01/03/2008
Injection Volume: 1.0 (uLj GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N éH: " Sulfur Cleanup: (Y/N) Y
Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: pg/L

CAS NO. COMPOUND {(ug/L or ug/Kqg) - 0
12674-11-2 Aroclor-1016 ' : :

o

11104-28-2 Aroclor-1221

11141-16-5 Aroclor-1232

153469-21-9 Aroclor-1242

" 12672-29-6 Aroclor-1248

11097-69-1 Aroclor-1254

11096-82-5 Aroclor-1260

37324-23-5 Aroclor-1262
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o|lo|l ol ool o olo
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11100-14-4 Aroclor-1268

SOM01.2 (6/2007)
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1H - FORM I ARO
AROCLOR ORGANICS ANALYSIS DATA SHEET

Lab Name: MITKEM LABORATORIES

Lab Code: " MITKEM Case No.: 37088
Matrix: (SOIL/SED/WATER) WATER

Sample wt/vol: 1000 (g/mL) ML

% Moisture: Decanted: (Y/N) N
Extraction: (Type) SEPF

Concentrated Extract Volume: lOOOO (ul)

Injection Voldme: 1.0 (ulL) GPC Factor:

GPC Cleanup: (Y/N) N pH:

Acid Cleanup: (Y/N) Y

.00

EPA SAMPLE NO.

B4QE3
Contract: EP-W-05-030
Mod. Ref No.: 1508.0 SDG No.: B4QEO
Lab Sample ID: - F1937-04A

Lab File ID:

E1G3496F.D/E1G3496R.D

Date Received: 12/28/2007
Date Extracted: 12/29/2007
Date Analyzed: 01/03/2008

Dilution Factor: 1.0

Sulfur Cleanup: (Y/N) Y

CONCENTRATION UNITS: /L
CAS NO. COMPOUND (ug/L or ug/Kg) 0
12674-11-2. Aroclor-1016 1.0 U
11104-28-2 Aroclor-1221 1.0 U
11141-16-5 Aroclor-1232 1.0 U
53469-21-9 Aroclor-1242 1.0 U
12672-2%9-6 Aroclor-1248 1.0 U
11097-69-1 Aroclor-1254 1.0 U
11096-82-5 Aroclor-1260 1.0 U
37324-23-5 Aroclor-1262 1.0 U
11100-14-4 Aroclor-1268 1.0 U

SOMO01.2 (6/2007)




1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4QE4
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: 1508.0 SDG No.: B4QEO

Matrix: (SOIL/SED/WATER) WATER Lab Sample ID: F1937-05A

Sample wt/vol: 1000 (g/mL) ML Lab File ID: E1G3497F.D/E1G3497R.D

% Moisture: Decanted: (Y/N) N Date Received: 12/28/2007

Extraction: (Type) SEPF Date Extracted: 12/29/2007

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/03/2008
Injection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pH: Sulfur Cleanup: (Y/N} Y

Acid Cleanup: (Y/N) Y

Nk = CONCENTRATION UNITS: gg,p
CAS NO. COMPOUND (ug/L or ug/Kg) e — Q
12674-11-2 Aroclor-1016 1.0 U
11104-28-2 Aroclor-1221 1.0 U
11141-16-5 Aroclor-1232 1.0 U
53469-21-9 Aroclor-1242 1.0 U
12672-29-6 Aroclor-1248 1.0 U
11097-69-1 Aroclor-1254 1.0 U
11096-82-5 Aroclor-1260 1.0 U
37324-23-5 Aroclor-1262 - 1.0 U
11100-14-4 Aroclor-1268 1.0 U

SOM01.2 (6/2007)
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1H - FORM I ARO EPA SAMPLE NO.

AROCLQR;ORGANICS ANALYSIS DATA SHEET B4QES
Lab Name: MITKEM LABORATORIES Contract: ‘EP—W—05-03O
Lab Code: MITKEM - Case No.:A 35088 Mod:. Ref No.: =~ 1508.0 'SDG No. : B4QEO
Matrix: (SOIL/SED/WATER) WATER Lab Sample ID: F1937-06A
Sample wt/vol: 1000 (g/mL) ML Lab File ID: E1G3498F.D/E1G3498R.D
% Moisture: . Decanted: (Y/N) N Date Received: - 12/28/2007
Extraction: (Type) SEPF » Date Exfracted: 12/29/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 01/03/2008
Injection Volume: 1;0 (ul) GPC Factor: 1.00 Dilution Factor: 1;0
GPC Cleanup:(Y/Ni N . pH: Sulfur Cleanup: (Y/N) VY

Acid Cleanup: (Y/N) Y

- CONCENTRATION UNITS: gyg/1
CAS NO. COMPOUND (ug/L_or ug/Kg) — o)

12674-11-2 Aroclor-1016

11104-28-2 | Aroclor-1221

11141-16-5 Aroclor-1232

53469-21-9 Aroclor-1242

12672-29-6 Aroclor-1248

11097-69-1 Aroclor-1254

11096-82-5 Aroclor-1260

37324-23-5 Aroclor-1262

o il B R ) Yy ey gy
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claja|lgclalgjalala

11100-14-4 Aroclor-1268

SOM01.2 (6/2007)
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1H - FORM I ARO

- EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4QE6
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: i508.0 SDG No.: B4QEO
Matrix: (SOIL/SED/WATER) WATER Lab Sample ID: F1937-07A
Sample wt/vol: 1000 (g/mL) ML Lab File ID: E1G3499F.D/E1G3499R.D
%'Moisture: Decanted: (Y/N)- N Date Received:’ 12/28/2007
Extraction: (Type) SEPF - Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 01/03/2008

Injection Volume:

GPC Cleanup: (Y/N) N

Acid Cleanup: (Y/N) Y

1.0 (ul) GPC Factor: 1.00

Dilution Factor: - 1.0

pH: Sulfur Cleanup: (Y/N) Y

CONCENTRATION UNITS: yg/r
CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 1.0 U
11104-28-2 Aroclor-1221 1.0 U
11141-16-5 Aroclor-1232 1.0 U
53469-21-9 Aroclor-1242 1.0 U
12672-29-6 Aroclor-1248 1.0 U
11097-69-1 Aroclor-1254 1.0 U
11096-82-5 Aroclor-1260 1.0 U
37324-23-5 Aroclor-1262 1.0 U
11100-14-4 Aroclor-1268 1.0 U
SOM01.2 (6/2007)

aauy




1H - FORM I ARO EPA SAMPLE NO.

‘AROCLOR ORGANICS ANALYSIS DATA SHEET B4QE7
Lab Name: MITKEM LABORATORIES Contract: . EP-W-05-030
Lab Code: MITKEM Case No.: 37088> Mod. Ref No.: . 1508.0 SDG No.: B4QEO
Matrix: (SOIL/SED/WATER) WATER , Lab Sample ID: F1937-08A
Sample wt/vol: 1000 (g/mlL) ML Lab File ID: E1G3500F.D/E1G3500R.D
% Moisture: : Decanted: (Y/N)i N Date Received: 12/28/2007
Extraction: (Typé) SEPF ) Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 01/03/2008
Injection Volume: 1.0 (ul) GPC Factof: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pHE Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

- CONCENTRATION UNITS: gug/n |
CAS NO. COMPOUND {(ug/L or ug/Kg) —— Q

12674-11-2 Aroclor-1016

11104-28-2 Aroclor-1221

11141-16-5 Aroclor-1232

53469-21-9 Aroclor-1242

12672-29-6 Aroclor-1248

11087-69-1 Aroclor-1254

11096-82-5 Aroclor-1260

37324-23-5 | Aroclor-1262

SRRl IR S=Y SESY S S Iy YIS gy
ojo| ol o]l ol ol o oo
clalalac|lalclalal

11100-14-4 Aroclor-1268

SOM01.2 (6/2007)
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4OES
Lab Name: MITKEM LABORATORIES v Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 " Mod. Ref No.: 1508.0 SDG No.: B4QEQ
Matrix: (SOIL/SED/WATER) WATER Lab Sample ID: F1937-09Aa
Sample wt/vol: 1000 (g/mL) ML Lab File ID: E1G3501F.D/E1G3501R.D
.% Moisture: Decanted: (Y/N) N - Date Received: 12/28/2007
Extraction: (Type) SEPF | Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/03/2008
Injection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor:y 1.0
GPC Cléanup:(Y/N) N pH: Sulfur Cleanup: (Y/N) Y
Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: g1,

CAS NO. COMPOUND {(ug/L or ug/Kg) — Q

12674-11-2 Aroclor-1016

11104-28-2 Aroclor-1221

11141-16-5 Aroclor-1232

53469-21-9 Aroclor-1242

12672-29-6 Aroclor-1248

11097-69-1 Aroclor-1254

11096-82-5 Aroclor-1260

37324-23-5 Aroclor-1262

R e Y Y iy ey i
ol o o o] o] o] ol oo
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11100~-14-4 Aroclor-1268

SOM01.2 (6/2007)




1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET
B4QE9
Lab Name: MITKEM LABORATORIES Contract: ,EP—W—OS—O3O
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: 1508.0 SDG No.: B4QEO
Matrix: (SOIL/SED/WATER) WATER Lab Sample ID: F1937-10A
Sample wt/vol: 1000 (g/mL) ML Lab File ID: E1G3502F.D/E1G3502R.D
% Moisture: Decanted: (Y/N) N Date Received: 12/28/2007
Extraction: (Type) SEPF Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 01/03/2008
Injection Volume: 1.0 (ul) GPC Faétor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N)}) N pH: Sul fur Cleanup: (Y/N) Y
Acid Cleanup: (Y/N) Y
'_ CONCENTRATION UNITS: g/,
CAS NO. COMPOUND (ug/L or ug/Kg) — Q
12674-11-2 Aroclor-1016 ' 1.0 U
11104-28-2 Aroclor-1221 1.0 U
11141-16-5 Aroclor-1232 1.0 U
53469-21-9 | Aroclor-1242 1.0 9]
12672-29-6 Aroclor-1248 1.0 U
11097-69~-1 Aroclor-1254 1.0 U
11096-82-5 Aroclor-1260 1.0 U
37324-23-5 Aroclor-1262 1.0 U
11100-14-4 Aroclor-1268 1.0 U

SOM01.2 (6/2007)
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1H - FORM I ARO EPA SAMPLE NO.

AROSLOR ORGANICS ANALYSIS DATA SHEET B4OF0O
Lab Name: MITKEM LABORATORIES . Contract: EP-W-05-030
Lab Code: MITKEM | Case No.: 37088 Mod. Ref No.: 1508.0 SDG No.: B4QEO
Matrix: (SOIL/SED/WATER) WATER Lab Sample ID: F19837-11A
Sample wt/vol: 1000 (g/mL) ML Lab File ID:  E1G3503F.D/E1G3503R.D
% Moisture: Decanted: (Y/N) N Date Received: 12/28/2007
Extraction: (Type) SEPF | Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/03/2008
Injection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution.Factor: 1.0
GPC Cleanup:(Y/N) N . . pH: | Sulfur Cleaﬁup: (Y/N) Y

" Acid Cleanup: (Y/N) Y

— CONCENTRATION UNITS: ug/1
CAS NO. COMPOUND : (ug/L or ug/Kg) e — Q
12674-11-2 | Aroclor-1016 1.0 U
11104-28-2 | Aroclor-1221 1.0 [U
11141-16-5 | Aroclor-1232 1.0 U
53469-21-9 | Aroclor-1242 1.0 [u
12672-29-6 | Aroclor-1248 1.0 [u
11097-69-1 Aroclor-1254 1.0 U
]11096-82-5 | Aroclor-1260 1.0 U
37324-23-5 | Aroclor-1262 1.0 v
11100-14-4 | Aroclor-1268 1.0 o

SOMO01.2 (6/2007)

aacuy




' 1H - FORM I ARO  EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4OF1
Lab Name: MITKEM LABORATORIES Contract: EP—W—05—03O
Lab Code:i MITKEM Case No.: 37088, Mod. Ref No.: 1508.0 SDG No.: B4QEQ
Matrix: (SOIL/SED/WATER) WATER Lab Sample ID: F1937-12A
Sample wt/vol: 1000 (g/mL) ML vLab File ID: E1G3504F.D/E1G3504R.D
% Moisture: Decanted: (Y/N) N Date Received: 12/28/2007
Extraction: (Type) SEPF V Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 01/03/2008
Injection Volume: 1.0 (ulL) GPC Factor: i.OO Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pH: Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y¥/N) Y

- |CONCENTRATION UNITS: g1
CAS NO. COMPOUND (ug/L or ug/Kg) e Q

12674-11-2 Aroclor-1016

11104-28-2 Aroclor-1221

11141-16-5 Aroclor-1232

53469-21-9 Aroclor-1242

12672-29-6 Aroclor-1248

11097-69-1 Aroclor-1254

11096-82-5 Aroclor-1260

37324-23-5 Aroclor-1262

) Y IS IS QRS Y (U Y [
ol o]l olo| ol ool oo
clacacjlalaaclala

11100-14-4 Aroclor-1268

SOM01.2 (6/2007)
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1H - FORM I ARO A EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4QF?2
Lab'Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case ﬁo.: 37088 Mod. Ref No.: >1508.0 SDG No.: B4QEO
Matrix: (SOIL/SED/WATER) WATER Lab Sample ID: F1937-13A
sample wt/vol: 1000 (g/mL) ML Lab File ID: E1G3507F.D/E1G3507R.D
% Moisture: . Decanted: (Y/N) N Date Received: 12/28/2007
Extraction: (Type) SEPF Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 01/03/2008
Injection Volume:' 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) Nb pH: Sulfur Cleanup: (Y)N) Y
Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: yg/1,

CAS NO. COMPOUND (ug/L or ug/Kg) - Q

12674-11-2 Aroclor-1016

11104-28-2 Aroclor-1221

11141-16-5 Aroclor-1232

53469-21-9 Aroclor-1242

12672-29-6 Aroclor-1248

111097-69-1 Aroclor-1254

11086-82-5 Aroclor-1260

37324-23-5 Aroclor-1262

R R
ol of o] o o] o} of o ©
il alalalac|lacaclac

11100-14-4 Aroclor-1268

SOM01.2 (6/2007)
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1H - FORM I ARO

EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET

. B4QF3
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 " Mod. Ref No.: 1508.0 SDG No.: B4QED
Matrix: (SOIL/SED/WATER) WATER Lab Sample ID:  F1937-14A
Sample wt/vol: 1000 (g/mL) ML Lab File ID: E1G3508F.D/E1G3508R.D
% Moisture: Decanted: (Y/N) N - Date Received: 12/28/2007
Extraction: (Type)  SEPF ' Date Extracted: 12/29/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/03/2008
Injeétion Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pH: Sulfur Cleanup: (Y/N) Y
Acid Cleanup: (Y/N) Y. ~

CONCENTRATION UNITS: yg/1

CAS NO. COMPOUND {ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 1.0 U
11104-28-2 Aroclor-1221 1.0 U
11141-16-5 Aroclor-1232 1.0 U
53469-21-9 Aroclor-1242 1.0 U
12672-29-6 Aroclor-1248 1.0 U
11097-69-1 Aroclor-1254 1.0 U
11096-82-5 Aroclor-1260 1.0 U
37324-23-5 Aroclor-1262 1.0 U
11100~-14-4 Aroclor-1268 1.0 U

SOMO01.2 (6/2007)
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1H - FORM I ARO

EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET
: B4JB1
Lab Name: iMITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: B4JBl
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1%812-01A
Sample wt/vol: 30.2 (g/mL) G Lab File ID: E1G3221F.D/E1G3221R.D
% Moisture: 21 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 12/28/2007
Injection Volume: 1.0 (uL) GPC Factor: 1.00 - Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pH: 7.2 Sulfur Cleanup: (Y/N) Y
Acid Cleanup: (Y/N) Y
CONCENTRATION UNITS: gg kg
CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 .41 U
11104-28-2 Aroclor-1221 41 U
11141-16-5 Aroclor-1232 41 U
53469-21-9 Aroclor-1242 41 U
12672-29-6 Aroclor-1248 4% U
p 4
11097-69-1 | Aroclor-1254 % 4D 1000 )
11096-82-5 Aroclor-1260 41 U
37324-23-5 |-Aroclor-1262 41 U
11100-14-4 Aroclor-1268 41 U
}f{ \\i\t: LG {" (¢ t\ ﬁ)\ - {1y YA
SOM01.2 (6/2007)
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JB2
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: " SDG No.: B4JBl
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-02A
Sample wt/vol: 30.3 (g/mL) G Lab File 1ID: EiG3296F.D/E1G3296R.D
$ Moisture: 26 Decanted: (Y/N). N Daté Received:  12/20/2007
Extraction: (Type) SONC ' Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed:

12/30/2007

Injection Volume: 1. Dilution Factor: 10.0

0 (ulL) GPC Factor: 1.00

GPC Cleanup:(Y/iN) N pH: 6.1 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

i CONCENTRATION UNITS: yg/rG
CAS NO. COMPOUND (ug/L or ug/Kg) S Q
12674~11-2 | Aroclor-1016 R 440 U
11104-28-2 | Aroclor-1221 440 U
11141-16-5 | Aroclor-1232 440 U
53469-21-9 | Aroclor-1242 440 U
12672-29-6 | Aroclor-1248 440 U
11097-69-1 | Aroclor-1254 7#,- L+E£ﬁfg? §§Q€ﬁ' gﬁﬂ:j‘
11096-82-5 | Aroclor-1260 . 440 U
37324-23-5 | Aroclor-1262 440 U
11100-14-4 | Aroclor-1268 440 U

e
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1H - FORM I ARO

EPA SAMPLE NO.

. AROdLOR ORGANICS ANALYSIS DATA SHEET '
B4JB3

Lab Name: MITKEM LABORATORIES Contract:  EP-W-05-030

Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: B4JB1
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-03A

Sample wt/vol: 30.1 (g/mL) G Lab File ID: E1G3293F.D/E1G3293R.D

% Moisture: 20 Decanted: (Y/N) N Date Received: 12/20/2007

Extraction: (Type) SONC Date Extracted: 12/27/2007

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/29/2007

Injection. Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 10.0

GPC Cleanup: (Y/N) N PH: 6.2 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: g kg I
CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 410 U
11104-28-2 Aroclor-1221 410 U
11141-16-5 Aroclor-1232 410 U
" |53469-21-9 Aroclor-1242 410 U
12672-29-6 Aroclor-1248 410 U
11097-69-1 | Aroclor-1254 - 37000 27000 7
11096-82-5" | Aroclor-1260 410 U
37324-23-5 Aroclor-1262 410 U
B}100—14—4 Aroclor-1268 410 U
— ('\,. B &1 —_
%{ Ve \S.\W?;(’(p:sk\ ‘%*('0\\"\ &L"*\%SD\—
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA- SHEET B4JBA
Lab Name: MITKEM LABORATORIES Coﬁtract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.:" SDGV No.: B4JB1
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-04A
Sample wt/vol: 30.2 (g/mL) G Lab File ID: E1G3226F.D/E1G3226R.D
% Moisture: 19 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC - Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/28/2007
Injection Volume: 1.0 (ﬁL) GPC Factor: -1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pH: 7.0 Sulfur Cleanup: ' (Y/N) Y

Acid Cleanup: (Y/N) Y

- CONCENTRATION UNITS: g/ kg
CAS NO. COMPOUND (ug/L or ug/Kg) _— 0
12674-11-2 | Aroclor-1016 - 40 U
11104-28-2 Aroclor-1221 40 U
11141-16-5 | Aroclor-1232 . 40 U
53469-21-9 | Aroclor-1242 . 40 U
12672-29-6 Aroclor-1248 ) 40 U
11097-69-1 | Aroclor-1254 _ E - 195D 1660 7
11096-82-5 | Aroclor-1260 40 U
37324-23-5 | Aroclor-1262 40 U
11100-14-4 | Aroclor-1268 : 40 U

' —— % e ' _
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1H - FORM I ARO ' EPA SAMPLE NO.

ARQCLOR ORGANICS ANALYSIS DATA SHEET B4JB5
| Lab Name: MITKEM LABORATORIES Contract: EP—W—05—03O
Lab Codé: MITKEM Case No.: 37088 Mod. Ref No.: : SDG No.: B4JB1
Mat?ix: (SOIL/SED/WATER) SOIL | Lab Sample ID: F1912-05A
Sample wt/vol: | 30.1 (g/mL) G Léb File ID: E1G3227F.D/E1G3227R.D
% Moisture: 21 Decanted: (Y/N) N Date Received: 12/20/20071
Extraction: (Type) SONC ; . Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/28/2007
Injection Volunme: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pH: 6.4 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

- ~ |CONCENTRATION UNITS: g ko
CAS NO. COMPOUND . (ug/L or ug/Kg) e — Q
12674-11-2 | Aroclor-1016 | ' 12 U
11104-28-2 | Aroclor-1221 42 U
11141-16-5 Aroclor-1232 42 U
53469-21-9 Aroclor-1242 ) 42 U
12672-29-6 | Aroclor-1248 42 o
11097-69-1 | Aroclor-1254 | X 2860 2380
11096-82-5 | Aroclor-1260 » 42 U
37324-23-5 | Aroclor-1262 » 42 U
11100-14-4 | Aroclor-1268 12 U
Y+ mg(\év\ctd ’@fu*rw_ LT GSL;L,,
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JIB6
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM © Case No.: 37088 Mod. Ref No.: ' DG No.: B4JBl
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-06A
Sample wt/vol: 30.0 (é/mL) G Lab file ID: E1G3228F.D/E1G3228R.D
% Moisture: 28 .Decanted: (Y/N) N Date Received:: 12/20/2007
Extraction: (Type) SONC _ Date Extracted: 12/27/2007
Concentrated Extract Volume: © 10000 (ulL) Date Analyzed: 12/28/2007
Injection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N PH: 6.2 Sulfur Cleanup: (Y/N) Y

.Acid Cleanup: (Y/N) Y

- CONCENTRATION UNITS: yg/Kg
CAS NO. COMPOUND ' (ug/L or ug/Kg) _— 0
12674-11-2 Aroclor-1016 . ) 46 U-
11104-28-2 Aroclor-1221 46 U
11141-16-5 Aroclor-1232 46 U
53469-21-9 Aroclor-1242 : - 46 U
12672-29-6 Aroclor-1248 : ’ 46 U
11097-65-1 | Aroclor-1254 . |3 3000 2400 7
11096-82-5 Aroclor-1260 : 46 - |0
37324-23-5 Aroclor-1262 : : : 46 U
11100-14-4 Aroclor-1268 46 U

% Trewd, froes muTR0o
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1H - FORM I ARO

EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET BAJBT
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case‘No;: 37088 Mod. Ref No;: SDG No.: B4JBY
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-07A
Sample'wt/§ol: 30.1 (g/mL) G Lab File‘ID: ﬁlG3229F.D/ElG3229R.D
% Moisture: 16 .Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ul) Déte Analyzed: 12/28/2007

Injection Volume:

1.0 (uL) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pH: 6.1 Sulfur Cleanup: kY/N) Y
Acid Cleanup: (Y/N) .Y
- CONCENTRATION UNITS: yg/kG
CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 39 U
11104-28-2 Aroclor-1221 39 U
11141-16-5 Aroclor-1232 39 U
53469-21-9 Aroclor-1242 39 U
12672-29-6 Aroclor-1248 ' 39 U
11097-69-1 | Aroclor-1254 ¥ 120D 1560 |
11096-82-5 Aroclor-1260 : 39 U
37324-23-5 Aroclor-1262 39 |0
11100-14-4 Aroclor-1268 39 . U
~ -
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1H - FORM I ARO . EPA SAMPLE NO.

AROCLOR QRGANICS ANALYSIS DATA SHEET B4JBS
Lab Name: MITKEM LABORATORIES Contract: EP—W—05—03O
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: BR4JB1
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-08A
Sample wt/vol: 30.1 (g/mL) G | Lab File ID: E1G3230F.D/E1G323OR;D
% Moisture: 18 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/28/2007
| Injection Volume: 1.0 (ul) GPC Factor;. 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N " pH: | 6.7 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

NEE ‘ CONCENTRATION UNITS: g kG
CAS NO. COMPOUND (ug/L or ug/Kqg) 0
'[12674-11-2 | Aroclor-1016 40 U
11104-28-2 | Aroclor-1221 40 U
11141-16-5 | Aroclor-1232 _ 40 U
53469-21-9 | Aroclor-1242 : 40 U
12672-29-6 | Aroclor-1248 0 v
11097-69-1 | Aroclor-1254 v WbLHoD 1360 4
11096-82-5 | Aroclor-1260 - 40 U
37324-23-5 Aroclor-1262 - ) ‘ ' 40 U
11100-14-4 Aroclor-1268 40 U
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICSVANALYSIS DATA SHEET B4JBY
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM | Case No.: 37088 Mod. Ref No.: SDG No.: B4JBl
Matrix: (SOIL/SED/WATER) SOIL , *  Lab Sample ID: F1912-09A
Sample wt/vol: 30.0 (g/mL) G Lab File ID: E1G3298F.D/E1G3298R.D
% Moisture: 39 Decanted: (Y/N) N ~ Date Received: 12/20/2007
Extraction: (Type) SONC . Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 . (uL) Date Analyzed: ~ 12/30/2007
Injection'Volumé: 1.0 (ul) GPC Factor: 1.00 Dilutioh Factor: é0.0
GPC Cleanup:(Y/N) N pH: 7.2 Sulfur Cleénup: (Y/N) .Y

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: yo/xg

CAS NO. COMPOUND : (ug/L _or ug/Kg) 0
12674-11-2 | Aroclor-1016 , ' 1100 U
11104-28-2 | Aroclor-1221 1100 U
11141-16-5 | Aroclor-1232 v _ 1100 U
53469-21-9 | Aroclor-1242 _ : 1100 §
12672-29-6 | Aroclor-1248 1100 U
11097-69-1 | Aroclor-1254 ‘ =3 WD 63600 F/
11096-82-5 | Aroclor-1260 _ : 1100 U
37324-23-5 Aroclor-1262 : : 1100 U .
11100-14-4 | Aroclor-1268 1100 U
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1H - FORM I ARO EPA SAMPLE NO,.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JCO
Lab Name: MITKEM LABORATORIES Contract: -EP-W-05-030
Lab Code; MITKEM Case No..: 37088 Mod. Réf No.: SDG No.: 'B4JB1.
Matrix: (SOIL/SED/WATER) SOIL . Lab Sample ID: F1912-10A
Sample wt/vol: 30.0 (g/mL) G " Lab File ID: E1G3300F.D/E1G3300R.D
% Moisture: 40 Decanted: (Y/N) N Date Received:  12/20/2007
Extraction: (Type) SONC ' Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 12/30/2007
Injection Volume: - 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 20.0
GPC Cleanup: (Y/N) N PpH: 6.8 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

E " [CONCENTRATION UNITS: yg/xa
CAS NO. COMPOUND (ug/L or ug/Kg) e — 0
12674-11-2 | Aroclor-1016 1100 U
11104-28-2 | Aroclor-1221 1100 U
11141-16-5 | Aroclor-1232 | 1100 U
53469-21-9 | Aroclor-1242 1100 U
12672-29-6 | Aroclor-1248 , 1100, [0
11097-69-1 | Aroclor-1254 KI%0 5U0 120800
11096-82-5 | Aroclor-1260 1100 U
37324-23-5 | Aroclor-1262 T 1100 U
11100-14-4 | Aroclor-1268 ' 1100 U

S
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYS;S DATA SHEET BAJC1
Lab Name: MITKEM LABORATORIES : Contract: EP-W-05-030
Lab Code: MITKEM Case‘No.: 37088 Mod. Ref No.: SDG No.: B4JBl
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-11A
Sample wt/vol: 30.0 (g/mL) G Lab File 1ID: EiG3302F.D/E1G3302R.D
% Moisture: 38 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC ' Date Extracted: 12/27/2007 -
Concentrated Extract Volume: 10000 (uL) Date Aﬁalyzed: 12/30/2007
Injection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 10.0
GPC Cleanup: (Y/N} N pH; 6.7 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

R CONCENTRATION UNITS: g/ kg -
CAS NO. COMPOUND (ug/L or ug/Kg) —_— Q
12674-11-2 Aroclor-1016 = ’ 530 U
11104-28-2 Aroclor-1221 » 530 U
11141-16-5 Aroclor-1232 , . 530 U
53469-21-9 Aroclor-1242 ' : 530 U
12672-29-6 Aroclor-1248 . _ 530 U
11097-69-1 Aroclor-1254 K BWWD 2}6’60 'E;
11096-82-5 | Aroclor-1260 ! 530 ]
37324-23-5 Aroclor-1262 : 530 U
11100-14-4 Aroclor-1268 530 U
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET

B4JC2
Lab Name: MITKEM LABORATORIES Contract: Ef—W—OS—OBO
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.:‘ SDG No.: B4JBl1
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-12A
Sample wt/vol: 30.4 (g/mL) G Lab File iD: E1G3304F.D/E1G3304R.D
. % Moisture: 39. Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC A Date Extracted: 12/27/2007
Concentrated Extract Volume:

10000 (ul) Date Analyzed: 12/30/2007

Injéction Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 5.0

GPC Cleanup: (Y/N) N " pH: 6.4 Sulfur Cleanup: (Y/N) Y

~Acid Cleaﬂup:(Y/N) Y

E CONCENTRATION UNITS: g kg

CAS NO. COMPOUND (ug/L or ug/Kg) —_ Q
12674-11-2 Aroclor-1016 ' : 270 U
11104-28-2 Aroclor-1221 270 U
11141-16-5 Aroclor-1232 270 U
53469-21-9 Aroclor-1242 270 U
12672-29-6 Aroclor-1248 2723 v,
11097-69-1 | Aroclor-1254 ¥ 5D DD 15080 i1
11096-82-5 Aroclor-1260 270 U
37324-23-5 Aroclor-1262 270 U
11100-14-4 Aroclor-1268 270 U

ES W“f"*’*‘“‘&g ,@ oy BT Dl
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1H - FORM I ARO EPA SAMPLE NO,

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JC4
Lab Name: MITKEM LABORATOﬁIES . Coﬁtract: EP-W-05-030
Lab Code: MITKEM : Case No.: 37088 Mod; Ref No.: : SDG No.; B4JBl
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-13A
Sample wt/vol: 30.3 (g/mL) G Lab File ID: E1G3306F.D/E1G3306R.D
% Moisture: 17 Decanted: (Y/N) N Date Received: 12/20/2007

Extraction: (Type) SONC Date Extracted: 12/27/2007

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/30/2007
vInjection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 2.0
GPC Cleanup: (Y/N)}) N . pPH: 6.7 Sulfur Cleanup: (Y/N) Y.

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: yg/kg

CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 79 o
11104-28-2 Aroclor-1221 79 U
11141-16~5 Aroclor-1232 79 U
53469-21-9 Aroclor-1242 79 U
12672-29-6 Aroclor-1248 v 72/ v
11097-69-1 | Aroclor-1254 N 255D 260 ;
11096-82-5 | Aroclor-1260 79 U
37324-23-5 Aroclor-1262 79 U
11100-14-4 Aroclor-1268 79 U

}\( —Grﬁ\ V\S.%j;( NV ‘%}Q ‘_;{;, L"f DL
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JC5
Lab Name: MITKEM LABORATORIES ' Contract: | EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: | SDG No.: B4JBl
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-14A
Sample wt/vol: 30.5 (g/mL) G Lab File ID: ﬁ1G3236F.D/E1G3236R.D
% Moisture: 30 Decanted: (Y/N) N - Date. Received: 12/20/2007
Extraction: (Type) SONC ' Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/28/2007
Injection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup:(Y/N) N \ pH: 7.0 Sulfur Cleaﬁup: (Y/N) f

Acid Cleanup: (Y/N) Y

. CONCENTRATION UNITS: ua/xa
CAS NO. COMPOUND (ug/L or ug/Kg) — Q
[12674-11-2 | Aroclor-1016 B 16 U
11104-28-2 | Aroclor-1221 16 U
11141-16-5 | Aroclor-1232 | 76 U
53469-21-9 | Aroclor-1242 ' | 26 U
12672-29-6 | Aroclor-1248 " 16 U
11097-69-1 | Aroclor-1254 - % 204D 260 E
11096-82-5 | Aroclor-1260 | 16 U
37324-23-5 | Aroclor-1262 ’ » 16 o
11100-14-4 | Aroclor-1268 ' 16 U

~ pa— - -
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1H - FORM I ARO

EPA SAMPLE NO.,

AROCLOR ORGANICS ANALYSIS DATA SHEET BAJCE -
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: B4JB1.
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-15A
Sample wt/vol: 30.2° (g/mL) G Lab File ID: E1G3309F.D/E1G3309R.D
% Moisture: 29 Decanted: (Y/N) N Dafe Received: 12/20/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/30/2007

Injection Volume:

GPC Cleanup: (Y/N) N

1.0 (uL) GPC Factor: 1. Dilution Factor: 5.0

pH: v - 6.4 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS:

UG/KG '
CAS NO. COMPOUND (ug/L or ug/Kg) 0
12674-11-2 | Aroclor-1016 230 U -
11104-28-2 | Aroclor-1221 230 U
11141-16-5 | Aroclor-1232 230 U
53469-21-9 Aroclor-1242 230 U
12672-29-6 Aroclor-1248 - 230 U
11097-69-1 | Aroclor-1254 % 11500 8600 '
111096-82-5 | Aroclor-1260 T 230 u
37324-23-5 | Aroclor-1262 230 U
11100-14-4 Aroclor-1268 230 U
¥ Tk oo Gumog i
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B43CT

Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030

Lab Code: MITKEM Case No.: 37088 - Mod. Ref No.: SDG No.: B4JBl

Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1812-16A

Saﬁple wt/vol: 30.0 (g/mL) G Lab File ID: E1G3238F.D/E1G3238R.D

% Moisture: . 26 Decanted: (Y/N) N Date Received: 12/20/2007

Extraction: (Type) SONC Date Extracted: 12/27/2007

Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/28/2007

Injection Volume: 1.0 (ulL) GPC Factor: 1.00 Dilution Factor: 1.0

GPC Cleanup: (Y/N) N PH: 7.4 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: yg kg
CAS NO. COMPOUND (ug/L or ug/Kg) —_— Q
12674-11-2 | Aroclor-1016 - 45 U
11104-28-2 | Aroclor-1221 45 U
11141-16-5 | Aroclor-1232 45 U
53469-21-9 | Aroclor-1242 45 U
12672-29-6 | Aroclor-1248 45 P

e

11097-69-1 | Aroclor-1254 M 4 0L 2600 4
11096-82-5 | Aroclor-1260 45 U
37324-23-5 | Aroclor-1262 45 U
11100-14-4 | Aroclor-1268 45 U

lan ?""gr | ‘Q*W"‘_ By3cT Dl
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1H - FORM I ARO EPA SAMPLE NO.

.AROCLOR ORGANICS ANALYSIS DATA SHEET . B4JCS
Lab Name:. MITKEM LABORATORIES Contract: v EP-W-05-030
Lab Code: MITKEM Case No.: 37088 - Mod. Ref No.: SDG No.: B4JB1
Matrix: (SOIL/SED/WATER} SOIL Lab Sample ID: F1912-17A
Sample wt/vol: 30.0 (g/mL) G ' Lab File ID: E1G3316F.D/E1G3316R.D
% Moisture: 23 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC v Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/30/2007
Injection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 5.0
GPC Cleanup: (Y/N) N pH: 7.2 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

o ' CONCENTRATION UNITS: yg kg
CAS NO. COMPOUND (ug/L _or ug/Kg) I —— o)
12674-11-2 | Aroclor-1016 - 210 U
11104-28-2 | Aroclor-1221 210 U
11141-16-5 | Aroclor-1232 . 210 U
53469-21-9 | Aroclor-1242 ' . _ 210 U
12672-29-6 Aroclor-1248 , : ZlQ¢ U
WP 4
11097-69-1 | Aroclor-1254 % 1_3@0(,) 12000 ¥
11096-82-5 | Aroclor-1260 210 U
37324-23-5 Aroclor-1262 . : - 210 U
11100-14-4 | Aroclor-1268 210 U

e
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET
B4JCY
Lab Name: MITKEM LABORATORIES _ Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: : SDG No.: B4JBl

Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-18A

Sample wt/vol: 30.5 (g/mL) G Lab File ID: E1G3542F.D/E1G3542R.D

% Moisture: - 23 Decanted: (Y/N) N Date Received: 12/20/2007

Extraction: (Type) SONC Date Extracted: 12/27/2007

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/04/2008
Injection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N ‘ pH: 7.1 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: yg/xg
CAS NO. COMPOUND (ug/L or ug/Kg) e — 0
12674-11-2 Aroclor-1016 42 U
11104-28-2 Aroclor-1221 42 U
11141-16-5 Aroclor-1232 42 U
53469~-21-9 Aroclor-1242 42 U
12672-29-6 Aroclor-1248 ) 42 U
11097-69-1 | Aroclor-1254 % 245D 13475 A T
11096-82-5 Aroclor-1260 ' 42 U
37324-23-5 Aroclor-1262 42 U ‘
11100-14-4 Aroclor-1268 42 U

4 T\(‘o\‘vﬂi‘g 'J;(U‘n-'\ Ly 1{:\‘_! Dl
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1H - FORM I ARO ' EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JIDO
Lab Name: MITKEM LABORATORIES .  Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref ﬁo.: SDG No.: B4JBl
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-19A
Sample wt/vol: 30.0 (g/mL) G Lab File ID: E1G3319F.D/E1G3319R.D
% Moisture: 21 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC ‘ Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/30/2007
'Injection Volume: 1.0 {(ul) GPC Factor: 1.00 Dilution Factor: 2.0
GPC Cleanup: (Y/N) N pH: 7.3 .Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

R _ ~ [CONCENTRATION UNITS: g kg
CAS NO. COMPOUND (ug/L or ug/Kg) 0
12674-11-2 | Aroclor-1016 i 84 U
11104-28-2 | Aroclor-1221 84 U ‘
11141-16-5 | Aroclor-1232 , , . 84 U
53469-21-9 | Aroclor-1242 ‘ . 84 o
12672-29-6 | Arcclor-1248 , ' 84 U
11097-69-1 | Aroclor-1254 _ . 59 1 3500 Wj_‘
11096-82-5 | Aroclor-1260 - 84 §]
37324-23-5 | Aroclor-1262 . - v 84 U
11100-14-4 | Aroclor-1268 84 U

e s

\%’* Mm & ;,{ j e Evu mj\ ) E)L

e
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1H -~ FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4ID1

Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030

Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: B4JBl

Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1912-20A

Sample wt/vol: 30.0 (g/mL) G Lab File ID: E1G3321F.D/E1G3321R.D

% Moisture: 23 Date Received: 12/20/2007

Decanted: (Y/N) N

Extraction: (Type) SONC Date Extracted: 12/27/2007

Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 12/30/2007

Injection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 2.0

GPC Cleanup: (Y/N) N PH: 7.2 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: yg/xg :
CAS NO. . COMPOUND (ug/L or ug/Kg) — 0
12674-11-2 | Aroclor-1016 86 U
11104-28-2 | Aroclor-1221 86 U
11141-16-5 | Aroclor-1232 86 U
53469-21-9 | Aroclor-1242 86 U
12672-29-6 Aroclor-1248 86 U
11097-69-1 | Aroclor-1254 e 9900 PP #ES
11096-82-5 | Aroclor-1260 o 86 U
37324-23-5 | Aroclor-1262 86 U
11100-14-4 Aroclor-1268 86 U

N > o
% \\(*o\.h%gr *%YDFY\ BL&‘SD‘DL
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1H - FORM I ARO
AROCLOR ORGANICS ANALYSIS DATA SHEET

‘Lab File ID:

Lab Name: MITKEM LABORATORIES

Lab Code: MITKEM Case No.: 37088
Matrix: (SOIL/SED/WATER) SOIL

Sample wt/vol:. ' 30.2 (g/mL) G

% Moisture: 36 Decanted: (Y/N) N
Extraction: (Type) SONC

Concentrated Extract Volume: 10000 (ulL)

Injection Volume:

GPC Cleanup: (Y/N) N

Acid Cleanup: (Y/N) Y

1.0 (ulL) GPC Factor: 1.00

pH: 6.7

Contract: EP-W-05-030

EPA SAMPLE NO,

B4JK1

Mod. Ref No.:

Lab Sample ID: F1926-07A

SDG No.:

B4JK1

E1G3539F.D/E1G3539R.D

.Date Received: 12/21/2007
Date Extracted: 12/28/2007
Date Analyzed: 01/04/2008

Dilﬁtion Factor: 1.0

Sulfur Cleanup: (Y/N) Y

o CONCENTRATION UNITS: yg/xg
CAS NO. COMPOUND (ug/L or ug/Kg)
12674-11-2 Aroclor-1016 ' : 51 U
11104-28-2 | Aroclor-1221 51 U
11141-16-5 | Aroclor-1232 51 U.
53469-21-9 .| Aroclor-1242 51 U
12672-29-6 Aroclor-1248 ' 51 U
11097-69-1 | Aroclor-1254 &) 4o 7 vy
11096-82-5 | Aroclor-1260 51 U
37324-23-5 | Aroclor-1262 51 U
11100-14-4 | Aroclor-1268 51 U
*- T;:j LA tﬁ& L TN jZ} L
SOM01.2 (6/2007)
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1H - FORM I ARO EPA SAMPLE NO.

. : GANICS ANALYSIS DATA SHEET
}ARQCLOR OR B4TK3

Lab Name: MITKEM LABORATORIES Contract: EP—W—05—030

Mod. Ref No.:

Lab Code: MITKEM Case No.: 37088 SDG No.: B4JK1l
Mat:ix: (SOIL/éED/WATER) SOIL | Lab Sample ID: F1926-01A

Sample wt/vol: 30.3 (g/mL) G Lab File ID: E1G3567F.D/E1G3567R.D

% Moisture: 25 Decanted: (Y/N) N Date Received: 12/21/2007

Extraction: (Type) SONC Date Extracted: ,12/28/2007

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008

Injection Volume: 1.0 (uL) GPC Factof: l;OO Dilution Factor: 50.0

GPC Cleanup: (Y/N) N pPH: 6.9 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

— CONCENTRATION UNITS: 4g/xa
CAS NO. COMPOUND (ug/L or ug/Kg) e Q
12674-11-2 | Aroclor-1016 | 2200 U
11104-28-2 | Aroclor-1221 | 2200 U
11141-16-5 | Aroclor-1232 2200 U
53469-21-9 | Aroclor-1242 2200 U
12672-29-6 | Aroclor-1248 2200 U
11097-69-1 | Aroclor-1254 120000 09666 ¥ T N\
11096-82-5 | Aroclor-1260 : 2200 To
37324-23-5 | Aroclor-1262 2200 U
11100-14-4 Aroclor-1268 2200 U

. 1A s S T
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JKA
Lab Name: MITKEM LABORATORIES ' Contract: EP—W—65—030
Lab Code: MITKEM Cése No.: 37088 Mod. Ref No.: | SDG No.: B4JK1
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1926-02A
Sample wt/vol:  30.3 (g/mL) G Lab File ID:  E1G3569F.D/E1G3569R.D
% Moisture: 26 Decanted: (Y/N) N | Date Received: 12/21/2007
Extraction: (Type) SONC Date Extracted: 12/28/2007
Concentrated Extract Volume: : 10000 (ulL) Date Analyzed: 01/05/2008
Injection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 50.0
GPC Cleanup: (Y/N) N PH: 7.0 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

o CONCENTRATION UNITS: g kg
CAS NO. COMPOUND (ug/L or ug/Kg) —_— Q
12674-11-2 | Aroclor-1016 - 2200 U
11104-28-2 | Aroclor-1221 2200 U
11141-16-5 | Aroclor-1232 2200 U
53469-21-9 | Aroclor-1242 ) ' 2200 U
12672-29-6 | Aroclor-1248 2200 U
11097-69-1 | Aroclor-1254 IL*59€§£X? 12ee66e Eﬁftjﬂ S
11096-82-5 | Aroclor-1260 2200 U
37324-23-5 | Aroclor-1262 . 2200 U
11100-14-4 | Aroclor-1268 2200 |0

¥ Brom. EHTRH4DL
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET
. B4JK5
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Mod. Ref No.: SDG No.: B4JK1l

Lab Code: MITKEM Case No.: 37088

Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1926-03A

Sample wt/vol: 30.1 (g/mL) G Lab File ID: E1G3571F.D/E1G3571R.D

$ Moisture: 56 Decanted: (Y/N) N Date Received: 12/21/2007

Extraction: (Type) SONC Date Extracted: 12/28/2007

Concentrated Extract Volume: 10000 (ul) Date Analyzed: 01/05/2008
‘Injection Volume: 1.0 (uL) GPC Factor: 1.00 Diiution Factor: 5.0
GPC Cleanup: (Y/N) N pH: 6.9 Sulfuerleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

- "[CONCENTRATION UNITS: yg/ra

CAS NO. |_coMPOUND (ug/L or ug/Kg) _ o)
12674-11-2 Aroclor-1016 : 370 U
11104-28-2 | Aroclor-1221 370 U
11141-16-5 Aroclor-1232 370 U
53469-21-9 Aroclor-1242 370 U
12672-29-6 Aroclor-1248 370 U
11087-69-1 Aroclor-1254 ‘Qg@o B gvivaval f.«?" 3“ ‘S“',
11096-82-5 Aroclor-1260 . 370 U
37324-23-5 Aroclor-1262 370 U
11100-14-4 Aroclor-1268 370 U

e o EATRS DL
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET
B4 JK6

Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030

Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: - SDG No.: B4JK1

Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1926-04A

Sample wt/vol: 30.1 (g/mL) G Lab File ID: E1G3536F.D/E1G3536R.D

% Moisture: 14 Decanted: (Y/N) N Date Received: 12/21/2007

Extraction: (Type) SONC Date Extracted: 12/28/2007

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/04/2008
Injection Volume: i.O (uL) GPC Factor: 1.00 Dilution Factor: il.O
GPC Cleanup: (Y/N) N pH: 4.5 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: g/kg _
CAS NO. COMPOUND (ug/L or ug/Kg) R 0
12674-11-2 | Aroclor-1016 © 38 U
11104-28-2 | Aroclor-1221 38 U
11141-16-5 Aroclor-1232 38 U.
53469-21-9 | Aroclor-1242 38 U
12672-29-6 | Aroclor-1248 _ 38 U
11097-69-1 | Aroclor-1254 |2 60> 980 Ey’fj’ >
11096-82-5 Aroclor-1260 38 U
37324-23-5 Aroclor-1262 38 U
11100-14-4 | Aroclor-1268 38 U

%’“’ F:’% Wm
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4 JKT
Lab Name: MITKEM LABORATOCRIES . Contract: EP-W-05-030
Lab Code: MITKEM | Case No.: 37088 Mod. Ref No.: | SDG No.: B4JK1
Matrix: (SOIL/SED/WATER) SOIL .Lab Sample ID: F1926~-05A
Sample wt/Vol: 30.1 (g/mL) G Lab File ID: E1G3574F.D/EL1G3574R.D
% Moisture: 25 Decanted: (Y/N) N Date Received: 12/21/2007
Extraction: (Type) SONC ‘ Date Extracted: 12/28/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 01/05/2008
Injection Volume: 1.0‘(uL)-GPC Factor: 1.00 Dilufion Factor: 50.0
GPC Cleanﬁp:(Y/N) N. pPH: 5.7 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

T CONCENTRATION UNITS: (g kg
CAS NO. COMPOUND (ug/L or ug/Kg) [ Q
12674-11-2 | Aroclor-1016 2200 U
11104-28-2 Aroclor-1221 ) 2200 U
11141-16-5 | Aroclor-1232 ' 2200 U
53469-21-9 | Aroclor-1242 ' ' 2200 U
12672-29-6 Aroclor-1248 ) _ : ' 2200 U
11097-69-1 | Aroclor-1254 : U< and <6qn B Y e
11096-82-5 | Aroclor-1260 ¥ 2200 U ’
37324-23-5 | Aroclor-1262 : 4 2200 U
11100-14-4 | Aroclor-1268 ' 2200 U

X i LA TR T DL
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1H - FORM I ARO

EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET
B4JK8
Lab Name: MITKEM LABORATORIES Contract: ' EP-W-05-030
Lab Code: MITKEM - Case No.: 37088 .~ Mod. Ref No.: : SDG No.: B4JK1l
Matrix: (SOIL/SED/WATER) SOIL ‘ Lab Sample ID: F1926-06A
Sample wt/vol: 30.5 (g/mL) G Lab File ID: E1G3538F.D/E1G3538R.D
% Moisture: 22 .Decanted: (Y/N) N .Date Received: - 12/21/2007
Extraction: (Type) SONC Date Extracted: 12/28/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 01/04/2008
Injection Volume: 1.0 hﬂﬁ GPC.Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N PH: - 5.0 Sulfur Cleanup: (Y/N) Y
Acid Cleanup: (Y/N) Y
- - CONCENTRATION UNITS: yg/kg
CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 S 42 U-
11104-28-2 Aroclor-1221 42 U
11141-16-5 Aroclor-1232 42 U
53469-21-9 Aroclor-1242 42 U
12672-29-6 Aroclor-1248 , 42 U
11097-69-1 Ar’oclor—l254 : » % lo® 2308 ’)Z':r "‘\t’
11096-82-5 Aroclor-1260 42 U
37324-23-5 Aroclor-1262 42 U
11100-14-4 Aroclor-1268 42 4]

N Frsw DT E KDL
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1H -~ FORM I ARO EPA SAMPLE NO.

“ AROCLOR ORGANICS ANALYSIS DATA SHEET B4JC3
Lab Name: MITKEM LABORATORIES Contract:-: EP-W-05-030
Lab Code: MITKEM Cése No.: 37088 Mod. Ref No.: SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL ‘ Lab Sample ID: F1913-01a
Sample wt/vol: 30.5 (g/mL) ‘G Lab File ID: ‘ E2G8083F.D/E2G8083R.D
% Moisture: 21 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC : uDate Extracted: 12/27/2007

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/28/2007

Injection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Féctor: 1.0
GPC Cleanup: (Y/N) N pH: 7.3 Sulfur Cleanup: (Y/N) Y-
Acid Cleanup: (Y/N) Y

' T CONCENTRATION UNITS: yg xa
CAS NO. COMPOUND (ug/L or ug/Kg) e Q
12674-11-2 Aroclor-1016é 41 U
11104-28-2 Aroclor-1221 41 ]
11141-16-5 Aroclor-1232 - ’ . 41 U
53469-21-9 Aroclor-1242 : 41 U
12672-29-6 Aroclor-1248 41 U
11097-69-1 | Aroclor-1254 ' 290
11096-82-5 Aroclor-1260 ' . : 41 U
37324-23-5 Aroclor-1262 . 41 U
11100-14-4 Aroclor-1268 41 U

SOMO1.2 (6/2007)
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4ID3
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 ' Mod. Ref No.: SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-02A
Sample wt/vol: 30.4 (g/mL) G Lab File ID: E2G8130F.D/E2G8130R.D
% Moisture: 23 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC Date Exﬁracted: 12/27/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/29/2007
Injection Volume:: 1.0 (ﬁL) GBC Factor: 1.00 Dilution. Factor: 10.0
GPC Cleanup: (Y/N) N pH: 5.6 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

_ _ — CONCENTRATION UNITS: g kg R
CAS NO. COMPOUND (ug/L or ug/Kg) — 0
12674-11-2 | Aroclor-1016 SR 420 U
11104-28-2 | Aroclor-1221 420 U
11141-16-5 | Aroclor-1232 : 420 U
53469-21-9 | Aroclor-1242 ' 420 o
12672-29-6 | Aroclor-1248 » 420 U
11097-69-1 | Aroclor-1254 78 o600 T F4 S
11096-82-5 | Aroclor-1260 420 U
37324-23-5 | Aroclor-1262 _ . 120 U
11100-14-4 Aroclor-1268 ) - 420 U

Yo Foripo BPH I DS DL
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1H - FORM I ARO

AROCLOR ORGANICS ANALYSIS DATA SHEET

B4JD4
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: .MITKEM Case No.: 37088 .Mod. Ref No.: SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-03A
Sample wt/vol: 30.5 (g/mL) G Lab File ID: E2G8132F.D/E2G8132R.D
$ Moisture: 28 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/29/2007
Injection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 10.0
GPC Cleanup: (Y/N) N pH: 5.9 Sulfur Cleanup: (Y/Nf Y

EPA SAMPLE NO.

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS:

UG/KG
CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 © 450 . U
11104-28-2 | Aroclor-1221 450 U
11141-16-5 | Aroclor-1232 450 U
53469-21-9 Aroclor-1242 450 U
12672-29-6 | Aroclor-1248 250 U
11097-69-1 | Aroclor-1254 Il ona TrooT Ff X
11096-82-5 | Aroclor-1260 C T 450 U
37324-23-5 | Aroclor-1262 450 U
11100-14-4 | Aroclor-1268 450 U

: ek : N s
Eg% szyj“gzj“¥“w\ tflég* :3m I;}k%" il} iw»”
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1H ~ FORM I ARO ' ) EPA SAMPLE NO.

ARQCLOR ORGANICS ANALYSIS DATA SHEET B4JD5
Lab Name: MITKEM LABORATORIES Contract: ' EP-W-05-030
Lab Code} " MITKEM | Case No.: 37088 Mod. Ref Nb.: | : SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL ’ : Lab Sample ID: F1913-04A
Sample wt/vol: » 30.4 (g/mL) G ' Lab File ID: E2G8134F.D/E2G8134R.D
% Moisture: 37 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/29/2007
Injection Volume: . 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 10.0
GPC Cleanup: (Y/N) N pH: 6.9 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

. - [CONCENTRATION UNITS: g kg

CAS NO. COMPOUND (ug/L or ug/Kg) e 9]
12674-11-2. | Aroclor-1016 520 U
11104-28-2 Aroclor-1221 520 U
11141-16-5 Aroclor-1232 ' 520 U
53469-21-9 Aroclor-1242 ' . 520 U
12672-29~-6 | Aroclor-1248 . ‘ 520 U
11097-69-1 | Aroclor-1254 ; A W 5;@' W
11096-82-5 Aroclor-1260 ’ 520 U
37324-23-5 Aroclor-1262 : . 520 U
11100-14-4 Aroclor-1268 : 520 U

¥ ¥ rpn B b TDS DL
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1H - FORM I ARO EPA SAMPLE NO.

ABOCLOR ORGANICS ANALYSIS DATA SHEET B4JD6
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM . Case No.: 37088 Mod. Ref No.: - SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-05A
Saﬁple wt/vol: 30.2 (g/mL) G Lab File ID: E2GB8495F.D/E2G8495R.D
% Moisture: 31 Decanted: (Y/N) N » Date Received: 12/20/2007
Extraction: (Type) SONC . Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 01/07/2008
Injection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 2.0
GPC Cleanup: (Y/N) N pH: 6.7 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

_ CONCENTRATION UNITS: g kg
CAS NO. COMPOUND (ug/L or ug/Kg) e — Q
12674-11-2 Aroclor-1016 : . 95 - U .
11104-28-2 | Aroclor-1221 95 U
11141-16-5 | Aroclor-1232 : ' 95 U
53469-21-9 | Aroclor-1242 _ ' 95 U
12672-29-6 | Aroclor-1248 - 95 u
11097-69-1 | -Aroclor-1254 . “}_‘A@*@ 53:00- & el
11096-82-5 | Aroclor-1260 95 U
37324-23-5 | Aroclor-1262 95 U
11100-14-4 | Aroclor-1268 _ 95 U

% Frpw BHIDLDL
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JD7
Lakb Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 : Mod. Ref No.f éDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-06A
Sample wt/vol: 30.4 (g/mL) G Lab File ID: E2G8137F.D/E2G8137R.D
% Moisture: 45 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/29/2007
Injection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 10.0
GPC Cleanup:(Y/N) N pPH: 6.6 Sulfuf Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

. CONCENTRATION UNITS: yg,/kg

CAS NO. COMPQUND (ug/L or ug/Kg) e — Q
12674-11-2 | Aroclor-1016 . ‘ ‘ 590 U
11104-28-2 Aroclor-1221 ‘ 590 U
11141-16-5 Aroclor-1232 590 U
53469-21-9 Aroclor-1242 ’ v _ 590 U
12672-29-6 Aroclor-1248 . 7 ' 590 U
11097-69-1 | Aroclor-1254 - 1Ymn R 3
110%6-82-5 Aroclor-1260 ' 580 U
37324-23-5 Aroclor-1262 . . 590 hel
11100-14-4 Aroclor-1268 590 U

¥ Freon BHTDT JL
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET 54708
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: BA4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-07A
Sample wt/vol: 30.2 (g/mL) G Lab File ID: E2G8139F.D/E2G8139R.D
% Moisture: 42 Decanted: (Y/N) N Date Received: 12/20/2007.
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/28/2007

Injection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 10.0

GPC Cleanup: (Y/N) N pH: 6.6 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS:

) UG/KG
CAS NO. COMPOUND (ug/L or ug/Kg) T 0
[12674-11-2 | Aroclor-1016 : . 570 U
11104-28-2 | Aroclor-1221 570 g
11141-16-5 | Aroclor-1232 570 U
53469-21-9 | Aroclor-1242 570 o
12672-29-6 | Aroclor-1248 570 U
11097-69-1 | Aroclor-1254 2 Spyh | 2000w 4 o
11096-82-5 | Aroclor-1260 570 U
37324-23-5 Aroclor-1262 . 570 U
11100-14-4 Aroclor-1268 570 U

SOMO01.2 (6/2007)
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. Extraction: (Type) SONC

1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4IDY

Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030

Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: B4JC3

Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-08A

Sample wt/vol: 30.2 (g/mL) G Lab File ID: E2GB099F.D/E2G8B0S9R.D

% Moisture: 43 Decanted: (Y/N) N Date Received: 12/20/2007

Date Extracted: 12/27/2007

Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/29/2007

Injection Volume: 1.0 (ulL) GPC Factor: 1.00 Dilution Factor: 1.0

GPC Cleanup: (Y/N) N pH: 6.0 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

| CONCENTRATION UNITS: ug,/xo
CAS NO. COMPOUND (ug/L or ug/Kg) T 0
12674-11-2 | Aroclor-1016 . 58 [
11104-28-2 | Aroclor-1221 58 U
11141-16-5 | Aroclor-1232 . 58 U
53469-21-9 | Aroclor-1242 58 U
12672-29-6 | Aroclor-1248 58 U
11097-69-1 | Aroclor-1254 GO 2600~ gﬂf;75-3¢:
11096-82-5 | Aroclor-1260 58 v ¢
37324-23-5 | Aroclor-1262 58 U |
11100-14-4 | Aroclor-1268 58 U ‘

% Frem BT L

SOM01.2 (6/2007)
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA. SHEET B4JEO
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: BA4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-09A
Sample wt/vol: 30.5 (g/mL) G Lab File ID:: E2G8100F.D/E2G8100R.D
% Moisture: 40 Decanted: (Y/N) N Date Received: 12/20/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/29/2007
Ihjection Volume: 1.0 (ul) GPC Factor: 1.00 Dilution Factor: 1.0

' GPC Cleanup: (Y/N) N

Acid Cleanup: (Y/N) Y

pPH: 5;8 Sulfur Cleanup: (Y/N) Y

CONCENTRATION UNITS:

) UG/KG
CAS NO. COMPQUND (ug/L or ug/Kg) ———
12674-=11-2 Aroclor-1016 54 U
11104-28-2 Aroclor-1221 54 U
11141-16~5 Aroclor-1232 54 U
53469-21-9 Aroclor-1242 54 (VI
12672-29-6 Aroclor-1248 54 U
11097-69-1 | Aroclor-1254 =500 -Sbe- PR
11096-82-5 Aroclor-1260 54 U
37324-23-5 Aroclor-1262 54 U
11100-14-4 Aroclor-1268 54 U

* F "L@’”\« RETE D VLo
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1H - FORM I ARO

EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JE]
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-10A
Sample wt/vol: 30.5 (g/mL) G Lab File ID: E2G8161F.D/E2G8101R.D
% Moisture: 46 Decanted: (Y/N) N Date  Received: 12/20/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (uL) Date Analyied: 12/29/2007

Injection Volume:

GPC Cleanup: (Y/N) N

Acid Cleanup: (Y/N) Y

1.0 (ul) GPC Factor: 1.

00 Dilution Factor: 1.0

pH: 6.2 Sulfur Cleanup: (Y/N) Y

CONCENTRATION UNITS:

UG/KG
CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 ' - 60 U
11104-28-2 Aroclor-1221 60" U
11141-16-5 Aroclor-1232 60 U
53469-21-9 Aroclor-1242 60 U
12672-29-6 Aroclor-1248 60 v, .
11097-69-1 Aroclor-1254 2-@3&@@ o2 v }f—-‘
11096-82-5 Aroclor-1260 : 60 fu
137324-23-5 Aroclor-1262 60 U
11100-14-4 Aroclor-1268 _ 60 U
J— - )
% \’“}W’-‘wv % L'*“ TE ‘ b L
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORQANICS ANALYSIS DATA SHEET B4TE2
Lab Name: MITKEM LABORATORIES v Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088  Mod. Ref No.: SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-11A
Sample wt/vol: 30.2. (g/mL) G Lab File ID: E2G8190F.D/E2G8190R.D
% Moisture: 32 Decanted: (Y/N) N ‘ Date Received: 12/21/2007
Extraction: (Type) SONC - Date Extracted: 12/27/2007
Concéntrated Extract Volume: 10000 (ul) Date Analyzed: 12/30/2007
Injection Volume: 1.0 (ulL) GPC Factor: 1.00 Dilution Factor: 10.0
GPC Cléanup:(Y/N) N pH: 5.7 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

R CONCENTRATION UNITS: g/kg

CAS NO. COMPOUND (ug/L or ug/Kg) — Q
12674-11-2 | Aroclor-1016 , ‘ 480 U
11104-28-2 | Aroclor-1221 480 U
11141-16-5 | Aroclor-1232 480 U
53469-21-9 Aroclor-1242 : . 480 U
12672-29-6 | Aroclor-1248 _ : 480 U
11097-69-1 | Aroclor-1254 [1onl weeeon 7 S
11096-82-5 | Aroclor-1260 ‘ v 480 U
37324-23-5 | Aroclor-1262 , 480 U
11100-14-4 | Aroclor-1268 ' 480 U

V\ me\. E Lf Té&bﬁm

SOMO1.2 (6/2007)
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Lab Name:

' MITKEM LABORATORIES

1H - FORM I ARO
AROCLOR ORGANICS ANALYSIS DATA SHEET

Lab Code:

MITKEM

Matrix: (SOIL/SED/WATER)

Sample wt/vol: 30.1

% Moisture:

Extraction:

Concentrated Extract Volume:

Injection Volume:

(Type) SONC

37088

GPC Cleanup: (Y/N) N

Acid Cleanup: (Y/N) Y

Contract:

EPA SAMPLE NO.,

B4JE3

EP-W-05-030

Case No.: Mod. Ref No.: SDG No.: B4JC3
Lab Sample ID: F1913-12A
G Lab File ID: E2G8192F.D/E2G8192R.D
27 . Decanted: (Y/N) N Date Received: 12/21/2007
Date Extracted: 12/27/2007
10000 (uL) Date Analyzed: 12/30/2007

1.0 (ulL) GPC Factor: 1.00: Dilution Factor: 10.0

5.5 Sulfur Cleanup: (Y/N) Y

CONCENTRATION UNITS: ug/xa

CAS NO. COMPOQUND {(ug/L or ug/Kg) — Q
12674-11-2 | Aroclor—1016 150 [0
11104-28-2 | Aroclor-1221 150 U
11141-16-5 | Aroclor-1232 150 U
53469-21-9 | Aroclor-1242 150 U
12672-29-6 | Aroclor-1248 , 150 U
11097-69-1 | Aroclor-1254 TR =0 F S
11096-82-5 | Aroclor—1260 150 ]
37324-23-5 | Aroclor-1262 150 U
11100-14-4 | Aroclor-1268 150 U

_ %‘ P,”z.,;a‘"ﬁf’vx,

Aoy

R4+JE3

u,,

PL
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1H - FORM I ARO

EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JE4
Lab Name: MITKEM LABORATORIES Contréct: EP-W-05-030
Lab Code: MITKEM  Case No.: 37088 Mod. Ref No.: SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Saﬁple ID: F1913-13A
Sample wt/vol: 30.2 (g/mL) G Lab File ID: E2G8111F.D/E2G8111R.D
% Moisture: 33 Decanted: (Y/N) N Date Received: 12/21/2007
‘Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 12/29/2007
Injection Volume: 1.0 (uL) GPC Factor: .00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pH: 6.6 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

' . CONCENTRATION UNITS: yg/kG
CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 49 U
11104-28-2 Aroclor-1221 49 U
11141-16-5 Aroclor-1232 49 U
53469-21-9 | Aroclor-1242 49 U
12672—29—6 Aroclor-1248 49 U p
11097-69-1 | Aroclor-1254 290 B0 7w xr
"]11096-82-5 | Aroclor-1260 49 u
37324-23-5 Aroclor-1262 49 U
11100-14-4 Aroclor-1268 49 U

Sﬁ“ ﬁ”ﬁ’&”‘wx B H' :T E L“k iJ L-
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET BATEG
Lab Name: MITKEM LABORATORIES Contract: : EP-W-05-030
Lab Code: MfTKEM Case No.: 37088 | Mod. Ref No.: - SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-14A
Sample wt/vol: 30.3 (g/ml) G Lab File ID: E2G_8497F.D/E2G8497R.b

% Moisture: 31 Decanted: (Y/N) N Date Received: 12/21/2007

Extraction: (Type) 'SONC Date Extracted: 12/27/2007

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/07/2008
Injection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 2.0
GPC Cleénup:(Y/N) N pH: ‘ 7.2 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

CONCENTRATION UNITS: yg/kg »
CAS NO. COMPOUND (ug/L or ug/Kg) —_— Q
12674-11-2 Aroclor-1016 - 85 U
11104-28-2 ' | Aroclor-1221 95 U
11141-16-5 Aroclor-1232 95 U
53469-21-9 Aroclor-1242 95 U
12672-29-6 Aroclor-1248 . 95 U
11097-69-1 | Aroclor-1254 T2O00  49ee y@’j
11096-82-5 Aroclor-1260 95 U
37324-23-5 Aroclor-1262 95 U
11100-14-4 Aroclor-1268 95 U

¥ Frgm BHTELD -

SOM01.2 (6/2007)

Biu3



1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JET
Lab Name: MITKEM LABORATORIES : Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-15A
Sample wt/vol: 30.2 (g/mlL) G Lab File ID: E2G8113F.D/E2G8113R.D
% Moisture: . 38 Decanted: (Y/N) N Date Received: 12/21/2007
Extraction: (Type) SONC ' Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 12/29/2007
Injection Volume: 1.0 (ulL) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N pH: 6.9 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

I : CONCENTRATION UNITS: yg/xg

CAS NO. COMPOUND (ug/L or ug/Kg) e — Q
12674-11-2 Aroclor-1016 : ' 53 U
11104-28-2 Aroclor-1221 53 U
11141-16-5 Aroclor-1232 53 U
53469-21-9 Aroclor-1242 : 53 U
12672-29-6 Aroclor-1248 53 U L2
11097-69-1 | Aroclor-1254 LS 2500 B
11096-82-5 | Aroclor-1260 : - 53 U
37324-23-5 Aroclor-1262 : 53 U
11100-14-4 Aroclor-1268 53 U

% Fron L J€ 7L
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1H - FORM I ARO EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JE8
Lab Name: MITKEM LABORATORIES : Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-16A
Sample wt/vol: 30.3 (g/mL) G Lab File ID: E2G8197F.D/E2G8197R.D
% Moisture: 16 Decanted: (Y/N) N Date Received: ' 12/21/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ul) Date Analyzed: 12/30/2007
Injection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 1.0
GPC Cleanup: (Y/N) N PH: | ‘5.2 Sulfur Cleanup: (Y/N) Y

Acid Cleanup: (Y/N) Y

_ | . CONCENTRATION UNITS: yg/kg

CAS NO. COMPOUND _ (ug/L or ug/Kg) e — Q
12674-11-2 Aroclor-1016 : 39 U
11104-28-2 | Aroclor-1221 39 U
11141-16-5 Aroclor-1232 39 U
53469-21-9 Aroclor-1242 ' 39 U
12672-29-6 | Aroclor-1248 ) ' : 39 U
11097-69-1 Aroclor-1254 : 600
11096-82-5 Aroclor-1260 ' 39 U
37324-23-5 Aroclor-1262 : : : 39 U
11100-14-4 Aroclor-1268 39 U

SOMO1.2 (6/2007)
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1H - FORM I ARO 3 EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET B4JEY
Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030
Lab Code: MITKEM » Case No.: 37088 Mod. Ref No.: SDG No.; B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-17Aa
Sample wt/vol: 30.2 (g/mL) G Lab File ID: E2G8115F.D/E2G8115R. D
$ Moisture: - 17 Decanted: (Y/N) N Date Received: 12/21/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/29/2007
Injection Volume: 1.0 (uL) GPC Factor: 1.00- Dilution Factor: 1.0'
GPC Cleanup: (Y/N) N . pPH: 5.3 Sulfur Cleanup: (Y/N) Y.

Acid Cleanup: (Y/N) Y

o CONCENTRATION UNITS: yg kg
CAS NO. COMPOUND (ug/L or ug/Kg) _— Q
12674-11-2 | Aroclor-1016 o 39 U
11104-28-2 Aroclor-1221 ] 39 U
11141-16-5 | Aroclor-1232 39 U
53469-21-9 | Aroclor-1242 T 39 U
12672-29-6 Aroclor-1248 ) ) 39 -~ U
11097-69-1 | Aroclor-1254 /188D g E \dl
11096-82-5 | Aroclor-1260 39 U
37324-23-5 | Aroclor-1262 . : 39 U
11100-14-4 | Aroclor-1268 ' 39 U

| Xﬂ ‘F:;}:;b« SN, % )"?' TE | ?
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1H - FORM I ARO

EPA SAMPLE NO.

AROCLOR ORGANICS ANALYSIS DATA SHEET
B4JF0
Lab Name: MITKEM LABORATORIESA Contract: EP-W-05-030
Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: SDG No.: B4JC3
Matrix: (SOIL/SED/WATER) SOIL Lab Sample ID: F1913-18A
Sampie wt/vol: 30.0 (g/mL) G Lab File ID: E2G8498F.D/E2G8498R.D
% Moisture: = 20 . Decanted: (Y/N) N Date Received: 12/21/2007
Extraction: (Type) SONC Date Extracted: 12/27/2007
Concentrated Extract Volume: 10000 (ulL) Date Analyzed: 01/07/2008
vInjection Volume: 1.0 (uL) GPC Factor: 1.00 Dilution Factor: 2.0
GPC Cleanup: (Y/N) N pH: _ 5.3 Sulfur Cleanup: (Y/N) Y
Acid Cleanup: (Y/N) Y
~[CONCENTRATION UNITS: yg/xg
CAS NO. COMPOUND (ug/L or ug/Kg) Q
12674-11-2 Aroclor-1016 : 83 U
11104-28-2 ‘Aroclor-1221 83 U
11141-16-5 | Aroclor-1232 83 U
53469-21-9 Aroclor-1242 83 U
12672-29-6 Aroclor-1248 83 U
11097-69-1 | Aroclor-1254 S50 o990
11096-82-5 Aroclor-1260 83
37324-23-5 Aroclor-1262 83
11100-14-4 Aroclor-1268 83

% BuI Fo 1l
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1H - FORM I ARO v
AROCLOR ORGANICS ANALYSIS DATA SHEET _

Lab Name: MITKEM LABORATORIES

Lab Code: MITKEM Case No.: 37088

Matrix: (SOIL/SED/WATER) SOIL

Sample wt/vol: 30.2 (g/mL) G
% Moisture: 33 Decanted: (Y/N) N

Extraction: (Type) vSONC

Contract:

Mod. Ref No.:
Lab Sample ID:
‘Lab File ID:

Date Received:

Concentrated Extract Volume: 10000

Injection Volume:

1.0 (ulL) GPC Factor:
GPC Cleanup: (Y/N) N pPH:

Acid Cleanup: (Y/N) Y

(ul)

.00

6.0

Date Analyzed:

EPA SAMPLE NO.

B4JF1

EP-W-05-030

SDG No.: B4JC3

F1913-19A

E2G8201F.D/E2G8201R.D

12/21/2007

" Date Extracted: 12/27/2007

12/30/2007

Dilution Factor: 10.0

Sulfur Cleanup: (Y/N) Y

CONCENTRATION UNITSE UG/KG )
CAS NO. COMPOUND (ug/L or ug/Kg) —_— Q
12674-11-2 Aroclor-1016 490 U
11104-28-2 Aroclor-1221 490 U
11141-16-5 Aroclor-1232 490 U
53469-21-9 Aroclor-1242 490 U
12672-2%-6 Aroclor-1248 490 U
11097-69-1 | Aroclor-1254 [ Bopng 266 P S
11096-82-5 Aroclor-1260 490 U
37324-23-5 Aroclor-1262 490 U
11100-14-4 Aroclor-1268 490 U

o Frcn BaTF Do
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1H - FORM I ARO

AROCLOR ORGANICS ANALYSIS DATA SHEET

Lab Name: MITKEM LABORATORIES

Lab Code: MITKEM Case No.: 37088

Matrix: (SOIL/SED/WATER) SOIL

Sample wt/vol: 30.5 (g/mL) G

% Moisture: 35 Decanted: (Y/N) N

Extraction: (Type) SONC

Concentrated Extract Volume: 10000 kuL)

Injection‘Volume: 1.0 (ul) GPC Factor: .00
pH: 7.2

GPC Cleanup: (Y/N) N

Acid Cleanup:(Y/N) Y

Contract:

Mod. Ref

Lab Sample ID:

Lab File

Date Received:
Date Extracted:

Date Analyzed:

Pilution

Sulfur Cleanup:

EPA SAMPLE NO.

B4JF2

EP-W-05-030

No.: SDG No.: B4JC3

. F1813-20A

ID: E2G8118F.D/E2G8118R.D

12/21/2007

12/27/2007

12/29/2007

Factor: 1.0

(Y/N) Y

CONCENTRATION UNITS:

UG/KG

CAS NO. COMPOUND {ug/L or ug/Kg) — Q
12674-11-2 | Aroclor-1016 50 U
11104-28-2 Aroclor-1221 50 U
11141-16-5 | Aroclor-1232 50 U
53469-21-9 | Aroclor-1242 50 U
12672-29-6 | Aroclor-1248 50 U
11097-69-1 | Aroclor-1254 Lsooy =ss68- ‘@f S
11096-82~5 | Aroclor-1260 50 U v
37324-23-5 | Aroclor-1262 50 U
11100-14-4 | Aroclor-1268 50 U

& T o DY TFZD |
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ATTACHMENT 1
SOM01.2/Aroclors _
SOP NO. HW-37 ‘ S Page 1 of 4

- Functional Guidelines for Evaluating Organic Analysis -

CASE No.: 37088 ' ' SDG No.: B4QED
LABORATORY: MITKEM SITE: CORNELL-DUBILIER
. : - ANALYSIS: 20(S) PCB

DATA ASSESSMENT

" The current SOP HW-37 (Revision 1.2) August, 2007, USEPA Region Il Data Validation SOP for
Statement of Work SOMO01.2 for evaluating organic data have been applied. o

All data are valid and acceptable except those analytes rejected "R"(unusable). Due to the detection of
QC problems, some analytes may have the "J" (estimated), "N"(presumptive _

evidence for the presence of the material, "U" (non-detect) or "JN" (presumptive evidence for the
- presence of the material at an estimated value) flag. All actionis detailed on the attached sheets.

The "R" flag means that the associated value isunusablé._ In other words, significant data bias is
evident and the reported analyte concentration is unreliable. -

Reviewer's : :
Signature: Israel Okwuonu ' _ Date: February 25, 2008

Verified B Date: 2. / < 12008
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1.HOLDING TIME:

The amount of an analyte in a sample can change with time due to chemical instability, degradation,
volatilization, etc. If the specified holding time is exceeded, the data may not be valid. Those analytes
detected in the samples whose holding time has been exceeded will be qualified as estimated, "J".
The non-detects (sample quantitation limits) will be flagged as estimated, "J", or unusable "R",ifthe .
holding times are grossly exceeded.

The following action was taken in the samples and analytes shown due to excessive holdmg time.
The following Aroclor samples were extracted outside both Technical, and Contractual criteria.
Hits are qualified “J”, and non-detects are quallfled “UJ”

No problems found.

2. SURROGATES

All samples are spiked with surrogate compounds prior to sample preparation to evaluate overall
laboratory performance and efficiency of the analytical technique. If the measured surrogate
concentrations were outside contract specifications, qualifications were applied to the samples and
analytes as shown below. '

No problems found for this qualification.

3. MATRIX SPIKE/SPIKE DUPLICATE, LCS (Lab Control Sample):'

The LCS data are generated to determine the Iong-term precision and accuracy of the analytical
method in various matrices. The LCS may be used in conjunctlon with other QC crlterla for additional
quahflcatlon of data.

No problems found for this qualification :

4. BLANK CONTAMINATION:

Quality assurance (QA) blanks, i.e.,, method, field, or rinse blanks are prepared to identify any
contamination, which may have been introduced into the samples durmg sample preparation or field
activity. Method blanks measure laboratory contamination. Field and rinse blanks measure cross-
contamination of samples during field operations. Depending on the concentration of the analyte in
the blank, the analytes are qualified as non-detects, “U”.

The following analytes in the sample shown were qualified with "U" for these reasons:
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" A) Method blank contamination:

No problems found for this qualification
- B) Field or rinse blank contamination:
Not applicable

5. CALIBRATION:
Sat.isfactory instrument calibration is established to ensure that the instrument is capable of
producing acceptable quantitative data. An initial calibration demonstrates that the instrument is
capable of giving acceptable performance at the beginning of an experimental sequence. The
continuing calibration checks document that the instrument is giving satisfactory daily performance.
A) Percent Relative Standard Deviation (%RSD) and Percent Difference (%D):

For the PCB fraction, if %RSD exceeds 20% for any analytes eXcépt for the two surrogates
(which must not exceed 30% RSD), qualify all associated positive results "J” and non-detects "UJ".
The following analytes in the sample shown were qualified for %RSD.

No problems found.

B) The following Aroclor samples are associated with a closing CCV ih-whiéh the % D of -
calibration factors exceeded 50%.. Hits are qualified "J" and non-detects are qualified "UJ".

No problems found.

6. COMPOUND IDENTIFICATION:
A) PCB Fraction: |

The retention times of reported compounds must fall within the calculated retention time windows
for the two chromatographic columns and a GC/MS confirmation is required if the concentration
exceeds 10ng/ml in the final sample extract. . o ,
The following pesticide samples have percent difference (%D) between -
Columns that exceeds primary criteria. Hits are qualified "J".

No problem found for this'qualification.
10. CONTRACT PROBLEMS NON-COMPLIANCE:

. .No problems found.

11. FIELD DOCUMENTATION: No problems found.




ATTACHMENT 1
80OM01.2/Aroclors : »
SOP NO. HW-37 . Page 4 of 4

12. OTHER PROBLEMS: None

13. This package contains re- extractlons re- analyses or dilutions, upon rewewmg the QA results, the ‘
’ followmg Form 1(s) are |dent|f|ed NOT to be used.

None
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Functional Guidelines for Evaluating Organic Analysis

CASENo.: 37088 . o SDG No.: B4JB1
LABORATORY: MITKEM * SITE: CORNELL-DUBILIER
- ANALYSIS: 20(S) PCB

DATA ASSESSMENT

The current SOP HW-37 (Revision 1.2) August, 2007, USEPA Region I Data Validation SOP for
Statement of Work SOM01.2 for evaluating organic data have been applied. '

All data are valid and acceptable except those analytes rejected "R"(unusable). Due to the detection of
QC problems, some analytes may have the "J" (estimated), "N"(presumptive

evidence for the presence of the material, "U" (non-detect) or "JN" (presumptive evidence for the
presence of the material at an estimated value) flag. All action is detailed on the attached sheets.

The "R" flag means that the associated value is unusable. In other words, significant data bias is
evident and the reported analyte concentration is unreliable.

Reviewer's : . S :
Signature: Israel Okwuonu T : Date: February 25, 2008 -

Date: 2 12572008
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1.HOLDING TIME:

The amount of an analyte in a sample can change with time due to chemical instability, degradation,
volatilization, etc. If the specified holding time is exceeded, the-data may not be valid. Those analytes
. detéected in the samples whose holding time has been exceeded will be qualified as estimated, "J".
The non-detects (sample quantitation limits) will be flagged as estimated, "J", or unusable, "R", if the
holding times are grossly exceeded.

The following action was taken in the samples and analytes shown due to excessive holding time.

The following Aroclor samples were extracted outside both Technical, and Contractual cntena
Hits are qualified “J", and non-detects are qualified “UJ".

No problems found.

2. SURROGATES

All samples are spiked with surrogate compounds prior to sample preparation to evaluate overall
laboratory performance and efficiency of the analytical technique. [f the measured surrogate
concentrations were outside contract speclflcatlons quallflcatlons were applled to the samples and
analytes as shown below.

The following aroclor samples have surrogate percent recoveries which exceed the primary maX|mum criteria
but are less than or equal to the expanded: maximum crlterla Detected compounds are qualified J. Non-
detected compounds are not quahfled
Decachlorobiphenyl: B4JCODL

Aroclor-1254
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3. MATRIX SPIKE/SPIKE DUPLICATE, LCS (Lab Control Sample):

The LCS data are generated to determine the long-term precision and accuracy of the analytic‘al
method in various matrices. The LCS may be used in conjunction with other QC criteria for additional -
qualification of data. : . : ‘

The relative percent difference (RPD) between the following aroclor matrix spike and matrix spike duplicate
recoveries is outside criteria. Detected compounds are qualified J. Non-detected compounds are not
qualified. . : ‘ :

Aroclor-1260: B4JB3MSD
Aroclor-1016: B4JB3MSD

The following Aroclor rhatrix/matrix spike duplicate samples have pércent‘ recoveries that are greater than the.
upper acceptance limit Detected compounds are qualified J. Non-detected compounds are not qualified.

Aroclor-1260: B4JB3MS, B4JB3MSD
Aroclor-1016: B4JB3MS, B4JB3MSD

4, BLANK CONTAMINATION:

Quality assurance (QA) blanks, i.e., method, field, or rinse ‘blanks are prepared to identify any
contamination, which may have been introduced into the samples during sample preparation or field
activity. Method blanks measure laboratory contamination. Field and rinse blanks measure cross-
contamination of samples during field operations. Depending on the.concentration of the analyte in
the blank, the analytes are qualified as non-detects, “U”.

The following analytes in the sample shown were qualified with "U" for these reasons:

. A)'Method blank contamination:

No problems found for this qualification

B) Field or rinse blank contamination:

No problerhs found for this qualification. There is no associated field blank with these samples.

5. CALIBRATION: |

Satisfactory instrument calibration is established to ensure that the instrument is capablé of
producing acceptable quantitative data. An initial calibration demonstrates that the instrument is
capable of giving acceptable performance at the beginning of an experimental sequence. The
continuing calibration checks document that the instrument is giving satisfactory daily performance.

A) Percent Relative Standard Deviation (%RSD) and Percent Difference (%D):

For the PCB fracti'on', if %RSD exceeds 20% for any analytes except for the two surrogates




ATTACHMENT 1
SOMQ01l.2/Aroclors
SOP NO. HW-37 - A Page 4 of 4

(which must not exceed 30% RSD), qualify all associated positive results "J" and non-detects "UJ".
The following analytes in the sample shown were qualified for %RSD.

No problems found. -

B) The folloWing Aroclor sémples are associated with a closing CCV in which the % D of
calibration factors exceeded 50%. - Hits are qualified "J" and non-detects are qualified "UJ". -

No problems found.

6. COMPOUND IDENTIFICATION:
"A) PCB Fraction:

The retention times of reported compounds must fall within the calculated retention time windows for
the two chromatographic columns and.a GC/MS confirmation is required if the concentration exceeds
10ng/ml in the final sample extract.

Detection Limit:
ADL312

The following aroclor samples have percent differences between analyte results in the range of 26- 70%
Detected compounds are qualified J. Non-detected compounds are not qualified. '

Aroclor-1254: B4JB1, B4JB1DL, B4JBSDL, B4J86DL, B4JB8DL, B4JCODL, B4JC4DL, B4JC5DL,
B4JC6DL, B4JC7DL, B4JC8DL, B4JC9, B4JDO, B4JDODL, B4JD1, B4JD1DL '

10. CONTRACT PROBLEMS NON-COMPLIANCE:

» No»problems found.
11. FIELD DOCUMENTATION: No problems found.

12. OTHER PROBLEMS: None

13. This package contains reextractlons reanalyses or dilutions, upon reviewing the QA results, the
following Form 1(s) are |dent|fled NOT to be used.

B4JB1DL, B4JB2DL, B4JB3DL, B4JB4DL, B4JB5DL, B4JB6DL, B4JB7DL, B4JB8DL, B4JB9DL,
B4JCODL, B4JC1DL, B4JC2DL, B4JC4DL, B4JC5DL B4JC6DL, B4JC7DL, B4JC8DL, B4JC9DL
B4JDODL, B4JD1DL
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Functional Gui_delines’for Evaluating Organic Analysis

CASE No.: 37088 = . | | SDG No.: B4JK1 .
LABORATORY: MITKEM : SITE: CORNELL-DUBLIER
_ANALYSIS: 7(S) PCB

DATA ASSESSMENT

The current SOP HW-37 (ReV|S|on 1.2) August 2007, USEPA Reglon Il Data Valldatlon SOP for
Statement of Work SOMO01.2 for evaluating organic data have been applied.

All data are valid and acceptable except those analytes rejected "R"(unusable). Due to the detectlon of
QC problems, some analytes may have the "J" (estimated), "N"(presumptive

- evidence for the presence of the material, "U" (non-detect) or "JN" (presumptive evidence for the
presence of the material at an estimated value) flag. All action is detailed on the attached sheets. .

The "R" flag means that the associated value is unusable. In other words, significant data bias is’
evident and the reported analyte concentration is unreliable.

Reviewer's . M/W Z('(

. S
. Slgnature David Rosenber @/ Date: February 20, 2008

a/\"/LM/ . . | .~ Date: L/%OOS

Verified By: ‘
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1. HOLDING TIME:

The amount of an analyte in a sample can change with time due to chemical instability, degradation,
volatilization, etc. If the specified holding time is exceeded, the data may not be valid. Those analytes
-detected in the sampies whose holding time has been exceeded will be qualified as estimated, "J".
The non-detects (sample quantitation limits) will be flagged as estlmated "J", or unusable,"R", if the
holding times are grossly exceeded.

The following action was taken in the samples and analytes shown due to excessive holdmg time.

The following Aroclor samples were extracted outS|de both Technical, and Contractual cnterla
_Hits are qualified “J” and non-detects are qualified “UJ”.

No problems found.

2. SURROGATES

All samples are spiked with surrogate compounds prior to sample preparation to evaluate overall
laboratory performance and efficiency of the analytical technique. If the measured surrogate
concentrations were outside contract specifications, quallflcatlons were applied to the samples and
analytes as shown below.

No problems found for this qualification.

3, MATRIX SPIKE/SPIKE DUPLICATE, LCS (Lab Control Sample):

The LCS data are generated to determine the long-term precision and accuracy of the analytical
method in various matrices. The LCS may be used in conjunction with other QC criteria for additional
qualification of data.

Matrix Spikes ' AROCLOR

AMS1  The relative percent difference (RPD) between the following aroclor matrix spike and matrix spike-
duplicate recoveries is outside criteria. Detected compounds are quallfled J. Nondetécted compounds are not
ualified.
d Aroclor-1260 B4JK1MSD
Aroclor-1016 B4JK1MSD _

Matrix Spikes AROCLOR

AMS4  The following Aroclor matrix/matrix spike duplicate samples have percent recoveries that are greater
than the upper acceptance limit Detected compounds are qualified J. Nondetected compounds are not

qualified. -
Aroclor-1260 B4JK1MS, B4JK1MSD
Aroclor-1016 B4JK1MSD :
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4 BLANK CONTAMINATION:

Quality assurance (QA) blanks, i.e., method, field, or rinse blanks are prepared to identify any
contamination, which may have been introduced into the samples during sample preparation or field
activity. Method blanks measure laboratory contamination. Field and rinse blanks measure cross-
contamination of samples during field operations. Depending on the concentration of the analyte in
the blank, the analytes are qualified as non-detects, “U”. . . : :

The following analytes in the sample shown were qualified with "U" for these reasons:

A) Method blank contamination:

No problems found for this qualification

B) - Fieldor rinse blank contamination:

No problems found for this qualification. There is no as‘soci_ate‘d field bvlénk with these samp]es. |
5. CALIBRATION: |

Satisfactory instrument calibration is established to ensure -that the instrument is capable of
producing acceptable quantitative data. An initial calibration demonstrates that the instrument is.
capable of giving acceptable performance at the beginning of an experimental sequence. The
continuing calibration checks document that the instrument is giving satisfactory daily performance.

A) Percent Relative Standard Deviation (%RSD) and Percent Diffefence (%D):

For the PCB fraction, if %RSD exceeds 20% for _any_ahalytes éxcept for the two surrogates

(which must not exceed 30% RSD), qualify all associated positive resuits "J" and non-detects "UJ".
The following analytes in the sample shown were qualified for %RSD.

No problem's fouknd. ‘

B) The following Aroclor samples are éssociated with a closing CCV in which the % D of
calibration factors exceeded 50%. Hits are qualified "J" and non-detects are qualified "UJ".

No problems found.

6. COMPOUND IDENTIFICATION:

A) PCB Fraction:

The retention times of reported compounds must fall within the calculated retention time windows for
the two chromatographic columns and a GC/MS confirmation is required if the concentration exceeds -

10ng/ml in the final sample extract.

The following pesticide samples have percent difference (%D) between
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- Columns, which exceeds primary criteria. Hits are qualified "J".

Detection Limit : AROCLOR _
ADL312 The following aroclor samples have percent differences between analyte resuits in the range of
26-70%. Detected compounds are qualified J. Nondetected compounds are not qualified.
B4JK1MS, B4JK3DL, B4JK4 B4JK4DL B4JKS5, B4JK5DL B4JK6, B4JK6DL, B4JK7, B4JK7DL,
B4JK8DL
Aroclor-1254 B4JK3DL B4JK4, B4JKADL, B4JK5, B4JK5DL, B4JK6, B4JK6DL, B4JK7,
B4JK7DL, B4JK8DL
Aroclor-1016 B4JK1MS

;10. CONTRACT PROBLEMS NON-COMPLIANCE:
No problems found. |

11. FIELD DOCUMENTATION: No problems found.

12.  OTHER PROBLEMS: none

13. This package contains re-extractions, re-analyses or dilutions. Upon reviewing the QA
results, the followmg Form 1(s) are identified NOT to be used.

. B4JK1DL, B4JK3DL B4JK4DL, B4JK5DL, B4JK6DL, B4JK7DL, B4JK8DL
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Functional Guidelines for Evaluating Organic Analysis

CASE No.: 37088 - : SDG No.: B4JC3 :
LABORATORY: MITKEM , SITE: CORNELL-DUBLIER
: ANALYSIS: 20(S) PCB

DATA ASSESSMENT

The. current SOP HW-37 (Revision 1.2) August, 2007, USEPA Regidn Il Data Validation SOP for
Statement of Work SOMO01.2 for evaluating organic data have been applied. . :

All data are valid and acceptable except those analytes rejected "R"(unusable). Due to the detection of
QC problems, some analytes may have the "J" (estimated), "N"(presumptive

evidence for the presence of the material, "U" (non-detect) or "JN" (presumptive evidence for the
presence of the material at an estimated value) flag. All action is detailed on the attached sheets.

Thé "R" flag means that the associated value is unusable.  In other wbrds, significant data bias.is
evident and the reported analyte concentration is unreliable. -

Reviewer's | U g .
Signature: David Rosenberg : Date: February 19, 2008

e A .
o ,Q - ' -
Verified By:rf‘;!‘)‘pf/\/\,(,(] IMW : R Date: 2 /| 2¥72008
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1. = HOLDING TIME:

The amount of an analyte in a sample can change with time due to chemical instability, degradation,
volatilization, etc. If the specified holding time is exceeded, the data may not be valid. Those analytes
detected in the samples whose holding time has been exceeded will be qualified as estimated, "J".
The non-detects (sample quantitation limits) will be flagged as estimated, "J", or unusable, "R", if the
holding times are grossly exceeded. ' ‘ :

The following action was taken in the samples and analytes shown due to excessive holding time. -

 The following Aroclor samples were extracted outside bbth Technical,"and Contractual criteria.
Hits are qualified “J”, and non-detects are qualified “UJ".

No problems found.

2. SURROGATES

All samples are spiked with surrogate compounds prior to sample preparation to evaluate overall
laboratory performance and efficiency of the analytical technique. If the measured surrogate
concentrations were outside contract specifications, qualifications were applied to the samples and
analytes as shown below. -

No problems found for this qualification.

3. MATRIX SPIKE/SPIKE DUPLICATE, L.CS (Lab Control Sample):

The LCS data are generated to determine the long-term precision and accuracy of the analytical
method in various matrices. The LCS may be used in conjunction with other QC criteria for additional
qualification of data. ' - '

Matrix Spikes o AROCLOR

AMS4  The following Aroclor matrix/matrix spike duplicate samples have percent recoveries that are greater
than the upper acceptance limit Detected compounds are qualified J. Nondetected compounds are not

qualified. .
Aroclor-1260 B4JC3MS, B4JC3MSD v

4, BLANK CONTAMINATION:

Quality assurance (QA) blanks, i.e., method, field, or rinse blanks are prepared to identify any
contamination, which may have been introduced into the samples during sample preparation or field
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activity. Method blanks measure laboratory contamination. Field and rinse blanks measure Cross-
contamination of samples during field operations. Depending on the concentratlon of the analyte in
the blank, the analytes are qualified as non-detects, “U”.

The following analytes in the sample shown were qualified with "U" for these reasons:

A) Method blank contamination:

No problems found for this qualification

B) Field or rinse blank confamination: '

No problems found for this qualification. There is no associated field blank with these samples.
5. CALIBRATION: |

Satlsfactory instrument calibration. is established to ensure that the instrument is capable of
producing acceptable quantitative data. An initial calibration demonstrates that the instrument is
capable of giving acceptable performance at the beginning of an experimental sequence. The
. continuing calibration checks document that the instrument is giving satisfactory daily performance.

A) Percent Relative Standard Deviation (%RSD) and Percent Diﬁereﬁce (%D):
For the PCB fraction, if %RSD exceeds 20% for- any analytes except for the two surrogates

- (which must not exceed 30% RSD), qualify all associated positive results "J" and non-detects "UJ".
The follow1ng analytes in the sample shown were qualified for $RSD.

No problems found.

" B) The following  Aroclor samples are assdciated with a closing CCV in which the % D of
calibration factors exceeded 50%. . Hits are qualified "J" and non-detects are qualified "UJ".

No-problems_found.

6. COMPOUND IDENTIFICATION:

A)  PCB Fraction:

The retention times of reported compounds must fall within the calculated retention time windows for
the two chromatographic columns and a GC/MS conflrmatlon is required if the concentratlon exceeds

10ng/ml in the final sample extract.

The following pesticide samples have percent difference (%D) between
Columns, which exceeds primary criteria. Hits are qualified "J".

Detection Limit : . . AROCLOR
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10.

1.

12,

13.

ADL312: The following aroclor samples have percent differences between analyte results

- in the range of 26-70%. Detected compounds are qualified J. Nondetected compounds are -

not qualified. -
- B4JC3MS, B4JC3MSD, B4JD7DL, B4JD9, B4JE4, B4JE6, B4JE7, B4JFO
Aroclor-1260 B4JC3MSD ' » :
Aroclor-1254 B4JC3MS, B4JC3MSD, B4JD7DL, B4JD9, B4JE4, B4JE6, B4JE7, B4JFO
If hits are below the CRQL and %D is greater than 50% values are elevated to the CRQL and
qualified “U". '

CONTRACT PROBLEMS NON-COMPLIANCE:

No problemsrfound.

FIELD DOCUMENTATION:, No problems found.

OTHER PROBLEMS: none

This package contains reextractions, reanalyses or dilutions. Upon reviewing the QA results,
the following Form 1(s) are identified NOT to be used.

B4JD3DL , B4JDADL, B4JD5DL, BAJD6DL, B4JD7DL, BAJDSDL, BAJDIDL, BAJEODL, BAJE1DL,

B4JE2DL, B4JE3DL, B4JEGDL, B.4JE7DL, B4JESDL, B4JESDL, B4JFODL, B4JF1DL; B4JF2DL
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INTRODUCTION

Scope and Appllcablllty

, ThlS SOP offers detailed guldance in evaluating laboratecry
data generated according to the method in the "USEPA Contract
Laboratory Program Statement of Work for Organics Analysis Multi-
Media, Multi-Concentration, SOM0l.1l, May 2005". The validation
procedures and actions discussed in this document are based on
the requirements set forth in the "USEPA Contract Laboratory
Program National Functional Guidelines for Superfund Organic
Methods Data Review, January 2005". This document attempts to
cover technical problems specific to low/Medium concentration of
Aroclor compounds. Situations may arise where data limitations
" must be assessed based on the reviewer's own professional
judgement . '

In addition to technical requirements, contractual requirements
may also be covered in this document. While it is important that
instances of contract non-compliance be addressed in the Data
Assessment, the technical criteria are always used to qualify the.
analytical data.

Summary

To ensure a thorough evaluation of each result in a data
case, the reviewer must complete the checklist within this SOP,
answering specific questions while performing the prescribed
" "ACTIONS" in each section. Qualifiers (or flags) aré applied to
- questionable or unusable results as instructed. The data
‘qualifiers discussed in this document are as follows:

Data Qualifiers

g - The analyte was analyzed for, but was not detected
~above the reported sample quantitation limit.

J - The'analyte was positively identified; the associated
numerical value is the approximate concentration of the
analyte in the sample,

N - The analysis 1nd1cates the presence of an analyte for
which there is presumptive evidence to make a
"tentative identification.”

JN - The analysis indicates the presence of an analyte that
has been "tentatively identified" and the assoc1ated
numerical Value represents its approximate




uJd

concentration.

The analyte was not detected above the reported sample
gquantitation limit. However, the reported quantitation
limit is approximate and may or may: not represent the
actual limit of quantitation necessary to accurately
and precisely measure the analyte in the sample._

The sample results are rejected due to serious
deficiencies in the ability to analyze the sample and

- meet quality control criteria. The presence or absence

of the analyte cannot be verified.

Lab Qualifiers:

D

The positive value is the result of an analysis at a
secondary dilution factor. :

The analyte is present in the associated method blank
as well as in the sample. This qualifier has a
different meaning when validating inorganic data.

The conéentration of this analyte exceeds the
calibration range of the instrument.

Pesticide/Aroclor target analytes when the % Difference
between the analyte concentrations obtained from the
two digsimilar GC columns is greater than 25%. :

The reviewer must preépare a detailed data assessment to be
submitted along with the completed SOP checklist. The Data
Assessment must list- all data qualifications, reasons for
qualifications, instances of missing data and contract non-
compliance.

Reviewer Qualifications:

Data reviewers must possess a working knowledge of the USEPA
Statement of Work SOMOl1.1 and National Functional Guidelines
mentioned above.
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Method: CLP/SOW, SOMO0l.l/Aroclor . SOP HW-37/Aroclor, Revision 0

YES. NO N/A

- PACKAGE COMPLETENESS AND DELIVERABLES

case numser: 370€€ 1AB: \‘ﬂi\'c\r\'c’.m
SITE NAME: Cm_né_\\- Du\ot\X ey SDG No(s) .: Q)&QEO

1.0 Chain of Custody and Sampling Trip Reports

1.1 Are the Traffic Reports/Chaln of- Custody Records ;{/'
" present for all samples? . . [

ACTION: If no, contact RSCC, or the TOPO to obtain
' - replacement of missing or illegible copies
from the lab.

1.2 Is the Sampllng Trip Report present for all E/////
samples? S ' 1

ACTION: .- If no, contact either RSCC or ask the TOPO to
' obtain the necessary information from the prime
contractor.

©2.0 Data Completeness and Deliverables

2.1 Have any missing deliverables been received o '
and added to the data package? (]

ACTION: Contact the.TOPO to obtain an explanation or
resubmittal of any missing deliverables from the lab.
If lab cannot provide them, note the effect on the
review of the data package,in the Contract
Problems/Non-compliance section of the Data
Assessment.

2.2 Was SMO/CLASS cCS checklist included with the . \/////
package? i : L]
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YES NO N/A

2.3 Are there any discrepancies between the Traffic
Reports/Chain-of-Custody Records, and Sampling d
Trip Report? . ' - : : K/

ACTION: If yes, contact the TOPO to obtain an explanation or
resubmittal of any missing deliverables from the
laboratory.

3.0 Cover Letter SDG Narrative

L

3.1 - Is the SDG Narrative or Cover Letter Present? i[f/

3.2 Are case number, SDG number and contract number
contained in the SDG Narrative or cover letter
(see SOW, Exhibit B, section 2.5.1)°?
EPA sample numbers in the.SDG, detailed
documentation of any quality control, sample,
shipment, and/or analytical problems encountered

in processing the samples? Corrective action - /!
taken? ' hA S
3.3 Does the Narrative contain the following

information SOM01.1, page B-12, section 2.5.1)7?
column used,; storage of samples, case#, SDG#, p
analytical problems, and ’discrepancies between v{//
field and lab weights. ' [

3.5 Did the contractor record the temperature of the _
cooler on the Form DC-1, Item 9 - Cooler
Temperature, and in the SDG Narrative? v

3.6 Does the Case Narrative contain the "verbatim" '
_statement (page B-12, section 2.5.1 of the SOM)? [\ ‘
ACTION: - If "No", to any guestion in this section,
' contact the TOPO to obtain necessary
resubmittals.. If unavailable, document

under the Contract Problems/
Non-Compliance section of the Data Assessment.
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Method: CLP/SOW, SOMOl l/Aroclor SOP HW-37/Aroclor, Revision 0

YES NO. N/A

4.0 Data Validaticn Checklist

4.1 Check. the package_forAthe following (see SOM reporting
requirements, section 2.1, page B-10):

a. Is the package paginated in ascending order

starting from the SDG narrative?

A
b. Are all forms and copies legible? . kﬂf/_
L]/

c. Assembied in the order set forth in the SOW?

d. All Aroclor Data present? _ jﬁif

PART A: Low/Medium Arodlor»Analyses

1.0 Sample Cénditibns/Problems

1.1 Do the Traffic Reports/Chain-of-Custody Records,
' Sampllng Trip Report or Lab Narrative indicate
any problems with sample receipt, condition of
samples, analytical problems or special _ P///-
]

circumstances affecting the quality of the data?

ACTION: If samples were not iced or the ice was melted upon
arrival at thé laboratory and the temperature of the
cooler was > 10° C, then flag all positive results
with a "J" and all non-detects "UJ".

2.0 Holding Times

2.1 Have any Aroclor technical holding times,
determined from date of collection to date of '
analysis, been exceeded? ' [

2.2 Preservation: Agueous and Non-agueous samples must
be cooled at 4°C + 2°C.
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YES NO 'N/A

ACTION: Qualify sample results according to the following table.

Holding Time Actions for Low/Medium Aroclor Analyses

Action
Matrix Preserved " Criteria : Detected ' | Non-Detected
' ' Associated Associated
Compounds Compounds
No < 7 days (extraction) S J* ' UJI*
< 40 days (analysis)
No > 7 days (extraction) - Jd UgJ
Agqueous .
. > 40 days (analysis)
Yes < 7 dayS’(extraction) No qualification
< 40 days (analysis) ' ‘ h
Yes > 7. days (extraction) . J ud
> 40 days (analysis) '
Yes/No, > 28 Days (egtraction) J R
No < 14 days (extraction) J* UJ*
< 40 days (analysis)
Non-aqueous No > 14 days (extrac?ion) : g uJg
> 40 days (analysis)
Yes < 14 days-(extractionf ' No qualification:
< 40 days (analysis)
Yes > 14 days (extraétion) J uJ
"> 40 days (analysis) '
Yes/No > 28 Days (extraction) v : J R

* Only if cooler temperature exceeds 10°C (see ACTION in Section 1.1 above).
No action required if temperature < 10°C.

3.0 Surrogate Recovery (Form II ARO-1, Form II ARO-2, Form VIII_ ARO)
3.1 Are the Aroclor Recdvery Summary Forms present?
ACTION: Contact the TOPO to obtain an eXplanatiQn/resubmittal from the

lab. If missing deliverables are unavailable, document 'the
effect in the Data Assessment. .




USEPA Region II
Method: CLP/SOW, SOMOl.1l/Aroclor

STANDARD OPERATING PROCEDURE

"Date: April 2006

SOP HW-37/Aroclor, Revision 0

3.2

Were -the two surrogates, tetrachloro—m—xyléhe
(TCX) and decachlorobiphenyl (DCB) added to all samples,

MS/MSD, LCS, blanks including standards?

ACTION:

ACTION:

ACTION:

If no, use professional ‘judgment in qualifying
data as missing surrogate analyte may not directly
apply to target analytes. ’

Were outliers marked with an asterisk on Form II?

Circle all outliers with a red pencil.

If yes, were effected samples re-analyzed?

The RTs of the surrogates in each mid-point Aroclor
standards used for continuing calibration verification,
including MS/MSD, LCS and all blanks must be

all samples,

within the calculated RT window.

YES NO. N/A

Vau

TCX must be within +

0.05 minutes and DCB must be within +.0.10 minutes of the
mean retention time (RT) determined from the initial
calibration and tabulated in Form VIII Pest. ‘

Were any outliers marked with an asterisk on Form VIII

ARO?

Circle all outliérs with a red pencil.

AN

Ll

If any Surrogate is

outside the required limits, qualify their associated target

compounds

(See Table below)

as follows:

Surrogate Compound Recovery Action for Pesticides

" Action
Criteria Detected .Non—Detected
Target Compounds Target Compounds

$R > 200% J No qualification
150% < %R < 200% J No qualification
30% < %R < 150% No qualification
10% < %R < 30% J - UJ
%R < 10% (sample dilution not a factor) J R
%R < 10% (sample dilution is a faétor) ‘Use préfessional judgment -
RT out’éf RT window Use professional judgment
RT within RT window" No qualification
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_Note:

YES NO N/A

Blank analysis having surrogates out of specification:

The reviewer must give special consideration to the validity of associated sampleé.'
Basic concern is whether the blank. problems represent an isolated problem with the
blank alone or whether there is a fundamental problem with the analytical process.
For example, if one or more samples in the batch show acceptable surrogate

recoveries, the reviewer may choose to consider the blank problem to be an isolated
occurrence.

ACTION:

ACTION:

Note in the Data Assessment under Contract Problems/
Non-Compliance if the Lab did not perform reanalysis
and reviewer's judgment regarding blank problem.

Are there any transcrlpt1on/calculatlon errors between
raw data and Form IIs?

If large errors exist, ask the TOPO to obtain an explanation/resﬁbmittal
from the lab, make any necessary corrections and note errors in the data
assessgment. : :

4.0 Matrix Spike/Matrix Spike Duplicate Recovery (Form IITI).
Note: Data for MS/MSD will not be present unless requested.

ACTION:

ACTION:.

Are the MS/MSD Recovery Forms (Form III ARO) - present? ' .jZ{/

- Was the MS/MSD anaiyzed at the required frequency (once
per SDG, or every 20 samples, whichever is more frequent)

If any MS/MSD data are m1551ng, take action as specified
in section 3.1 above. ' ’

No action is taken on MS/MSD data alone. However, using
profess1onal judgement the validator may use the M8 and MSD
results in conjunction with other QC criteria and determine the
need for some gualification of the data. If Any MS/MSD %
recovery or RPD is out of specification, qualify data to include
the consideration of the existence of interference in the raw
data. Consideration 1nclude, but not limited to the following
“Action”:

Matrix Spike/Matrix Spike Duplicate Action for Aroclor

Criteria : Detected : Non-detected

Action

Spike Compounds . Spike Compounds

$R or RPD > Upper Acceptance Limit ' J | - No qualification

20

<

5 -

‘< %R < Lower Acceptance Limit J ' uJ
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YES NO N/a

%R < 20% : _— Use professional judgment

Lower Acceptance Limit < %R; ‘ o No qualification
RPD < Upper. Acceptance Limit. '

Note: If it can be determined that the results of the MS/MSD affects only the sample
spiked, limit qualification to only this sample. However, use professional judgment
when it is determined through the MS/MSD results that the laboratory is having
systematic problem in the analysis of one or more analytes that affect all
associated samples.

5.0 Blanks (Form IV)

5.1 Is the Aroclor Method Blank Summary (Form IV ARO) present )
for aqueous and soil samples? . : : s .
5.2 Frequency of Analysis: For the analysis of AROCLOR,. has a ., .
method blank been analyzed for each SDG or every 20 :
samples, whichever is more frequent? .

ACTION: If any blank data are missing, take action as specified
_above in section 3.1. If blank data is not available,
reject "R" all associated positive data. - However, using
professional judgement, the data reviewer may substitute
field blank data for missing method blank data.

5.3 A separate Form IV should be present if.part of an
extraction batch required sulfur removal. In such cases
some samples will be listed on two blank summary forms -
once under the method blank, and once under the sulfur .
clean-up blank (PCBLK). Was this additional blank raw - b)////
data and Form IV submitted when required? ‘ : 11

ACTION: If Form IV sulfur clean-up blank is missing, take action
as specified in section 3.1 above.

5.4 Has a Aroclor instrument blank»beeh analyzed at the
beginning of every 12 hr. period following the initial
calibration sequence (minimum contract requirement)?

ACTION: If any blank data are missing, take action specified in
Section 3.1. :

5.5 Was the correct identification scheme,used for all Aroclor’
blanks? (See page B-39, gection 3.3.7.3 of SOM01.1 for
further information)

ACTION: - Contact the TOPO to obtain resubmittals or
make the required corrections on the forms.
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YES NO N/A

Document in the Data Assessment under Contract
Problems/Non-Compliance all corrections made
by the validator. :

5.6 Chromatography: Review the blank raw data chromatogram,
‘quant. Reports and data system printout. Is the ;'
chromatographic performance (baseline stability) e
acceptable for each instrument? ) - -

ACTION: Use professional judgement to determine the effect on the data. . T

5.7 Are all detected hits for target compounds in method, and '
B field blanks less than the CRQL?

ACTION: IF no, an explanation and laboratory's corrective actions must be
" addressed in the case SDG narrative. Contact TOPO to request from Lab.
revised narrative and make a note in the Contract Problems/Non-Compliance
section of the Data Assessment. ' ’

" 6.0 Contaminatdion

NOTE: "Water blanks", "drill blanks", and distilled water blanks" are
validated like any other sample, and are not used to qualify data.
Do not confuse them with the other QC blanks discussed below.

6.1 Do any method/reagent or cleanup -blanks contain positive : _ s
hits for target Aroclor compounds with values greater than J///f
the CRQL for that analyte? .

Note: The concentration of each target compound ‘in the instrument
blank must be less than the CRQL for that analyte.

ACTION: Make note in data assessment under Contract Problems/Non-
Compliance if any blank contains hit above the CRQLs.

6.2 Do any instrument blanks contain positive Aroclor results ‘ . g

with values greater than CRQLs? ' _ _ | V4
ACTION: Take the action specified in section 6.1. . : ’ ‘ o
6.3 Do any field/rinse blanks have positive Aroclor results? v/

NOTE: All field blank results associated with a particular group of samples
(may exceed one pervcase) must be used to qualify data. Blanks may
not be gqualified because of contamination in another blank. Field
blanks must be qualified for system monitoring compound, instrument
performance criteria, spectral or calibration QC problems.

ACTION: Follow the_direétions in the table below to gqualify results due
to contamination. Use the largest value from all the associated

10
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YES NO N/A

blanks. If any blanks are grossly contaminated, all associated .
sample data should-be qualified unusable (R).

Blank Action for Aroclor Analyses

Blank Type  Blank Result Sample Result | Action for Samples

Detects Not detected No' qualification required
< CRQL < CRQL ' ‘Report CRQL value with a U
> CRQL _ 'No qualification required
= CRQL - : < CRQL - | Report CRQL value with a U
‘Method, Field, > CROL No qualification required
Sulfur Cleanup, _ - < CRQL Report CRQL value with a U
Instrument > CRQL i CRQL and < blank | Report concentration of
contamination | sample with a U
> CRQL and é‘blank No qualification required
contamination - :
Gross Detects '_" Qualify results as unusable R
contamination ' ' ' '

NOTE: Analytes qualified "U" for blank contamination are treated as "hits"
) when qualifying for calibration criteria. )

Note: When applied as described in the table above, the contaminant
concentration in the blank are multiplied by the sample dilution factor.

6.4 Are there field/rinse/equipment blanks associated with L;////
every sample? ]
ACTION: Note in data assessment if there’s no assoc1ated

fleld/rlnse/equlpment blank.

Exéegtidn samples taken from a drlnklng water tap do not have
associated field blanks.

. 7.0 Aroclor Initial and Continuing Calibration

7.1 Are the following Forms, chromatograms and data system
printouts present? :

a.) Form VI ARO-1/Aroclor Initial Calibration (Multipoint)

11
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YES NO N/A -

-
#

b.) Form VI ARO-2/Aroclor Initial Calibration (Multipoint)
c.) Form VI ARO-3/Aroclor Iﬁitial.Calibration(Singlepoint)
d.) Form VII ARO/Aroclor Célibration»Verification |
e.) Form VIII ARO/Aroclor Analytical Sequence

f.) Form X ARO/Identification Summary for Multicomponent
Analysis

RN\
|
|

7.2 Initial Calibration

7.2.1 Was the following: contract required initial
calibration sequence provided by the laboratory?

\
|

Initial Calibration Sequence
i. Aroclor 1221 CS3 .
2. Aroclor 1232 CS3
3. Aroclor 1242 CS3
4. Aroclor 1248 (83
5. Aroclor 1254 CS3
6.> Aroclor 1262 CS3
7. Aroclor 1268 CS3
8. Aroclorl1016/1260 (100 ﬁg/ml) cs1
9. Aroclorl016/1260 (200 ng/ml) CS1
10. Aroclor1016/1260 (400.ng/ml) cs1
11. Aroclorl1016/1260 (800 ng/ml) CS1
‘12. Aroclorl016/1260 (1600 ng/ml) CS1
13. Instrument Blank

ACTION: If initial calibration is not performed or not pefforméd in the proper

sequence, notify the TOPO and make a note in the data assessment. '~

7.3 Are there any transcription/calculation errors between raw
data and the Forms?

ACTION: If large errors exist, take action specified in section 3.1 above.

12
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YES NO N/A

7.4 Mean Retention Time (RT) and RT Window

Were the following mean RT and RT window met : ’ jzf///

a.) The mean RT of each of the three to five major peaks were
determined from the five-point initial calibration for all
Aroclors

b.) RT window was calculated as + 0.07 for each of the three to

five major peaks and + 0.05 and + 0.10 for the surrogates
tetrachloro-m-xylene and decaphlorobiphenyl, respectively.

ACTION: If no, follow the action as specified in section 3.1.

7.5 Was at least one chromatogram from each of the Aroclor -
standards yield peaks that give deflection between 50-100% -
of full scale? i

ACTION: IF no, take action as specified in section 3.1.

7.6 Was the mean Calibration Factor (CF) calculated for the
three to five major peaks of each Aroclor, as well as for . §
the surrogates, over the initial calibration range? {1 '

7.7 Were the Percent Relative Standard Deviation (%RSD) of the
Calibration Factor for the three to five major peaks < 20%
of each of the Aroclor compounds and surrogates?

ACTION: If no, take action as specified in the following Table.

Initial Calibration Action for Aroclor‘Analyses

Action

Criteria ) . Detected . Non-Detected
_~Associated Compounds Associated Compounds

Initial calibration is not performed or not Use Professional Judgment and notify
performed in proper sequence Contract Lab Program (CLP) Project Officer
$RSD exceeds allowable limits * . J - ) ug

%RSD within allowable limits * ' No qualification

* %RSD < 20.0% for Aroclors and surrogates (tetrachloro-m-xylene and decachlorobiphenyl.

7.8 Continuing Calibration Verification (CCV) (Form VII)

Were the Absolute Retention Time (RT) for each Aroclor:
and surrogate in the mid-point concentration (CS3) of

13
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YES NO N/A

the Standard used for CCV must be within the RT window
determined from the initial calibration?

© 7.9 For opening CCV, or closing CCV that is used as an opening
CCV for the next 12-hour period, the Percent Difference
($D) between the CF of each of the three to five peaks used
" to identify an Aroclor and surrogates in the mid-point
concentration (CS3) of the .Aroclor standards and the CF from
the initial calibration must be within +15.0%.

7.10 For a closing CCV, the %D between the CF of each of the three
to five peaks used to identify an Aroclor and surrogates in the
mid-point concentration (CS3) of the Aroclor standards and the CF
“ from the initial calibration must be within +50.0%.

7.11 No more than 14 hours may elapse from the injection of the instrument
Blank that begins an analytical sequence (opening CCV) and the
injection of the last mid-point concentration-(CS3) of the Aroclor
standards that ends an analytical sequence (closing CCV).

7.12 No more than 12 hours may elapse from the injection of the instrument
blank that begins an analytical sequence (opening CCV and the

injection of the last sample or blank that is part of the same
analytical sequence. e

Were sections 7.8 to 7.12 met? J&df/
" ACTION: If no, use the following table to qualify Aroclor data:

Continuing Calibration Verification (CCV) Action for Aroclor Analyses

Action

Criteria . Detected . Non-Detected
Associated Compounds | Associated Compounds

RT out of RT Window . Use professional Judgment *

Percent Difference not within limits + 15% J - ug
as specified in section 7.9 above '

Percent Difference not within limits + 50% J uJg
as sgpecified in section 7.10 above

Time elapsed is greater than acceptable limits R
as specified in section 7.11 & 7.12 above

Percent Difference, time elapsed and RT are No qualification
within acceptable limits ‘

14
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* For non-detected target compounds in the affected samples, check
to see if the sample chromatogram contain any peak that are close
to the expected RT window of the Aroclor of interest.

If no peaks are present, consider the non-detected values to be
valid and no qualification of the data is necessary.

If any peaks are present close to the expected RT window of the
Aroclor of interest, qualify the non-detected values as
presumptively present “N”.

For detected compounds in the affected samples, if the peaks are

within the RT window, no qualification of the data is necessary.

If the peake are close to the -expected RT window of the Aroclors

of interest, the reviewer may take additional effort to determine
if sample peaks represent the compound of interest.

For example, the reviewer can examine the data package for the
presence of three or more standards containing the Aroclor of
interest that were run within the analytical sequence during which
the sample was analyzed. If three or more such standards are
present, the RT window can be re-evaluated using the mean RT of
the standards.

If the peaks in the affected sample fall w1th1n the rev1sed
window, qualify the detected Aroclor as "“JN”. .

If the reviewer cannot do anything with the data to resolve the
‘problem of concern; gualify all non-detects as unuseable “R”.

B.O‘Aﬁalytical Sequence Check (Form VIII-ARO)

8.1 Is Form VIII-Pest present and complete for each
column and each period of analyses?

ACTION: If no, take action as specified in section 3.1

8.2 Was the proper analytical sequence followed for each
i initial calibration and subsequent analyses, and all
standards analyzed at the requlred frequency for each
GC/ECD instrument used?

ACTION: If no, use professional judgment to determine the
‘ severity of the .effect on the data and gqualify
accordingly. Generally, the effect is negligible
unless the sequence was grossly altered and/or
the calibration was out of QC limits.

8.3 Are the surrogate retention time (RTY from the initial
' calibration for TCX and DCB provided on Form VIII-Pest?

15
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YES NO N/A

ACTION: If no, take action as specified in section 3.1

8.4 Was the asterisk (*) applied to the RT of any blanks,
) gamples, standards, MS/MSD, and LCS that did not meet the
QC Limits of + 0.05 minutes for TCX (tetrachloro-m-xylene) _
.and + 0.10 minutes for DCB (decachlorcbiphenyl)? : T \V4

ACTION: If any data are missing, take acticon specified in 3.1 above.

If no, use professional judgment to determine the
severity of the effect on the data.and qualify
accordingly. ’Dchment in the data assessment’
under Contract Problems/Non-Compliance.

9.0 Sulfuric Acid and Gel Permeation Chromatography (GPC) Cleanup
Procedures o

9.1 ‘Was sulfuric acid added to all extracts? : _ é{jﬁi :
Note: Sulfuric acid cleanup is mandatory for all extracts

ACTION: If no, take action specified in section 3.1

9.2 Gel Permeation Chromatography (GPC
" GPC is an optional cleanup procedure for both agqueous and
non-aqueous sanples that contain high molecular weight

compounds that interfere with Aroclor analysis.

9.3 Tf GPC cleanup was performed on samples, GPC calibration

is. acceptable if the two UV traces meet thée following
reguirements. :

a. Peaks must be observed and should be symmetrical for
" all compounds in the calibration solution..

b.. Corn oil and phthalate peaks should exhibit greater
than 85% resolution.

c¢. The phthalate and-Methoxychlor peaks should exhibit
greater than 85% resolution..

d. Methoxychlor and peryléne peaks should exhibit greater
than 85% resolution. '

e. Perylene and sulfur peaks must be saturated and should
" exhibit greater than 90% baseline resolution.

16
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YES NO N/A

f. The RT shift is less than 5% between UV traces for

. bis (2-ethylhexylphthalate and perylene. L
9.4  Were all above criteria met? . o (A
ACTION: If no, examine the raw data for the presence of high A

molecular weight contaminants. Examine the subsequent
sample data for unusual peaks and use professional
judgment in qualifying the data.: i

10.0 Laboratory Control Samples (LCSs)

10.1 LCSs provideiinformation on the accuracy of the analytical
method and laboratory performance.

Aroclor Laboratory Control Sample Recovery - Aqueous and Non-Aqueous

Compound % Recovery QC Limits
Aroclor 1016 . . .50 - 150
Aroclor 1260 : , , - 50 - 150
Tetrachloro-m-xylene (surrogate) ) 30 - 150
Decachlérobiphenyl (surrogate) ' 30 - 150 : v e

10.2 Were the above reboveries met?

'ACTION: If no,_qualify'the sample data as follows:

ACTION

Criteria Detected Non-Detected
Associated Compound | Associated Compound

%R> Upper Acceptance Limit ' J No qualifiéation
%R< Lower Acceptance Limit J R
Lower Acceptance Limit < %R No qualification

< Upper Acceptance Limit

17
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YES NO N/A

11.0 Aroclor Identification (Fo:m X ARO/Identification Summary for Multicomponent

Analysis
11.1 TIs Form X (ARO) complete for every samplé in which T
Aroclor was detected? : ' iﬁi/,~__ -

ACTION: Take action as specified in section 3.1 above.

11.2 The identification of a Multi component Aroclor by GC .
method is based primarily on RT data and pattern ’ ‘
recognition. Were the following requirements met: -

a.) A Minimum of 3 major peaks were selected for each
Aroclor. If more than one Aroclor is observed in a
sample, a peak common to other Aroclor(s) must not
be used to guantitate other Aroclor. . Lab must choose
different peaks to quantitate each Aroclor.

b.) If a chromatogram is replotted electronically to meet
these requirements, the scaling factor used must be
displayed on the chromatogram, and both the initial
chromatogram and the replotted chromatogram must be.
submitted in the data package. '

c.) The Retention Time (RT) of both of the surrogates and
reported target compounds must be within the calculated
RT window of both columns.

d.) When no analytes are identified in the sample, the
chromatograms of the sample extract must use the same
scaling factor used for the low-point standard of the
initial calibration associated with those samples.

e.) Chrbmatogram must display the largest peak of any
Aroclor detected in the sample at less than full scale.

f.) If an extract must be diluted, chromatograms must
display Aroclor peaks between 25-100%. of full scale.

ACTION: If retention times (RT) or peak apex cannot be
verified, contact TOPO to obtain rescaled

chromatograms from the lab.

If data reviewer identifies a peak in both GC
columns -that fall within the appropriate RT windows,

18
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YES NO N/A

but was reported as non-detect, the compound may be
false negative. If necessary, contact TOPO to
instruct laboratory to re-evaluate the
chromatograms. ’

11.3 Are there any.transcription/calculation errors in g
Form I and Form X ARO? : ' f

- ACTION: Take action as specified in section 3.1 above.

11.4 Are the RTs of Aroclor peaks within the established jzf///
, RT window for analyses on both columns?
11.5 Was the GC/MS confirmation provided for Aroclor - /fﬁ
concentration > 10 ug/ml in final extract?

NOTE: Laboratory is required to contact SMO to determine if
GC/MS confirmation is required. . Check the
semivolatile TIC data for presence of Aroclors.

11.6 Is the per cent difference (%D) calculated for E‘/j//’///
positive results on both cclumns. < 25%7?. S :
ACTION: The reviewer must check columns for peak

interferences for the positive hits. Qualify the
Aroclor(s) according to following Table:

Action on Qualifyving Pogitive Aroclor Results

Perceﬁt Differencés ‘ Qualifier

0 - 25% _ None

26 - 70% v g

71 - 100% | ' _ L NINT

101 - 200% (No Peak _ “R”
Interferences)

101 - 200% (Interferences ' N
detected) *

> 50%.(Aroclor-vélue < CRQL)** wg”

> 200% - “R”
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YES NO N/A

* When interferences is detected on either column, qualify the
data as “JN” ' ' '

** When the Aroclor value is below CRQL and %D > 50%, raise the
value to CRQL and qualify “U”, undetected. '

12.0 Tarqét Aroclor List (TCL)

12.1 Are the Aroclor Analysis Data Sheets (Form I ARC) present
with required header information on each page for samples, : .
MS/MSD. (if required), method and instrument blanks (per. !
column & analysis)? : . S

12.2 Is the chromatographic performance acceptable with respect S
to baseline stability, full-scale attenuation, peak . /

shape/resolution?

ACTION: Ifbno, take action specified in section 3.1 above.

13.0 Compound Quantitation and Reported Detection Limits

13.1 Are there any transcriptioﬁ/calculation errors in the )
Form I results? Check at least two positive results. ‘ { _
Were any errors found? ' L1 _

ACTION: If errors were found, take action as specified in section
3.1 above. : :

13.2 Are the contract required quantitation'limits (CRQL) ' : x//,/
adjusted to reflect sample dilution? : [ 1

ACTION: If errors exist, take action as specified in section 3.1 above.

ACTION: When a sample is required to be diluted, the lowest CRQL is used
(unless a QC exceedance dictates the use of the higher CRQL from
the diluted sample). Replace concentration which exceed the
calibration range in the original analysis by crossing out the
“E” value on the original Form I and substituting it with the
result from the diluted sample. Specify which Form I to use.
Use a red pencil and draw a red “X” across the entire page
of all Form I’'s that should not be used, including those in the
data summary package. ' :

At the top or. bottom of the Forms, write with red pencil, “DO -
Not Use”. ' ‘ : '
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YES NO N/A

Note: If the sample dilution factor (DF) is greater than
10, an additional 10 times more concentrated than
the diluted sample extract must be analyzed and
reported with the sample data. If the DF is less
or equal to 10, but greater than 1, the résults of
the original undiluted analysis must also be
reported (see SOMO1l.1/section 10.3.3.4/page D-

44 /ARO) .

ACTION: IF the above requirement was not met, contact the TOPO to obtain an
explanation/resubmittal from the lab and make a note in the Data
Assessment under Contract Problems/Non-Compliance section.

13.3 - For non-aqueous samples, were the percent moisture < 70%? ' o V4
Action: If the % moisture > 70.0% and < 90.0%, qualify detects
as “J" and non-detelts as approximated “UJ” If the %

Moisture > 90%, qualify detects as “J” and non-detects as “R”

14.0 Field Duplicates

14.1 Were any field duplicates submitted for Aroclor ' ' ‘/////
analysis? ’ ' L]

ACTION: Compare the reported results for field
duplicates and calculate the relative
percent difference.

ACTICON: Any gross -variation between duplicate
results. must be addressed in the reviewer
narrative. If large differences exist,
contact the TOPO to confirm identification
of field duplicates with the sampler.
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YES NO N/A

Definitions

ARO - Aroclor

CCs - contract compliance screenlng

'CF - Calibration Factor

CLASS - Contract Laboratory Analytical Serv1ces Support
CLP - Contract Laboratory Program :
CRQL - Contract Required Quantitation Limit ‘
GC/ECD - Gas Chromatography/Electron Capture Detector
kg - kilogram

Hg - microgram

¢ - liter

m¢ - milliliter

QC - quality control

RAS - Routine Analytical Services

RPD - Relative Percent Difference

RRF - Relative Response Factor

RRF - Average Relatlve Response Factor (from 1n1t1a1
calibration)
"RRT - Relative Retention Time

RSD - Relative Standard Deviation

RT - Retention Time

RSCC - Regional Sample. Control Center

SDG - Sample Delivery Group

SOP - standard operating procedure

SOW - Statement of Work

TCL - Target Compound List

TCLP - Toxicity Characteristics Leachate Procedure
TIC - Tentatively Identified Compound

TPO - Technical Project Officer

VTSR - validated Time of Sample Receipt

TOPO - Task Order Project Officer
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YES NO N/A
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INTRODUCTION

Scope and Applicability

- This SOP offers detailed guidance in evaluating laboratory
data generated according to the method in the "USEPA Contract -
Laboratory Program Statement of Work for: Organics Analysis Multi-
~Media, Multi-Concentration, SOM01l.1l, May 2005". The valldatlon
procedures and actions discussed in this document are based on
the requirements set forth in the "USEPA Contract Laboratory
Program National- Functional Guidelines for Superfund Organic
Methods Data Review, January 2005". This document attempts to
cover technical problems specific to low/Medium concentration of
Aroclor compounds. Situations may arise where data limitations -«
must be assessed. based on the reviewer's own professional
judgement

In addition to technical requirements} contractual requirements
may also be covered in this document. While it 'is important that
instances of contract non- compllance be addressed in the Data _
Assessment, - the technical criteria are always used to quallfy the
analytical data. '

Summary

To ensure a thorough evaluation of each result in a data
case, the reviewer must complete the checklist within this SOP,
answering specific questions while performing the prescribed
"ACTIONS" in each section. Qualifiers (or flags) are applied to
questionable or unusable results as instructed. The data
quallflers discussed in thlS document  are as follows: -

Data Qualifiers

U The analyte was analyzed for, but was not detected

above the reported sample quantitation limit.

J - The analyte was positively identified; the associated
numerical value is the approx1mate concentration of the
analyte in the sample.

N - The analysis 1ndlcates the presence of an analyte for
which there is presumptlve ev1dence to make a
"tentatlve identification.:

JN - The analysis indicates the presence of an analyte that
‘has been "tentatively identified" and the associated
numerical value represents its approx1mate



concentration.

uJ - The analyte was not detected above the reported sample

' gquantitation limit. However, the reported quantitation
limit is  approximate and may or may not represent the
actual limit of guantitation necessary to accurately
and prec1sely measure the analyte in the sample.

R - The sample results are rejected due to serious
" deficiencies in the ability to analyze the sample and
meet quality control criteria. The presence or absence

of the analyte cannot be verified.
Lab Qualifiers:

D -~ The positive value is the result’ of -an ana1y81s at a
secondary dilution factor. :

B - The analyte is present in the associated method blank
~as well as in the sample. This qualifier has a
different meaning when validating inorganic data.

E - The concentration of this analyte exceeds the
. calibration range of the instrument.

P - Pesticide/Aroclor target analytes when the % Difference
between the analyte concentrations obtained from the
two dissimilar GC columns is greater than 25%.

The reviewer must prepare a detailed data assessment to be.
submitted along with the completed SOP checklist. The Data
Assessment must list all data qualifications, reasons for
-qualifications, instances of missing data and contract non-
compliance.

Reviewer Qualifications:
Data reviewers must possess a working knowledge of the USEPA

Statement of Work SOMOl 1. and Natlonal Functional Guidelines
mentioned above.
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Method: CLP/SOW, SOM01l.1/Aroclor . SOP HW-37/Aroclor, Revision 0
YES NO N/A

" PACKAGE COMPLETENESS AND DELIVERABLES:

CASE NUMBER : 370‘Zg LaB: (Nt lew

SITE NAME:Coxnd\ Du\o‘x\vi‘i—\f _ spG No(s).: RuI R\

1.0 Chain of Custody and Sampling Trip Reports

1.1 Are the Traffic Reports/Chain-of-Custody Records o '

present for all samples?

ACTION: If no, contact RSCC, or the TOPO to obtain
replacement of missing or illegible copies
from the lab.-

1.2 Is the'Sampling’Trip Report present for all ' g
samples? ' Nﬁ//

"ACTION: If no, contact either RSCC or ask the TOPO to
obtain the necessary information from the prime
contractor. '

2.0 Data Completeness and Deliverables

2.1 Have any missing deliverables been received

and added to the data package? - o [ ]

ACTION: Contact the TOPO to obtain an explanation or
: resubmittal of any missing deliverables from the lab.
If lab cannot provide them, note the effect on the.
review of the data package in the Contract
‘Problems/Non-compliance section of the Data
Assessment. '

2.2 Was SMO/CLASS CCS checklist included with the 4 ‘ S

package?
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YES NO N/A

2.3 Are there any discrepancies between the Traffic .
Reports/Chain-of- Custody Records, and Sampling-

Trip Report? : : ‘ ' Jgﬁf;__

ACTION: If yes, contact the TOPO to obtain an explanation or
resubmittal of any missing deliverables from the
laboratory.

3.0 Cover Letterx SDG Narrative

3.1 Is the SDG Narrative or Cover Letter Present? Nﬁ//

3.2- Are case number, SDG number and contract number
contained in the SDG Narrative or cover letter
(see SOW, Exhibit B, section 2.5.1)7?
EPA sample numbers in the SDG, detailed
documentation of aﬁy qﬁality control, sample,
shipment, and/or analytical problems encountered

in processing the samples? Corrective action }
taken? V4!
3.3 Does the Narrative contain the following

information SOM0O1.1, page B-12, section 2.5.1)7?
column used, storage of samples, case#, SDG#,

analytical problems, and dlscrepanc1es between . DA/,
-field and lab weights.

3.5 Did the contractor record the temperature of the
' cooler on the Form DC-1, Item 9 - Cooler ,
Temperature, and in the SDG Narrative? V4

3.6 Does the Case Narrative contain the "verbatim"
statement (page B-12, section 2.5.1 of the SOM)? V4
ACTION: If "No", to any question in this section,
contact the TOPO to obtain necessary
resubmittals. If unavailable, document -

under the Contract Problems/
Non-Compliance section of the Data Assessment.
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YES NO ‘N/A

4.0 Data Validation Checklist

4.1 Check the package for the following (see SOM reporting
requirements, section 2.1, page B-10):

a. Is the package paginated in ascending order A v .
starting from the SDG narrative? [V

b. Are all forms and copies legible? : :d _

c. Assembled in the order set forth in the SOW?

d. All Aroclor Data present? : : [5A

PART A: Low/Medium Aroclor Analyses

1.0 Sample Conditions/Problems

1.1 Do the Traffic Reports/Chain-of-Custody Records,
Sampling Trip Report or Lab Narrative.indicaté
any problems with sample receipt, condition of
samples, analytical problems or special - h N//’
c1rcumstances affecting the quality of the data7 ‘ 1

ACTION: If samples were not iced or the ice was melted upon
arrival at the laboratory and the temperature of the
cooler was > 10° C, then flag all positive results
with a "J" and all non-detects "UJ". '

2.0 Holdihq Times

2.1 Have any Aroclor technical holding times,

determined from date of collection to date of ' /
analysis, been exceeded? '

2.2 Preservation: Agueous and Non-aguequs samples must
be cooled at 4°C + 2°C.
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YES NO N/A

ACTION: Qualify sample results according to the following table.

Holding Time Actions for Low/Medium Aroclor Analyses

Action
Matrix . Preserved .Criteria ' Detected Non-Detected
' o Associated Associated
Compounds Compounds
No < 7 days (extraction) J* UJx -
< 40 days (analysis) ‘
No > 7 days (extraction) J uJ
Aqueous . .
' > 40 days (analysis)
Yes < 7 days (extraction) No gualification
< 40 days (analysis)
Yes > 7 days (extraction) J T ug
> 40 days (analysis)
Yes/No > 28 Days (extraction) . J R
No < 14 days (extraction) J* . UJ*
< 40 days (analysis)
Non-aqueous No > 14 days (extraction) V B . ud
> 40 days (analysis)
Yes < 14 days (extractioﬁ) _ No qualification
< 40 days (analysis)
Yes > 14 days (extraction) J uJg
> 40 days (analysis) '
Yes/No . 5> 28 Days (extraction) J : R

* Only if cooler temperature exceeds 10°C (see ACTION in Section 1.1 above).
No action required if temperature g 10°C.

3.0 Surrogate Recovefy (Form II ARO-1, Form II ARO-2, Form VIII ARO) SR
3.1 Are the Aroclor Recovery Summary Forms present? 3[
ACTION: Contact the TOPO to obtain an explanation/resubmittal from the

lab. If missing deliverables are unavailable, document the
effect in the Data Assessment.




USEPA Region II
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STANDARD OPERATING PROCEDURE

SOM0O01.1/Aroclor

Date: April 2006

SOP HW-37/Aroclor, Revision 0

3.2 Were the two surrogates, tetrachloro-m-xylene :

(TCX) and decachlorobiphenyl (DCB) -added to all samples,.

MS/MSD, LCS, blanks including staﬁdards?

ACTION:

If no, use‘professional judgment in qualifying

data as missing surrogate analyte may not directly

apply to target analytes.

ACTION:

Were outliers marked with an asterisk on Form II?

Circle all outliers with a red pencil.

If yes, were effected samples re—ahalyzed?

"The RTs of the surrogates in each mid-point Aroclor
standards used for continuing calibration verificationm,

YES. NO N/A

" all samples, including MS/MSD, LCS and all blanks must be

within the calculated RT window.

TCX must be within +

0.05 minutes and DCB must be within + 0.10 minutes of the

mean retention- time

(RT) determined from the initial

calibration and tabulated in Form VIII Pest.

Wwere any outliers marked with an asterisk on Form VIII

 ARO?

ACTION:

Circle all outliers with a red pencil.
outside the required limits, qualify their associated target

compounds (See Table below) as follows:

Surrogate Compound Recovery Action for Pesticides-

If any Surrogate is

Action
Criteria - Detected Non-Detected -
’ Target Compounds Target Compounds

%R > 200% J No qualification
150% < %R < 200% g No gualification
30% < %R < 150% ' No qualification
10% < %R < 30% J uJ
%R < 10% (sample dilution not a factor) - J R
%R < 10% (sampleAdilution is a factor) Use prbfessional judgment
RT out of RT window Use professional judgment

RT within RT window

No gualification
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YES NO N/A

Note: Blank analysis having surrogates out of specification:

The reviewer must give special consideration to the valldlty of associated samples.
Basic concern is whether the blank problems represent an isolated problem with the
blank alone or whether there is a fundamental problem with the analytical process.
For example, if one or more samples in the batch show acceptable surrogate

recoveries, the reviewer may choose to consider the blank problem to be an 1solated
occurrence.

ACTION: Note in the Data Assessment under Contract Problems/
) Non-Compliance if theé Lab did not perform reanalysis
and reviewer’'s judgment regarding blank problem.

3.5 Are there any transcription/caiculation errors between g '
' raw data and Form IIs? ‘
ACTION: If large errors exist, ask the TOPO to obtain an EXplanation/resubmittal
from the lab, make any necessary corrections and note errors in theé data
assessment.

4.0 Matrix Spike/Matrix Spike Duplicate Recovéry (Form IIT)
Note: Data for MS/MSD will not be present unless requested.

4.1 Are the MS/MSD Recovery Forms (Form III ARQ) present?. jyif/ :
4.2 Was the MS/MSD analyzed at the required frequency (once ‘
per SDG, or every 20 samples, whichever is more frequent)?

ACTION: 1f anerS/MSD data are missing, take action as specified
in section 3.1 above.

ACTION: No action is taken on MS/MSD data alone. However, using
professional judgement, the validator may use the MS and MSD
results in conjunction with other QC criteria and determine the
need for some qualification of the data. If Any MS/MSD %
recovery or RPD is ‘out of specification, qualify data to include
‘the consideration of the existence of interference in the raw
data. Consideration include, but not limited to the following
“Action”: :

Matrix Spike/Matrix Spike Duplicate Action for Aroclor

Action
Criteria | Detected Non-detected“
Spike Compounds Spike Compounds
%R or RPD »> Upper Acceptance Limit T o : No qualification
20% g %R < Lower Acceptance Limit . . J uJ .
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YES NO N/A

Use professional judgment

Lower Acceptance Limit < %R; No. qualification
RPD < Upper Acceptance Limit

Note: If it canAbe determined that the results of the MS/MSD affects only the sample

spiked,

limit qualification to only this sample. However, use professional judgment

when it is determined through the MS/MSD results that the laboratory is having
systematic problem in the analysis of one or more analytes that affect all
associated samples.

5.0 Blanks (Form IVL

ACTION:

ACTION:

ACTION:

Is the Aroclor Method Blank Summary (Form IV ARO) present
for aqueous and soil samples? i

Frequency of Analysis: For the analysis of AROCLOR, has a )
method blank been analyzed for each SDG or every 20 ‘
samples, whichever is more frequent? . b :

If any blank data are missing, take action as specified
above in section 3.1. If blank data is not available,

reject “"R" all associated positive data. However, using
professional judgement, the data reviewer may substitute

field blank data for missing method blank data.

A separate Form IV should be present if part of an

extraction batch required sulfur removal. In such cases

some samples will be listed on two blank summary forms -

once under .the method blank, and once under the sulfur

clean-up blank (PCBLK). Was this-additional blank raw »
data and Form IV submitted when required? 11

If Form IV sulfur clean-up blank is missing, take action
as gspecified in section 3.1 above. ' :

Has a Aroclor instrument blank been analyzed at the
beginning of every 12 hr. period following the initial //

calibration sequence (minimum contract requirement)?

If any blank data are missing,'take action specified in
Section 3.1. '

Was the correct identification scheme used for all Aroclor

" blanks? (See page B-39, section 3.3.7.3 of SOM0l1.1 for

ACTION:

further information)

Contact the TOPO to obtain resubmittals or
make the required corrections on the forms.

Date: April 2006
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YES NO N/A

Document in the Data Assessment under Contract
Problems/Non-Compliance all corrections made
by the validator. i

5.6 Chromatography: Review the blank raw data chromatogram,
guant. Reports and data system_printout. Is the
chromatographic performance (baseline stability) 4
acceptable for each instrument? : : V.4 -

ACTION: Use professional judgement to determine the effect on the data.

5.7 Are all detected hits for target compounds in method, and
field blanks less than the CRQL? .

ACTION~ IF no, an explanation and laboratory's corrective actions must be
addressed in the case SDG narrative. Contact TOPO to request from Lab.
revised narrative and make a note in the Contract Problems/Non-Compliance
section of the Data Assessment. :

6.0 Contamination

* NOTE: "Water blanks", "drill blanks", and distilled water blanks" are
validated like any other sample, and are not used to qualify data.
Do not confuse them with the other QC blanks discussed below.

6.1 Do any method/reagent or cleanup blanks contain positive ) .
hits for target Aroclor compounds with values greater than
the CRQL for that analyte? :

Note: The concentration of each target compound in the instrument
blank must be less than the CRQL for that analyte.

ACTION: Make note -in ddta assessment under Contract Problems/Non-
Compliance if any blank contains hit above the CRQLs.

6.2 Do any instrument blanks contain positive Aroclor results ‘ -
with values greater than CRQLs? .

ACTION: Take the action specified. in section 6.1. : .

6.3 Do any field/rinse blanks have positive Aroclor results? \////

NOTE: All field blank results associated with .a particular.group of samples
(may exceed one per case) must be used to qualify data. . Blanks may
not be qualified because of contamination in another blank. Field
blanks must be qualified for system monitoring compound, instrument
performance criteria, spectral or calibration QC problems.

ACTION: Follow the directions in the table below to quallfy results due
to contamination. Use the largest value from all the associated

10
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YES NO N/A

blanks. If any blanks are grossly contaminated, all associated
sample. data should be gualified unusable (R).

Blank Action,for Aroclor Analyses

Blank Type Blank Result Sample Result | Action for Samples
‘Detects Not detected - No qualificafion required
< CRQL " | < croL Repo’rt CROL value with a U
> CRQL _ No qualification'required
= CRQL . < CRQL ‘ ' Report CRQL value with a U
Method, Field, Z_CRQL No qualification required
Sulfur Cleanup, | < CROL . | Report CRQL value with a U
Instrument > CRQL > CRQL and < blank Report concentration of .
contamination |sample with a U
.> CRQL and > blank ‘No qualification reqﬁired
contamination :
GroSé Detects ’ Qualify resﬁlts as unusable R
contamination :

NOTE: Analytes quallfled "g" for blank contamination are treated as "hlts"
when qualifying for calibration criteria. . -
Note: When applied as described in the table above, the contamlnant
) concentratlon in the blank' are multlplled by the sample dllutlon factor.

6.4 Are there field/rinse/equipment blanks associated with ] N////
every sample? ) :
ACTION: Note in data assessment if there’s no associlated

field/rinse/equipment blank.

Excéption: samples taken from a drinking water tap do not have
associated field blanks.

7.0 Aroclor Initial and Continuing Calibration

-7.1 Are the following Forms, chromatograms and data system
printouts present?

a.) Form VI ARO-1/Aroclor Initial Calibration (Multipoint)

11



STANDARD OPERATING PROCEDURE

USEPA Region II : ‘ Date: April 2006
Method: CLP/SOW, SOMOl.l/Aroclor SOP HW-37/Aroclor, Revision 0

YES NO N/A

b.) Form VI ARO-2/Aroclor Initial Calibration (Multipoint) iﬁf////
c.) Form VI ARO—B/Aroclor Initial Calibration(Singlepoint} J&jf//

d.) Form VII ARO/Aroclor Calibration Verification JLdf’, o

e.) Form VIII ARO/Aroclor Analytical Sequence

f£.) Form X'ARO/Identification Summary for Multicomponent Llf///
Analysis : . v o o
7.2 Initial-Calibratién
7.2.1 Was the: following contract required initial o /
calibration sequence providedrby the laboratory? — I
Initial Calibration Sequence

E Aroclor 1221 CS3

2. Aroclor 1232 CS3

3. - Aro;lor 1242 C83

4. Aroclor 1248 CS3

5. Aroclor 1254 CS3

6. Aroclor 1262 CS3

7. ~Aroclor 1268 CS3

8.  Aroclorl016/1260 (100 ng/ml) CS1

9. Aroclorl016/1260 (200 ng/ml) CS1

10.  Aroclorl016/1260 (400 ng/ml) CS1

11.  Aroclorl016/1260 (800 ng/ml) cs1

12. Aroélor1016/1260 (1600 ng/ml) CS1

13. Instrument Blank

"ACTION: If initial calibration is not perfofmed or not performed in the proper

sequence, notify the TOPO and make a note in the data assessment.

7.3 Are there any transcription/calculation errors between raw
data and the Forms? .

ACTION: If large errors exist, take action specified in section 3.1 above.

12




STANDARD OPERATING PROCEDURE

USEPA Region II ' o _ : Date: April 2006
Method: CLP/SOW, SOMO0l.l/Aroclor SOP HW-37/Aroclor, Revision 0

YES NO N/A

7.4 Mean Retention Time (RT) and RT Window : - '
Were the following mean RT and RT window met: ’ j¥1(//
a.) ‘The mean RT of each of the three to five major peaks were

determined from the five-point initial calibration for all
Aroclors :

b.) RT window was calculated as + 0.07 for each of the three to .

five major peaks and + 0.05 and + 0.10 for the surrogates
tetrachloro-m-xylene and decachlorobiphenyl, respectively.

ACTION: If no, follow the action as specified in section 3.1.
7.5 . Was at least one chromatogram from each of the Aroclor
) stardards yield peaks that give deflection between 50-100%
of full scale? . ) ’
ACTION: IF no, take action as specified in section 3.1.
7.6 Was the mean Calibration Factor (CF) calculated for the »
three to five major peaks of each Aroclor, as well as for . e

the surrogates, over the initial calibration range?

7.7 Were the Percent Relative Standard Deviation ($RSD) of the

Calibration Factor for the three to five major peaks < 20% .
of each of the Aroclor compounds and surrogates?

ACTION: If no, take action as specified in the following'Tablé.‘

Initial Calibration Action for Aroclor Analyses

Action

Criteria v | Detected v Non-Detected
) Associated Compounds | Associated Compounds

Initial calibration is not performed or not Use Professibnal Judgment and notify
performed in proper sequence . _ Contract Lab Program (CLP) Project Officer
$RSD exceeds allowable limits * . J’ uJg

$RSD within allowable limits * = o ' No qualification

" * %RS8D < 20.0% for Aroclors and .surrogates (tetrachloro-m-xylene and decachlorobiphenyl.

7.8 Continuing Calibration Verification (CCV) (Form VII)

Were the Absolute Retention Time (RT) for each Aroclor
and surrogate in the mid-point concentration (CS3) of

13




STANDARD OPERATING PROCEDURE .

USEPA Region IT ' » ' Date: April 2006
Method: CLP/SOW, SOMOl.1l/Aroclor © SOP HW-37/Aroclor, Revision 0

YES NO N/A

the Standard used for CCV must be within the RT window
determined from the initial calibration?

7.9 For opening CCV, or closing CCV that is used as an opening
CCV for the next 12-hour period, the Percent Difference
(%D) between the CF of each of the three to five peaks used
to identify an Aroclor and surrogates in the mid-point
concentration (CS3) of the Aroclor standards and the CF from
the initial calibration must be within +15.0%. ‘

7.10 For a Clbsing CCV, the %D between the CF of each of the three
" to five peaks used to identify an Aroclor and surrogates in the
mid-point concentration (CS3) of the Aroclor standards and the CF
from the initial calibration must be within +50.0%.

7.11 No more than 14 hours may elapse from the injection of the instrument
Blank that begins an analytical sequence (opening CCV) and the
injection of the last mid-point concentration (CS3) of the Aroclor
standards that ends an analytical sequence (closing CCV).

7.12 No more than 12 hours may elapse from the injection of the instrument

blank that begins an analytical sequence (opening CCV and the
injection of the last sample or blank that is part of the same

analytical sequence. 4 _
- Were sections 7.8 to 7.12 met? - _ .izﬁ(/f/_;_ —

ACTION: If no, use the following table to qualify Aroclor data:

Continuing Calibration Verification (CCV) Action for Aroclor Analyses

Action

Criteria Detected Non-Detected _
' Associated Compounds | Associated Compounds

RT out of RT Window ' : . Use professional Judgméht *

Percent Difference not within limits + 15% . J uJ
as sgpecified in section 7.9 above

Percent Difference not within limits + 50% o J o uJ-
as gpecified .in section 7.10 above

Time elapsed is greater than acceptable limits ’ R
as specified in section 7.11 & 7.12 above.

Percent Difference, time elapsed and RT are No qualification
within acceptable limits

14




USEPA Region II

STANDARD OPERATING PROCEDURE

Date: April 2006

Method: CLP/SOW, SOM01.1/Aroclor SOP HW-37/Aroclor, Revision 0

YES NO

* For non-detected target compounds in the4affected'samples, check
to see if the sample chromatogram contain any peak that are close

" to the expected RT window of the Aroclor of interest.

If no peaks are present, consider the non-detected values to be
valid and no qualification of the data is necessary.

If any peaks are present close to the expected RT window of the
Aroclor of interest, qualify the non-detected values as-
presumptively present “N”.

For detected compounds in the affected samples, if the peaks are
within the RT window, no qualification of the data is necessary.
If the peaks are close to the expected RT window of. the Aroclors
of interest, the reviewer may take additional effort to determine
if sample peaks represent the compound of interest. ’

For example, the reviewer can examine the data package for the
presence of three or more standards containing the Aroclor of
interest that were run within the analytical segquence during which
the sample was analyzed. If three or more such standards are
present, the RT window can be re-evaluated using the mean RT of
the standards. '

If the peaks in the affected sample fall within the revised
window, qualify the detected Aroclor as “JN”. ’

If the reviewer cannot do anything with the data to resolve the
problem of concern, qualify all non-detects as unuseable "R”.

8.0 Analytical Sequence Check (Form VIII-ARO)

,

8.1 Is Form_VIII—Pestvpreéent and complete for each
column and each period of analyses?

~ACTION: If no, take action as specified in section 3.1

8.2 Was the proper analytical sequence followed for each
initial calibration and subsequent analyses, and all g
standards analyzed at the required frequency for each
GC/ECD instrument used?

ACTION: If no, use professional judgment to determine the
© severity of the effect on the data and qualify
accordingly. Generally, the effect is negligible
unless the sequence was grossly altered'and/or
the calibration was out of QC limits.

8.3 Are the surrogate retention time (RT) from the initial
calibration for TCX and DCB provided on Form VIII-Pest?

15
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STANDARD OPERATING PROCEDURE

USEPA Region II : v . Date: April 2006
Method: CLP/SOW, SOMOl.l/Aroclor SOP HW-37/Aroclor, Revision 0

YES NO N/A

ACTION: If no, take action as specified in section 3.1
8.4 Was the asterisk (*) applied to the RT of any blanks,
samples, standards, MS/MSD, and LCS that did not meet the ) -
QC Limits of +.0.05 mirnutes for TCX (tetrachloro-m-xylene)
“and + 0.10 minutes for DCB (decachlorobiphenyl)?

ACTION: If any data are missing, take action specified in 3.1 above.

If no, use professional judgment to determine the
“severity of the effect on the data and qualify
accordingly. Document in the data assessment
under Contract Problems/Non-Compliance.

9.0 Sulfuric Acid and Gel Permeation Chromatography (GPC) Cleanup

Procedures : . : . .
9.1 Was sulfuric acid added to all extracts? . iz{// —_—

Note: Sulfuric acid cleanup is mandatory for all extracts
ACTION: If no, take action specified in section 3.1

9.2 Gel Permeation Chromatography (GPC

GPC is an optional cleanup procedure for both agueous and
non-aqueous samples that contain high molecular weight
compounds that interfere with Aroclor analysis.

9.3 If GPC cleanup was performed on samples, GPC calibration

is acceptable if the two UV traces meet the following
reguirements.

a. Peaks must be observed and should be symmetrical for
all compounds in the calibration solution.

b. Corn oil and phthalate peaks should exhibit greater
than 85% resolution.

¢. The phthalate and Methoxychlor peaks should exhibit
greater than 85% resolution. ‘

d. Methoxychlor and perylene peaks”should exhibit greater
than 85% resolution.

e. Perylene and sulfur peaks must be saturated and should
exhibit greater than 90% baseline resolution.

16




'STAﬂDARD OPERATING PROCEDURE

USEPA Region II

- Method: CLP/SOW, SOMO1l.1l/Aroclor

Date: April 2006

SOP HW-37/Aroclor,

f. The RT shift is less than 5% between UV traces for
bis (2-ethylhexylphthalate and perylene.

9.4 Were all above critefia met ?

ACTION: . If no, examine the raw data for the presence of high

molecular weight contaminants.

Examine the subsequent

sample data for unusual peaks and use professional
judgment in qualifying the data.

10.0 Laboratory Control Samples (LCSs)

10.1 LCSs provide information on the accuracy of the analytical

method and laboratory performance.

Aroclor Laboratory Control Sample Recovery - Aqueous and. Non-Aqueous

Decachlorobiphenyl (surrogate)

Compound % Recovery QC Limits
Aroclor 1016 . 50 --150
Aroclor 1260 50 - 150
Tetrachloro—m—xyiene (surrogate) 30 - 150
30 -.150

10.2 Were the above recoveries met?

ACTION: If no, qualify the sample data .as follows:

Criteria

ACTION .

Detected
Assqéiated Compound

Non-Detected
Associated Compound

%$R> Upper Acceptance Limit

J

No qualification

%R< Lower Acceptance Limit

J

R

Lower Acceptance Limit < %R
< Upper Acceptance Limit

"No qualification'

17
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STANDARD OPERATING PROCEDURE

USEPA Region II Date: April 2006
Method: CLP/SOW, SOMOl.l1/Aroclor SOP HW- 37/Aroclor, Revision 0

YES NO N/A

11.0 Aroclor Identification (Form X ARO/Identlflcatlon Summary for Multicomponent

Analysisg
ll.l__Ié Form X (ARO) complete for every sample in which o////
Aroclor was detected? o ]

ACTION: Take action as specified in section 3.1 above.

11.2 The identification of a Multi component Aroclor by GC
method is based primarily on RT data and pattern ny//"‘
recognition. Were the following requirements met: —_

a.) A Minimum of 3 major peaks were selected for each
~ Arocloxr. If more than one Aroclor is observed in a
sample, a peak common to other Aroclor(s) must not
be used to quantitate other Aroclor. Lab must chcose’
different peaks to quantitate each Aroclor.

b.) If a chromatogram is replotted electronically to meet
these requirements, the scaling factor used must be
displayed on the chromatogram, and both the initial
chromatogram and the replotted chromatogram must be
submitted - in the data package. '

¢.) The Retention Time (RT) of both of the surrogates and
reported target compounds must be. within the calculated
RT window of both columns. '

d.) When no analytes are identified in the sample, the
chromatograms of the sample extract must use the same
scaling factor used for the low-point standard of the
initial calibration associated with those samples.

e.) Chromatogram must displayAthe largest peak of ahy
Aroclor detected in the sample at less than full scale.

f.) If an extract must be diluted, chromatograms must
display Aroclor peaks between 25-100% of full scale:

ACTION: If retention times (RT) or peak apex cannot be
verified, contact TOPO to obtain rescaled

chromatograms from the lab.

If data reviewer identifies a peak in both GC
columns that fall w1th1n the appropriate RT windows,

18



STANbARD OPERATING PROCEDURE

USEPA Region II ' ' ' ' ) ' Date: April 2006
Method: CLP/SOW, SOM0l.l1l/Aroclor SOP HW-37/Aroclor, . Revision 0

YES NO N/A

but was reported as non-detect, the compound may be
false negative. If necessary, contact TOPO to
instruct laboratory to re-evaluate tle

chromatograms.
11.3 Are there any transcription/calculation errors .in
Form I and Form X ARO? ' :

ACTION: Take action as specified in section 3.1 above.

11.4 Are the RTs of Aroclor peaks within the established l!i(///
RT window for analyses on both columns? :

11.5 Was the GC/MS confirmation brovided for Aroclor ‘ .
concentration > 10 ug/ml in final extract? LJ{(/ i

NOTE: Laboratory is required to contact SMO to determine if
GC/MS confirmation isﬂrequired. Check the
-semivolatile TIC data for presence of Aroclors.

11.6 Is the per cent difference (%D) calculated for . : o
" positive results on both columns < 25%? j‘f/

ACTION: The reviewer must check columns for peak
interferences for the positive hits. Qualify the

Aroclor(s) according to following Table: :

Action on Qualifying Pogitive Aroclor Results

Percent Differences ‘ - Qualifier

0 - 25% . ' None

26 - 70% | | g

71 - 100% . | SIN

101 - 200% (No Peak o “R”
Interferences)

101 - 200% (Interferences : “JNY
detected) *

> 50% (Aroclor value <« CRQL)** “yg”

> 200% o . . wRY
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STANDARD OPERATING PROCEDURE

USEPA Region II S " Date: April 2006

Method: CLP/SOW, SOMOl.l1/Aroclor

SOP HW-37/Aroclor, Revision 0

YES NO N/A

. * When interferences is detected on either column, gualify the

data as

w JN "

** When the Aroclor value is below CRQL and %D > 50%, raise the
value to CRQL and qualify “U”, undetected.

12

12.

12.

13.

1

.0 Target Aroclor List (TCL)

Are the Aroclor Analysis Data Sheets (Form I ARO) present.
with required header information on each page for samples,
MS/MSD (if required), method and instrument blanks (per

column & analysis)? : L] \////

Is the chromatographic performance acceptable with respect
to ‘baseline stabi;ity,-full-scale_attenuation, peak e
shape/resolution? - : ’ —_

ACTION: If nb, take action specified in section 3.1 above.

Compound Quantitation and Reported Detection Limitsg

"13.1 Are there any transcription/calculation errors in the

Form I results? Check at least two positive .results. _yﬁ///
Were any errors found? : ' 11 —

ACTION: If errors were found, take action‘as specified in section
' 3.1 above.
13.2 Are the contract required quantitation limits (CRQL) ' '
adjusted to reflect sample dilution? '
ACTION: If errors exist, take action as specified in section 3.1 above.
ACTION: When a sample is required to be diluted, the lowest CRQL is used

(unless a QC exceedance dictates the use of the higher CRQL from
the diluted sample). Replace concentration.which exceed the

calibration range in the original analysis by crossing out the

“E” value on the original Form I and substituting it with the
result from the diluted sample. Specify which Form I to use.
Use a red pencil and draw a red “X” across the entire page

of all Form I's that should not be used, including those in the
data summary package. : '

At the top or bottom of the Forms, write with red pencil, “DO
Not Use”.
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"STANDARD OPERATING PROCEDURE

USEPA Region II _ Date: April 2006
Method: CLP/SOW, SOMOl.l/Aroclor SOP HW-37/Aroclor, Revision 0

YES NO N/A

Note: ~ If the sample dilution factor (DF) is greater than
' 10, an additional 10 times more comncentrated than

the diluted sample extract must be analyzed and
_reported with the sample data.  If the DF is less
or equal to 10, but greater than 1, the results of
the original undiluted analysis must also be
reported (see SOMO0l.1l/section 10.3.3.4/page D-
44 /ARO) . ' .

ACTION: IF the above requirement was not met, contact the TOPO to obtain an
‘ explanation/resubmittal from the lab and make a note in the Data
Assessment under Contract Problems/Non-Compliance section.

13.3 For non-aqueous samples, were the percent moisture < 70%? N7
Action: If the % moisture > 70.0% and < 90.0%, qualify detects

as “J” and non-detects as approximated “UJ” If the %
Moisture > 90%, qualify detects as “J” and non-detects as “R”

14.0 Field Dup1i¢ates

14.1 Were any field duplicates submitted for Aroclor \/////{
analysis? ' oL '

ACTION: Compare the reported results for field
: duplicates and calculate the relative
percent difference.. '

ACTION: Any gross variation between duplicate
' results must be addressed in the reviewer
narrative. If large differences exist,
contact the TOPO to confirm identification
of field duplicates with the sampler.
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" STANDARD OPERATING PROCEDURE

USEPA Region II ’ _ ' Date: April 2006
Method: CLP/SOW, SOMOl.l1/Aroclor SOP HW-37/Aroclor, Revision 0

YES NO N/A

Definitions

ARO - Aroclor :

CCS - contract compliance screening

CF - Calibration Factor

CLASS - Contract Laboratory Analytical Services Support
CLP - Contract Laboratory Program

CRQL - Contract Required Quantitation Limit

GC/ECD - Gas Chromatography/Electron Capture Detector
kg - kilogram

ug - microgram

4 - liter
. m¢ - milliliter

QC - quality control

RAS - Routine Analytical Services

RPD - Relative Percent Difference

RRF - Relative Response Factor

RRF - Average Relative Response Factor (from initial
calibration). '

RRT - Relative Retention Time

RSD - Relative Standard Deviation

RT - Retention Time

RSCC - Regional Sample Control Center

SDG - Sample Delivery Group

SOP - standard operating procedure

SOW - Statement of Work

TCL - Target Compound List

TCLP - Toxicity Characteristics Leachate Procedure
TIC - Tentatively Identified Compound

TPO - Technical Project Officer

VTSR - Validated Time of Sample Receipt

TOPO - Task Order Project Officer
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STANDARD OPERATING PROCEDURE

USEPA Region IT . o ' Date: April 2006
Method: CLP/SOW, SOMO0l.l1l/Aroclor ' SOP HW-37/Aroclor, Revision 0

YES NO - 'N/A
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1. USEPA Contract Laboratory Program of Work for Organic Analysis Multi-Media,
Multi-Concentration, SOW/CLP/SOM01.1, October 2004 '

2. National Functional Guidelines for Superfund Organic Methods Data Review
January 2005 ' o ‘
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Request for Quote (RFQ) for Modified Analysis
bate: December 6, 2007

Subject: Modification Reference Number: 1508.0
Title: Filtration of Water Samples
Sample Matrix: Water
Fraction Affected: Aroclors
Statement of Work: SOMO01.2

Purpose:

The Contractor Laboratory is requested to perform the following modified analyses under the
Organic Statement of Work (SOW) SOMO01.2, based on the additional specifications listed
below. Unless specifically modified by this modification, all analyses, Quality Control (QC),
and reporting requirements specified in SOW SOMO01.2 remain unchanged and in full force and
effect. The number of samples requested in this modification is not guaranteed

- Please note that accepting a modified analysis request is voluntary, and that the Laboratory is
not required to accept the modified analysis. There will be no adverse effect to the Laboratory
Jor not accepting the modified analysis request. However, once the Laboratory accepts the '
request for modified analysis, it shall perform the analysis in aocordance with this modlﬁcatxon
and as specified in SOW SOMO1.2.

The Laboratory is requested to review the modification described herein, determine whether or
not it shall accept the requested modified analyses, and complete the attached response form.
The Laboratory shall provide comments in response to the required changes in the designated
area, in order to ensure that the modified analysis can be completed in accordance with the -
spec1ﬁcattons descrlbed herein.

~ The requirements in the RFQ are as stated and any defects will be assessed by SMO per the _
laboratory contract ‘The Laboratory should take thls into account when submlttmg their quote.

Notice to Contractors: Acceptance of Modlﬁed Ana1y51s samples will not count agamst the
monthly capacity. :

' Page 1 of 4 .
1508.0
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Modification to the SOW S_peciﬁcations:‘

SOW SOMO1.2 requires the Laboratory to analyze water samples for the Aroclor target
compounds and Contract Required Quantitation Limits (CRQLSs) listed in Exhibit C, Section 4.0,
using the protocol outlined in Exhibit D, Analytical Method for the Analysis of Aroclors.

In this modified analysis request, water samples scheduled for Aroclor analyses must be filtered

prior to extraction using a 0.45um filter, so that any sediment captured in these aqueous samples
are removed. To facilitate the process each sample must be filtered with a new, clean filter. The
laboratory will not use the same filter for more than one sample.

Reporting Requirements:

Hardcopy and electronic data reporting are required as specified per SOW SOM01.2. All
hardcopy and electronic data shall be adjusted to incorporate modified specifications. This
includes attaching a copy of the requirements for modified analysis to the SDG Narrative. If
specific problems occur with incorporation of the modified analysis into the hardcopy and/or
electronic deliverable, the Laboratory shall contact the DASS Manager within the Sample
Management Office (SMO) at (703) 818-4233 or via é-miail at CCSSUPPORT@fedcsc.com for
resolution. ' ' : '

All samples and/or fractions assigned to an SDG shall bé analyzed under the same Modified
Analysis requirements as established in this memorandum. The Laboratory shall not include
data from multiple Modified Analyses in one SDG.

. The Laboratory shall include the Modification Reference Number 1508.0 on each hardcopy
data form under the “Mod. Ref. No.” header appearing on each form as well as the data
element “ServicesID” under the “SamplePlusMethod” node of the EDD. This should be
done for the fractions affected by the modified analysis only. The “ServicesID” field should
remain blank for all other fractions reported in the SDG. The Laboratory shall also
document the Modification Reference Number and the Solicitation Number on the SDG
Coversheet. ' : ' - ' .

Clarifications/Revisions to the RFQ for Modified Analysis:

Laboratory Name: MITKEM
Laboratory Comments:

Page 2 of 4
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RECEWV |
JAN 14 2008
SDG Narrative HAZ. WASTE SUPPORT SEC

Mitkem Corporation submits the enclosed data package in response to USEPA

Case # 37088 and SDG# B4HZ0. Analyses were performed for fourteen aqueous
samples that were received on December 28, 2007. The analyses were performed under
USEPA Contract # EP-W-05-030. Please note that four sample-shipping coolers were
received on December 28. The temperature of the coolers were measured at 1°C, 3°C,
3°C and 1°C. :

The samples were analyzed under Modified Analysis 1508.0, to filter the aqueous -
samples through a 0.45um filter prior to extraction. A copy of the requirements for
Modified Analysis 1508.0 is included following the SDG narrative '
Tags were not received with the samples. Per the Region, proceed with analysis of the
samples. Region 2 does not require sample tags.

The following samples are submitted in this data package:

Client ID | ‘LabID Analysis

B4QE0 ~ F1937-01A A
B4QE1 F1937-02A A
B4QE2 _ F1937-03A A
B4QE3 F1937-04A A
B4QE4 F1937-05A A
B4QES F1937-06A A
B4QE6 F1937-07A A
B4QE7 - F1937-08A A
B4QES ~ F1937-09A A
B4QE9 ~ F1937-10A A
B4QF0 F1937-11A - A
B4QF1 F1937-12A A
B4QF1MS F1937-12AMS A
B4QF1IMSD F1937-12AMSD A
B4QF2 - F1937-13A ‘A
B4QF3 F1937-14A A
A = Aroclors

The analyses were performed using USEPA CLP Multi-Media, Multi-Concentration
(SOMO1.2) protocols. The analyses were performed with strict adherence to the SOW
with the following exceptions and observations:




1. Overall Observation:

Where needed, manual integrations were performed to improve data quality. The
corrections were reviewed and associated hardcopies generated and reported as required.
Manual integrations are coded to provide the data reviewer justification for such action.
The codes are labeled on the ion chromatogram signal (GC/MS signal) and
chromatogram for GC based analysis as follows:

M1 peak tailing or fronting.

M2 peak co-elution.

M3 rising or falling baseline.

M4 retention time shift. .

M5 miscellaneous — under this category, the Justlﬁcauon is explamed
M6 software did not integrate peak

M7 partial peak integration

2. Aroclor Analysis

GC column used: 30 m x 0.53 mm id (0.42 um film thicknéss) CLPPestll and 30 m x
0.53 mm id (0.5 um film thickness) CLPPest megabore columns

The concentration of target analytes were determined using the following equation:

(Amt)(DF)(UF)(Vt)
(Vo Vi)

Concentratlon ( yg/L)

where: Amt = Lower value of two Conc
DF = Dilution Factor
UF = Correction Factor
V¢ = Volume of final extract (uL)
Vi = Volume of sample injected (ul)
Vo = Volume of sample extracted (mL)

Surrogate recoveries were within the QC limits.
Spike recoveries were within the QC limits in the lab control sample. |

. M;atrix'spike and matrix Spike duplicate were performed on sample B4QF1. Spike
recoveries and replicate RPDs were within the advisory QC limits. -
Manual integration was performed on Aroclor 1242 in the rear column for AR12421H1
due to M4.




No other unusual observation was made for the analysis.

All of the submittals to the region are originals other than logbook pages. Photocopies of
logbook pages are included, with the originals maintained on file at the laboratory.

Tunes, calibration verifications and initial calibrations that are shared among several
cases are photocopies indicating the location of the originals.

I certify that this Sample Data Package is in compliance with the terms and condition of
the contract, both technically and for completeness, for other than the conditions detailed
above. Release of the data contained in this hardcopy Sample Data Package and in the
electronic data deliverable has been authorized by the Laboratory Manager or the
Manager’s designee, as verified by the following signature.

Agnes Ng%ép

CLP Project Manager
01/11/08



RECEIVER, /
.SDG Narrative JAN 1 0 200
| r HAZ. WASTE SUPPORT®EC

Mitkem Corporation submits the enclosed data package in response to USEPA

Case # 37088 and SDG# B4JB1. Analyses were performed for twenty soil samples that
were received on December 20, 2007. The analyses were performed under USEPA
Contract # EP-W-05-030. Please note that two sample-shipping coolers were received.
The coolers were measured at 1°C and 3°C. '

Tags were not received with the s‘amples. Per the Region, proceed with analysis of the
samples. Region 2 does not require sample tags.

 The following samples are submitted in this data package:

Client ID Lab ID Analysis
B4JB1 F1912-01A A ’
B4JB1DL F1912-01ADL A
B4JB2 F1912-02A A
B4JB2DL F1912-02ADL A
B4JB3 F1912-03A A
B4JB3DL F1912-03ADL A
B4JB3MS F1912-03AMS A
B4JB3MSD F1912-03AMSD A
B4JB4 F1912-04A A
B4JB4DL F1912-04ADL A
B4JB5 F1912-05A A
B4JB5DL F1912-05ADL A
B4JB6 F1912-06A A
- B4JB6DL F1912-06ADL A
B4JB7 F1912-07A A
B4JB7DL F1912-07ADL A
B4JB8 F1912-08A A
B4JB8DL F1912-08ADL A
B4JB9 F1912-09A A
B4JB9DL - F1912-09ADL A
B4JCO F1912-10A A
B4JCODL F1912-10ADL A
B4JCl1 ' F1912-11A A
B4JC1DL F1912-11ADL A
B4JC2 F1912-12A A
B4JC2DL F1912-12ADL A
B4JC4 F1912-13A A
B4JC4DL F1912-13ADL A
B4JC5 F1912-14A A
B4JC5DL F1912-14ADL A




B4JC6 F1912-15A A
B4JC6DL - F1912-15ADL A
B4JC7 F1912-16A A
B4JC7DL F1912-16ADL A
B4JC8 F1912-17A A
B4JC8DL F1912-17ADL A
B4IC9 F1912-18A A
B4JC9DL F1912-18ADL A
B4JD0 F1912-19A A
B4JDODL F1912-19ADL A
B4JD1 F1912-20A A
B4JD1DL F1912-20ADL A
A = Aroclors

The analyses were performed using USEPA CLP Multi-Media, Multi-Concentration '
(SOMO1.2) protocols. The analyses were performed with strict adherence to the SOW
with the following exceptions and observations:

. 1. Overall Observation;

Where needed, manual integrations were performed to improve data quality. The
corrections were reviewed and associated hardcopies generated and reported as required.
Manual integrations are coded to provide the data reviewer justification for such action.
The codes are labeled on the ion chromatogram signal (GC/MS signal) and
chromatogram for GC based analysis as.follows:

e Ml peak tailing or fronting.

o M2 - peak co-elution. '

e M3 rising or falling baseline.

s M4 retention time shift.

o M5 miscellaneous — under this category, the justification is explained.
e M6 software did not integrate peak |

e M7  partial peak integration

2. Aroclor Analysis

GC column used: 30 m x 0.53 mm id (0.42 um film thickness) CLPPestll and 30 m x
0.53 mm id (0.5 um film thickness) CLPPest megabore columns

The following equation was used to calculate the concentration of target analytes for soil
samples: : : :




Vit
Concentration (ug/Kg) = (Amt)(DF)(Uf

(Vi*ws*(IOO—m)

100

where: Amt = Lower value of two Conc
DF = Dilution factor
UF = ng unit correction factor
WS = Weight of sample extracted (g)
Vt = Volume of final extract (uL)
Vi = Volume injected (uL) '
M = %moisture (not decanted)

Surrogate récoveries were within the QC limits with the exception of low recovery of '
decachlorobiphenyl in one column for sample B4JCS5 and surrogates diluted in samples
B4JB2DL, B4JB3DL, B4JB9DL, B4JCODL and B4JC1DL.

Spike recoveries were within the QC limits in the lab control sample. -

Matrix spike and matrix spike duplicate were performed on sample B4JB3. Spike
recoveries were within the advisory QC limits with the exception of high recovery of both
Aroclor 1016 and Aroclor 1260 in both columns for the matrix spike and matrix spike
duplicate. Replicate RPDs were not within the advisory QC limits for either Aroclor.
Please note that the high recovery of Aroclors 1016 and 1260 are probably due to co-
eluting peaks from the high concentration of Aroclor 1254 in the native sample.

The following samples were initially analyzed at dilution: B4JB2 (10x), B4JB3 (10x),
B4JB9 (20x), B4JCO (20x), B4JC1 (10x), B4JC2 (5x) B4JC4 (2x), B4JC6 (5x) B4JC8
(5x), B4JIDO (2x) and B4JD1 (2x).

To ensure that all target analytes were determined within the instrument calibration range,
the following samples were re-analyzed at dilution: B4JB1 (10x), B4JB2 (100x), B4)B3
(100x), B4JB4 (10x), B4JBS5 (10x), B4JB6 (10x), B4JB7 (10x), B4JB8 (10x), B4JB9
(200x), B4JCO (200x), B4JC1 (100x), B4JC2 (50x), B4JC4 (20x), B4JC5 (10x), B4J Cé6
(50x), B4JC7 (le) B4JC8 (50x), B4JC9 (10x), B4JD0 (20x) and B4JD1 (20x)

Per the Region, GC/MS confirmation is not required for those samples in WhJCh the
Aroclor concentration is greater than 3300ug/Kg.

Manual integration was performed on Aroclor 1242 in the rear column for AR12421H1
due to M4.

No other unusual observation was made for the analysis.




All of the submittals to the region are originals other than logbook pages. Photocopies of
logbook pages are included, with the originals maintained on file at the laboratory.
Tunes, calibration verifications and initial calibrations that are shared among several
cases are photocopies indicating the location of the originals.

I certify that this Sample Data Package is in compliance with the terms and condition of
the contract, both technically and for completeness, for other than the conditions detailed
above. Release of the data contained in this hardcopy Sample Data Package and in the
electronic data deliverable has been authorized by the Laboratory Manager or the
Manager’s designee, as verified by the following signature.

Gt

CLP Project Manager
01/09/08
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Mitkem Corporation submits the enclosed data package in response to USEPA

Case # 37088 and SDG# B4JK1. Analyses were performed for seven soil samples that
were recetved on December 21, 2007. The analyses were performed under USEPA
Contract # EP-W-05-030. Please note that two sample-shipping coolers were received .
on December 21. Both coolers were measured at 3°C.

- Tags were not received with the samples. Per the Region, proceed with analysis of the
samples. Region 2 does not require sample tags.

The following samples are submitted in this data packagé:

Client ID

LabID Analysis
B4JK3 F1926-01A A
B4JK3DL F1926-01ADL A
B4JK4 F1926-02A A
- B4JK4DL F1926-02ADL A
B4JK5 F1926-03A A
B4JK5DL F1926-03ADL = A
B4JK6 F1926-04A A
B4JK6DL 'F1926-04ADL A
B4JK7 F1926-05A A
B4JK7DL F1926-05ADL A
B4JK8 F1926-06A A
B4JK8DL F1926-06 ADL A
~ B4IK1 F1926-07A A
B4JK1DL F1926-07ADL A
- B4JKIMS F1926-07AMS A
B4JKIMSD F1926-07AMSD A
A = Aroclors

The analyses were performed uéing USEPA CLP Multi- Media, Multi-Concentration
(SOMO1.2) protocols. The analyses were performed with strict adherence to the SOW
with the following exceptions and observatlons

1. Overall Obseryation:’

Where needed, manual integrations were performed to improve data quality. The
corrections were reviewed and associated hardcopies generated and reported as required.
Manual 1ntegrat10ns are coded to provide the data reviewer Just1ﬁcat10n for such action.




The codes are labeled on the ion chromatogram signal (GC/MS signal) and
chromatogram for GC based analysis as follows:

e Ml peak tailing or fronting.

e M2 peak co-elution.

e M3 rising or falling baseline.

e M4 retention time shift. -

e M5 miscellaneous — under this category, the justification is explained.
e M6 software did not integrate peak

e M7  partial peak integration

2. Aroclor Analysis

GC column used: 30 m x 0.53 mm id (0.42 um film thickness) CLPPesﬂI and 30 mXx
0.53 mm id (0.5 um film thickness) CLPPest megabore columns :

The following equat1on was used to calculate the concentratlon of target analytes for soil
samples: : :

Vt

- Concentration (ug/Kg) = (Amt)(DF )(Uf

Wi *WS*(IOO m)

100

where: Amt = Lower value of two Conc
DF = Dilution factor ,
“UF = ng unit correction factor
WS = Weight of sample extracted (g)
- Vt=Volume of final extract (uL.)
Vi = Volume injected (uL)
M = %moisture (not decanted)

Surrogate recoveries were within the QC limits with the exception surrogates diluted out
in samples B4JK3DL, B4JK4DL, B4JK5DL, B4JK7 and B4JK7DL.

~ Spike recoveries were within the QC limits in the lab control sample.

Matrix spike and matrix spike duplicate were performed on sample B4JK1. Spike
recoveries were within the advisory QC limits with the exception of high recovery of
Aroclor 1260 in column CLPPestII for both the matrix spike and matrix spike duphcate
and high recovery of Aroclor 1260 in the matrix spike and high recovery of both Aroclor

- 1016 and 1260 in the matrix spike duplicate for column CLPPest. Replicate RPDs were -
- not within the advisory QC limits for both Aroclor 1016 and 1260 in both columns.




Please note that the high recovery of Aroclor 1260 is probably due to co-eluting peaks
from the high concentration of Aroclor 1254 in the native sample.

The following samples were initially analyzed at dilution: B4JK3 (50x), B4JK4 (50x),
B4JKS (5x) and B4JK7 (50x%).

To ensure that all target analytes were determined within the instrument calibration range,
the following samples were re-analyzed at dilution: B4JK1 (10x), B4JK3 (500x), B4JK4
(500x), B4JKS5 (50x), B4JK6 (10x), B4JK7 (500x) and B4JK8 (10x).

Per the Region, GC/MS confirmation is not requlred for those samples in which the
Aroclor concentration is greater than 3300ug/Kg.

NO manual 1ntegrat10ns were performed.
The pH of sample B4JK6 was measured to be 4.5, which is outside the range of 5to 11.

No other unusual observation was made for the analysis.

All of the submittals to the region are originals other than logbook pages. Photocopies of
logbook pages are included, with the originals maintained on file at the laboratory.

Tunes, calibration verifications and initial calibrations that are shared among several :
cases are photocoples indicating the location of the originals.

I certify that this Sample Data Package is in compliance with the terms and condition of
the contract, both technically and for completeness, for other than the conditions detailed
above. Release of the data contained in this hardcopy Sample Data Package and in the
electronic data deliverable has been authorized by the Laboratory Manager or the
Manager’s designee, as verified by the following 31gnature ’

gkl

Agnes Ng
CLP Project Manager
01/1 0/08 '



SDG Narrative
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Mitkem Corporation submits the enclosed data package in response to USEPA

Case # 37088 and SDG# B4JC3. Analyses were performed for twenty soil samples that
“were received on December 20 and 21, 2007. The analyses were performed under
USEPA Contract # EP-W-05-030. Please note that the sample-shipping cooler received
on December 20 was measured at 3°C. The cooler received on December 21 was

measured at 3°C.

Tags were not received with the samples. Per the Region, proceed with analysis of the
samples. Region 2 does not require sample tags. '

The following samples are submitted in this data package:

Client ID
B4JC3
B4JC3MS

B4JC3MSD

B4ID3
B4JD3DL
B4ID4

B4JD4DL

B4JD5
~ B4JD5DL
B4ID6
B4JD6DL
- B4JD7
B4JD7DL
B4JD8
B4JDSDL
B4JD9
B4JD9DL
B4JEO
B4JEODL
B4JE1
B4JE1DL
" B4JE2
B4JE2DL
B4JE3
B4JE3DL
B4JE4

B4JE4DL

B4JE6
B4JE6DL

LabID
F1913-01A

F1913-01AMS
F1913-01AMSD

F1913-02A
F1913-02ADL
F1913-03A
F1913-03ADL
F1913-04A

 F1913-04ADL

F1913-05A

F1913-05ADL

F1913-06A
F1913-06ADL
F1913-07A

F1913-07ADL-

F1913-08A

F1913-08ADL

F1913-09A°
F1913-09ADL
F1913-10A

F1913-10ADL

F1913-11A
F1913-11ADL
F1913-12A

F1913-12ADL -

F1913-13A
F1913-13ADL
F1913-14A

F1913-14ADL

S N o

- Analysis




B4JE7 F1913-15A A
B4JE7DL F1913-15ADL A
B4JES F1913-16A A
B4JESDL F1913-16ADL A
B4JE9 F1913-17A A
B4JE9DL F1913-17ADL A
B4JFO . ' F1913-18A A
B4JFODL F1913-18ADL A
B4JF1 F1913-19A A
B4JF1DL F1913-19ADL A
B4JF2 F1913-20A A
B4JF2DL - F1913-20ADL A
A = Aroclors

The analyses were performed using USEPA CLP Multi-Media, Multi-Concentration - _
(SOMO1.2) protocols. The analyses were performed with strict adherence to the SOW .
with the following exceptions and observations: .

1. Overall Observatidn:

Where needed, manual integrations were performed to improve data quality. The
corrections were reviewed and associated hardcopies generated and reported as required.
- Manual integrations are coded to provide the data reviewer justification for such action.
The codes are labeled on the ion chromatogram signal (GC/MS s1gnal) and .

* chromatogram for GC based analy51s as follows:

e Ml peak tailing or fronting.

e M2 " peak co-elution.

e M3 rising or falling baseline.

e M4 retention time shift. v

e M5  miscellaneous — under this category, the justification is explained.
e M6 . software did not integrate peak

o M7 partial peak integration '

2. Aroclor Analysis

GC column used 30 m x 0.53 mm id (0. 42 um film th10kness) CLPPestll and 30 m x
0.53 mm id (0.5 um film tlnckness) CLPPest megabore columns

The followmg equation was used to calculate the concentration of target analytes for soil -
samples: '




Vit

Concentration (ug/Kg) = (Amt{DF {Uf
(Vi* WS* (

100 - m)
100
where: Amt = Lower value of two Conc

DF = Dilution factor

UF = ng unit correction factor

WS = Weight of sample extracted (g)

~ Vt=Volume of final extract (uL)
Vi = Volume injected (uL)
- M = %moisture (not decanted)

Surrogate recoveries were within the QC limits with the exception of low recovery of

- decachlorobiphenyl in one column for sample B4JEQ and surrogates diluted in samples
B4JD3DL, B4JD4DL, B4JD5DL, B4JD7DL, B4JD8DL, B4JE2DL, B4JE3DL,
B4JF1DL, B4JE6DL and B4JFODL. '

Spike recoveries were within the QC limits in the lab control sample.

Matrix spike and matrix spike duplicate were performed on sample B4JC3. Spike
recoveries were within the advisory QC limits with the exception of high recovery of
Aroclor 1260 in both columns for the matrix spike and matrix spike duplicate. Replicate
RPDs were within the advisory QC limits. Please note that the high recovery of Aroclor
1260 is probably due to co-eluting peaks from the high concentratlon of Aroclor 1254 i in
the native sample

- The following samples were initially analyzed at dilution: B4JD3 (10x), B4JD4 (10x),
B4JDS5 (10x), B4JID6 (2x), B4JD7 (10x), B4JB8 (10x), B4JE2 (5x), B4JE3 (10x), B4JE6
(2x), B4JF0 (2x) and B4JF1 (10x).

To ensure that all target analytes were determined within the instrument calibration range,
‘the following samples were re-analyzed at dilution: B4JD3 (100x), B4JD4 (100x), B4JD5
(100x), B4JD6 (20x), B4JD7 (100x), B4JB8 (100x), B4JB9 (10x), B4JEO (5x), B4JE1
(5x), B4JE2 (50x), B4JE3 (100x), B4JE4 (10x), B4JE6 (20x), B4JE7 (10x), B4JE8 (4x),

' B4JE9 (10x), B4JF0 (20x), B4JF1 (100x) and B4JF2 (10x)

The second peak for sample B4JES exceeded the instrument calibration range on both the
front and rear column. Therefore a dilution was performed even though there is no “B”
flag on the data report form.

Per the Region, GC/MS conﬁrmatlon is not required for those samples in whlch the
Aroclor concentration is greater than 3300ug/Kg.




Manual integration was performed on Aroclors 1016 and 1260 in the front column for
AR16604S2 due to M3. :

No other unusual observation was made for the analysis.

All of the submittals to the region are originals other than logbook pages. Photocopies of
logbook pages are included, with the originals maintained on file at the laboratory.
Tunes, calibration verifications and initial calibrations that are shared among several
cases are photocopies indicating the location of the originals. '

I certify that this Sample Data Package is in compliance with the terms and condition of
the contract, both technically and for completeness, for other than the conditions detailed
above. Release of the data contained in this hardcopy Sample Data Package and in the
electronic data deliverable has been authorized by the Laboratory Manager or the
Manager’s designee, as verified by the following signature. :

Agnes Ng
CLP Project Manager

01/10/08




Laboratory Name

Contract_No.

Analysis Price

Contract Laboratory Program

Sample Delivery Group (SDG)

CoverSheet

SDG Number B4QEO

Mitkem Laboratories Lab Code
EP-W-05-030 Case No.
$ 0.00 SDG Turnaround

MITKEM

RECEIVE
JAN 14 2008
HAZ. WASTE SUPPORT SEC

37088

21 days

EPA Sample Numbers in SDG (Listed in Numerical Order)

01) B4QEO 08) B4QE7 “[15) BagF2 \
02) B4QE1 09) B4QES 16) B4QF3 \

03) B4QE2 10) B4QE9 N

04) B4QE3 11) B4QFO N

05) B4QE4 12) B4QF1 \ \
06) B4QE5 13) B4QFIMS \ \
07) B4QE6 14) B4QF1MSD AN ~

First Sample in SDG

|B4QE0

-

First Sample Receipt Date

Bg/28/2007

]

Npte:

Last Sample in SDG

[B4QF3

Last Sample Receipt Date

. [12/28/2007

N

There are a maximum of 20 field samples [excluding Performance Evaluation (PE) samples in an

SDG. Attach the TR/COC Records to this form in alphanumeric order (the order listed above on this

fo rm).

Date  1/7/2008

Signature’ ﬂW %/@

Modified Analysis

1508.0



RECEIVE
JAN 10 2008

-6@@ 33‘1,;% _ Contract Laboratory Program HAZ. WASTE SUPPORT EC

%
§

Sample Delivery Group (SDGQG)

_ Cover Sheet
SDG Number B4JB1.

Laboratory Name Mitkem Laboratories.  Lab Code MITKEM
Contract No. EP-W-05-030 - Case No. 37088
-Analysis Price $ 0.00 ' SDG Turnaround 21 days

- EPA Sample Numbers in SDG (Listed in Numerical Order)

01) B4JB1 ) 08) B4JB6 . 15) .B4JC4 22) BAJD1

02) BAJB2 09) B4JB7 16) B4JCS L
03) B4JB3 10) B4JB8 17) BA4JC6 ‘ /
04) B4JB3MS - |t1) B4IBY 18) B4JC7 //’-
05) B4JB3MSD 12) B4JCO 19) B4JC8 ///
06) B4JB4 13) B4JCl 20) B4JC9 ///
07) BAJB5 - 114) B4gC2 21) B4JDO
First Sample in SDG Last Sample in SDG
[§4J31 . ' } _ |B4JDi_ |
First Sample Receipt Date Last Sample Receipt Date
[12/20/2007 ] 112/20/2007 |
Note: There are a maximum of 20 field samples [excluding Performance Evaluation (PE) samples in an
SDG. Attach the TR/COC Records to this form in alphanumeric order (the order listed above on this
form).
Signature QWA k’//(p ) Date 12/24/2007
. D ‘



RECEIVE

JAN 112008
_: g@@@%@ . Contract Laboralory Program - HAZ. WASTE SUPPORT SEC
' Sample Delivery Group (SDG)
Cover Sheet
SDG Number B4JK1
Laboratory Name Mitkem Laboratories Lab Code © MITKEM
- Contract No. EP-W-05-030 ~Case No. 37088
Analysis Price ' $.0.00 SDG Turnaround 21 days
| EPA Sample Numbers in SDG (Listed in Numerical Order)
01) B4JK1 08) B4JK7 B o -

02) B4JK1M.S. 09) B4JK8 / /
03) B4JKIMSD P P /
04) B4JK3 ‘ e / /

05) B4JK4 / ‘ / /

06) B4JK5 / / /

07) B4JK6 17 v / _ 7

First Sample in SDG ~ Last Sample in SDG

[B4TKL _ , : ] [B4JK8 ' |

First Sample Receipt Date . Last Sample Receipt Date

[12/21/2007 v |  [12/21/2007 _ |
Note: There are a maximum of 20 field samples [excluding Performanée Evaluation (PE) samples in an

SDG. Attach the TR/COC Records to this form in alphanumeric order (the order listed above on this

form).

Signature ff N RAD Date  12/31/2007




Laboratory Name

Contract No.

Analysis Price

..\5@‘2“ %€? - Contract Laboratory Program

- Sample Delivery Group (SDG)
CoVerSheet
SDG Number B4JC3

Mitkem Laboratories Lab Code
EP-W-05-030 Case No.
$ 0.00 SDG Turnaround

RECEIVE
~JAN 112008
HAZ. WASTE SUPPORT SEC

MITKEM

37088

21 days

EPA Sample Numbers in SDG (Listed in Numerical Order) |

01) B4JC3 08) B4JD7 15) B4JE4 [22) B&JF2
02) B4JC3MS 09) B4JD8 16) B4JE6

03) B4JC3MSD 10) B4JD9 17) B4JE]

04) B4JD3 11) BA4JEO 18) B4JES

05) B4JD4 12) B4JEL 19) B4JE9

06) B4JD5 13) B4JE2 20) B4JFO

07) B4JD6 [14) B4JE3 21) B4JF1 7

First Sample in SDG

[B4JC3

First Sample Receipt Date

B2/20/2007:

Last Sample in SDG -

@éJpz-

Last Sample Receipt Date

Eg/21/2007

Note: There are a maximum of 20 field samples [excluding Performance Evaluation (PE) samples in an
SDG. Attach the TR/COC Records to this form in alphanumeric order (the order listed above on this

form).

Signature KW /w
_ i d/

Date

12/24/2007
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Agnes Ng.

From: "Von Mol, Knstm“ <kvonmoli@fedcsc.com>

To: "Agnes Ng" <agnes_ng@mitkem.com>; “Shlrley Ng" <sng@mltkem com>

Cc: "Rudolph, Elizabeth" <erudolph@fedcsc.com>; "Adly Michael" <Michael Adly@epamail.epa.gov>;
"Jennifer Ferranda" <feranda.jennifer@epa.gov>

Sent: Monday, December 31, 2007 1:27 PM

Subject: Region 02 | Case 37088 | Lab MITKEM | Issue Non- sampler issues | FINAL
Agnes,

***Summary Start*™*
Issue: Samples tags were not received with the samples
Resolution: In accordance with previous direction from Region 2, the laboratory wnll note the issue in the SDG Narrative,

and proceed with the analysis of the samples Region 2 does not require sample tags.
***Summary End***

Please let me know if you have any other questlons
Thanks,

Kristin Von Moll

CsC

Environmental Coordinator
© {703) 818-4235
kvonmoll@fedcsc.com

This is a PRIVATE message. If you are not the intended recipient, piease delete without copying and kindly advise us by e-mail of the mistake
in delivery. NOTE: Regardless of content, this e-mail shall not operate to bind CSC to any order or other contract unless pursuant to explicit
~ written agreement or government initiative expressly permitting the use of e-mail for such purpose.

From: Rudolph, Elizabeth

Sent: Monday, December 31, 2007 1:14 PM
To: Von Moll, Kristin

Subject: FW: Case 37073

From: Agnes Ng [mailto:agnes_ng@mitkem.com]
Sent: Monday, December 31, 2007 12: 08 PM

To: Rudolph, Elizabeth

Subject: Case 37073

- Hi Be_th,
Tags were not received with thé samples.

Thanks,
. Agnes Ng

CLP Project Manager =~

(P) 401-732-3400 x316

(F) 401-732-3499"

+ ok 3k 3k 3K ok 3k %k 2k 3k 5k 3k ok ok =K 3k K sk %k 3% ok 3k 3K K % Kk Kok

This message is intended only for the use of the individual to whom it is addressed and may contain mformat1on
. that is privileged, confidential and exempt from disclosure under applicable law. If the reader of this mmessage is
not the intended recipient, or the employee responsible for dehvermg the message to the mtended recipient,
you are hereby notified that any dissemination, dlstrlbutlon or copying of this communication is strictly
gg%hlgggg If you have received this communication in error, please notify us immediately by telephone at 401-

0355

1 ININAAN
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Agnes Ng

From: "Von Moll, Kristin" <kvonmoli@fedcsc.com> '

To: "Agnes Ng" <agnes_ng@mitkem.com>; "Shirley Ng" <sng@mitkem.com>

Cc: "Rudolph, Elizabeth" <erudo|ph@fedcsc com>; "Adly Michael" <Michael Adly@epamail. epa gov>;
"Jennifer Ferranda" <feranda.jennifer@epa.gov>

Sent: Tuesday, January 08, 2008 2:33 PM

Subject: Region 02 | Case 37088 | Lab MITKEM | Issue Laboratory problems | FINAL
Agnes, '

***Summary Start***

Issue: The samples are pretty loaded with Aoclor(s). Per the SOW, GC/MS
confirmation is required for-Aroclor concentrations above 3300ug/Kg. The
laboratory would like to know if GC/MS conﬁrmatlon is required for all
of the samples.

Resolution: Per Region 2, GC/MS confirmation is not requ1red The
laboratory should note the issue in the SDG Narrative and proceed with .
the analysis of the samples.

***Summary End***

Please let me know if you have any other questlons
Thanks

Kristin Von Moll

CSC

Environmental Coordinator
(703) 818-4235
kvonmoll@fedcsc.com

This is a PRIVATE message. If you are not the intended recipient, please
delete without copying and kindly advise us by e-mail of the mistake in
delivery. NOTE: Regardless of content, this e-mail shall not operate to
bind CSC to any order or other contract unless pursuant to explicit
written agreement or government initiative expressly permitting the use
of e-mail for such purpose.

- From: Michael. Adly@epamail.epa.gov [mailto:Michael. Adly@epamail.epa.gov]

Sent: Tuesday, January 08, 2008 2:20 PM

“To: Von Moll, Kristin

Cc: Rudolph, Elizabeth; feranda.jennifer@epa.gov

Subject: Re: NEW ISSUE #1 | Case 37088 | Lab MITKEM | Issue Laboratory
problems

Kristin,
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Please idvise the lab that GC/MS confirmation is not required.
Thanks

Adly A Michael

Region2 - HWSB - HWSS

Phone: (732) 906-6161
Fax: (732)321-6622

"Von Moll,
Kristin" ,
<kvonmoll@fedesc - . To
.com> Adly Michael/R2/USEPA/US@EPA,
~ Jennifer Feranda/R2/USEPA/US@EPA
01/08/2008 12:20 . ' ce
PM "Rudolph, Elizabeth"
<erudolph@fedesc.com>
- Subject
NEW ISSUE #1 | Case 37088 | Lab
MITKEM | Issue Laboratory
problems
Hi Adly,

MITKEM is reporting the following issue regarding Case ‘37088.

Issue: The sémples are pretty loaded with Aoclor(s). Per the SOW, GC/MS

confirmation is required for Aroclor concentrations above 3300ug/Kg.
“The laboratory would like to know if GC/MS confirmation is requlred for
all of thc samples.

Please advise on how the laboratory should broceed.
Thanks,

Kiristin Von Moll

CSC

Environmental Coordinator
(703) 818-4235
kvonmoall@fedcsc.com

ThlS is a PRIVATE message. If you are e not the intended recipient, please
delete without copying and kindly advise us by e-mail of the mistake in
delivery. NOTE: Regardless of content, this e-mail shall not operate to
bind CSC to any order or other contract unless pursuant to explicit ;
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written agreement or government initiative expressly permitting the use
of e-mail for such purpose.

From: Agnes Ng [mailto:agnes ng@mitkem.com]
Sent: Tuesday, January 08, 2008 12:00 PM

To: Von Moll, Kristin

Subject: Case 37088

Hi Kristin,

I am writing in regards to GC/MS confirmation. The samples are pretty
loaded with Aroclor(s). Per the SOW, GC/MS confirmation is required. for
Aroclor concentrations above 3300ug/Kg. Do we have to do GC/MS
confirmation for all these samples?

- Thanks,
- Agnes Ng '

CLP Project Manager
(P) 401-732-3400 x316
(F) 401-732-3499
****************************
This message is intended only for the use of the individual to whom it
is addressed and may contain information that is privileged,
confidential and exempt from disclosure under applicable law. Ifthe
‘reader of this message is not the intended recipient, or the employee
responsible for delivering the message to the intended recipient, you
are hereby notified that any dissemination, distribution or copying of
this communication is strictly prohibited. If you have received this

communication in error, please notify us immediately by telephone at
401-732-3400.
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